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PREFACE 


This  report  is  in  support  of  the  ongoing  effort  in  the 
fabrication  of  GaAs  MESFET  integrated  circuits  by  the 
Avionics  Laboratory,  Microelectronics  Branch,  Air  Force 
Wright  Aeronautical  Laboratories  (AFWAL/AADE) .  AFWAL/AADE 
is  fabricating  GaAs  MESFETs  in  order  to  establish  a  baseline 
GaAs  processing  capability  and  requires  a  knowledge  of  the 
DC  parameters  of  the  MESFETS.  AFWAL/AADE  has  been  obtaining 
these  parameters  using  a  tedious  and  time  consuming  manual 
process.  The  branch  has  had  the  capability  to  automate 
this  process  using  available  equipment,  however,  the 
procedures  to  perform  this  process  had  not  been  developed. 

This  thesis  will  attempt  to  provide  the  required  procedures  to 
automate  the  data  collection  process  including  the  results 
obtained . 

I  am  indebted  to  the  support  of  Mr.  Gordon  Rabanus, 

Branch  Chief,  Mr.  James  Skalski,  Facility  Manager,  Mr.  Roy 
Newman,  all  of  AFWAL/AADE,  Electronic  Technology  Division, 
and  my  advisor.  Major  John  M.  Borky.  These  gentlemen  provided 
me  with  valuable  technical  advice,  direction,  and  support 
needed  to  complete  this  thesis.  The  effort  represented  in 
this  thesis  is  an  integration  of  my  two  major  sequences: 
Electron  Devices,  and  Digital  Computer  Systems.  I  would  also 
like  to  extend  thanks  to  my  readers.  Dr.  T.  E.  Luke  and 
Dr.  Robert  E.  Fontana  for  their  support.  Additionally,  I 
want  to  thank  Mr.  Kevin  Pahl  and  Mr.  Newman  in  the  development 
of  the  probe  cards  which  were  needed  to  interface  the  Singer 
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with  the  GaAs  MESFETs  at  the  wafer  level.  Dr.  Fritz  Schuerrneyer , 
Dr.  H.  P.  Singh,  Lutz  Micheel,  Russell  Sherer,  Ben  Carroll, 
and  David  Hill  provided  me  with  the  needed  circuit  theory  and 
repair  of  the  Singer.  Captain  J.  B.  Rawlings,  Mr.  Andrew 
Guieterrez,  and  Mr.  A1  Carney  provided  me  with  the  necessary 
technical  information  required  to  operate  the  Singer  tester. 

Many  others  were  also  involved  in  this  technical  effort  and 
I  would  like  to  extend  my  thanks  and  appreciation  for  their 
assistance . 

My  deepest  gratitude  goes  to  my  parents.  Mack  and  Peggy 
Harper,  and  my  close  friends,  Miss  Sherry  Heath,  Mr.  Roy 
Newman  and  my  many  friends  who  provided  me  continued  encouragement 
and  understanding  when  everything  did  not  seem  to  be  going 
my  way.  Without  their  support  and  all  others  previously  mentioned, 
this  thesis  may  not  have  been  completed.  Special  thanks  goes 
to  my  typist.  Miss  Sheri  Vogel,  for  her  excellant  typing  and 
help  when  I  made  thesis  format  mistakes. 
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ABSTRACT 

V 

Procedures  were  developed  to  automate  the  manual  testing 
of  the  DC  parameters  of  GaAs  MESFETs ,  integrated  resistors 
and  Schottky  diodes.  These  devices  are  elements  of  a  NAND/ 

NOR  logic  circuit  developed  by  Hewlett-Packard.  The  Singer 
Automatic  Integrated  Circuit  Test  System  located  at  the 
Air  Force  Wright  Aeronautical  Laboratories,  Avionics  Laboratory 
CAFWAL/AADE) ,  Wright-Patterson  AFB,  OH,  was  used  to  develop 
these  procedures.  The  system  was  built  by  Singer  Aerospace 
and  Marine  Systems,  Glendale,  California  to  test  the  DC 
parameters  of  semiconductor  devices  using  Singer's  Elucidate 
programming  test  language. 

The  following  DC  parameters  for  the  above  devices  were  to 


be  tested  using  the  Singer  tester:  drain-to-source  voltage 
(VDS^ 5  saturated  drain  current  ClDSS)  with  gate-to-source  voltage 
(V  s)  at  0 .0  volts,  linear  on-resistance  and  saturation  resistance 
at  VQS  =  0.0  volts,  pinch-off  voltage  (Vp)  ,  transconductance 
Cgpj)  ,  breakdown  voltage  (.BY)  at  =0.0  volts,  diode  forward 

and  reverse  threshold  voltages,  and  resistance.  Test  results 


have  been  obtained  for  the  following  MESFET  parameters:  , 

Ip0g,  ^CS*  linear  on-resistance  and  saturation  resistance, 

VD  and  gp,.  Unfortunately,  due  to  system  measurement  inaccuracies, 
these  results  do  not  compare  favorably  when  compared  with 


curve  tracer  I-V  curves  of  the  MESFETs.  This  thesis  will 


attempt  to  demonstrate  the  feasibility  of  the  Singer  to 
test  these  parameters  given  the  status  of  the  system. 
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Additionally,  a  literature  search  of  several  GaAs 
models  has  been  conducted.  A  GaAs  MESFET  model  has  been 
proposed  from  that  search  that  will  accurately  predict  the 
DC  parameter  data  obtainable  on  the  Singer  tester. 
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I.  INTRODUCTION 


Background 

Within  the  Air  Force,  a  need  exists  for  a  digital  processing 
capability  requiring  clock  rates  far  exceeding  those  possible 
with  even  the  most  advanced  silicon  technology.  Requirements 
projected  for  1980  to  1985  are  for  electronic  warfare,  telemetry, 
digital  communications ,  and  specialized  radar  processing  systems 
to  cover  the  1  to  60  GHz  clock-frequency  range.  Specifically, 
high  speed  logic  will  be  required  in  fast  phase-lock  loop  fre¬ 
quency  synthesizers,  spread  spectrum  communications,  wideband 
direct  frequency  counters,  real-time  processing  of  radar  data, 
and  high-speed  analog-to-digital  (A/D)  and  digital-to-analog 
(D/A)  converters.  A  1  to  5  GHz  GaAs  logic  capability  can 
satisfy  many  of  these  requirements  (Ref  3:1). 

Of  particular  interest  to  the  Air  Force  is  the  GaAs,  depletion 
mode,  metal-semiconductor  field-effect  transistor  (MESFET). 

The  GaAs  MESFET  has  been  the  subject  of  research  and  development 
contracts  sponsored  by  the  Air  Force  Avionics  Laboratory  of  the 
Air  Force  Wright  Aeronautical  Laboratories  (AFWAL/AADE)  at 
Wright-Patterson  Air  Force  Base,  Ohio.  The  GaAs  MESFET  is 
intended  to  play  a  significant  role  in  the  future  development 
of  the  above  systems.  The  specific  logic  circuits  where  the 
GaAs  MESFET  is  expected  to  play  a  key  role  are  logic  gates, 
flip-flops,  decoders,  counters,  random  access  and  read-only 
memories,  and,  as  mentioned  previously,  A/D  and  D/A  converters. 
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The  GaAs  MESFET  was  chosen  by  the  Air  Force  for  ultra- 
high-speed  digital  processing  due  to  its  ability  to  function 
as  a  microwave  amplifier  or  subnanosecond  switch.  In  addition 


integrated  circuits  built  with  GaAs  MESFETs  are  capable  of 
achieving  high  speed  at  low  power  so  that  medium-scale  integration 
(MSI)  circuits  can  operate  at  2-3GHz  clock  rates  (Ref  7:1). 

At  the  present  time,  AFWAL/AADE  is  interested  in  the  logic 
gate  as  shown  in  Figure  1(a).  The  FETs  shown  in  the  figure  are 
GaAs  MESFETs.  Basically,  the  logic  circuit  is  capable  of 
performing  a  combined  positive  logic  NAND  and  positive  logic 
NOR  function  as  can  be  seen  from  the  expression,  Z  =  A(B+C). 

The  device  was  developed  under  contract  by  the  Hewlett-Packard 
Company,  HP  Laboratories  Division,  Palo  Alto,  California 
several  years  ago  (Ref  4:29).  AFWAL/AADE  has  fabricated  this 
circuit  in  its  own  integrated  circuit  laboratories  in  order  to 
establish  a  base-line  GaAs  processing  capability.  A  problem 
exists  in  testing  due  to  the  time  and  effort  in  obtaining 
required  values  of  DC  parameters  for  the  individual  MESFETs. 

A  knowledge  of  the  spread  of  DC  parameters  for  all  MESFETs  in 
a  wafer  and  from  wafer  to  wafer  would  enable  the  laboratory 
to  evaluate  the  fabrication  process  and  identify  problems  and 
needed  Improvements.  This  ability  would  eventually  contribute 
to  the  fabrication  of  high  quality  logic  gates  and  the  achievement 
of  higher  yields. 

Current  Method  Used  to  Test  MESFET  Devices 

AFWAL/AADE  has  been  studying  the  DC  parameters  of  the  GaAs 
MESFETs  shown  in  Figure  1  for  some  time  using  a  manual  probing 


system.  The  manual  process  involves  the  use  of  a  special 
probe  station,  designed  specifically  for  testing  individual 
chips  on  a  2-inch  diameter  wafer,  and  a  curve  tracer 
oscilloscope  as  shown  in  Figure  48  in  Appendix  A.  The  probe 
station  consists  of  individual  probes  connected  on  one  end 
via  low  resistive  wires  to  the  curve  tracer  while  the  tip 
of  each  probe  is  placed  on  a  pad  on  the  logic  gate.  The 
probe  station  operator's  job  is  to  manually  make  the  proper 
connections  between  the  chip  (Figure  2)  and  the  curve  tracer 
and  obtain  current-voltage  (I-V)  characteristic  curves  that 
describe  the  DC  operating  parameters  of  a  particular  chip.  This 
procedure  must  be  performed  on  each  chip  with  as  many  as  100 
chips  or  so  to  a  wafer.  This  manual  process  takes  a  consider¬ 
able  amount  of  time  and  effort  and  therefore  hinders  progress 
in  testing  processed  wafers.  In  addition,  recording  data  on 
each  chip  through  the  use  of  curve  tracer  pictures  and  manual 
data  logging  complicates  the  problem  even  further.  Therefore, 
a  special  need  exists  to  be  able  to  perform  this  testing  through 
a  more  efficient  and  rapid  means. 

Statement  of  the  Problem 

For  the  past  several  years,  AFWAL/AADE  has  had  the  capability 
to  automatically  test  devices  through  the  use  of  a  Singer 
Automated  Integrated  Circuit  Test  System.  AFWAL/AADE  has 
never  before  used  the  system  to  test  FETs.  J.  F.  Skalski 
of  AFWAL/AADE  felt  that  the  testing  of  the  GaAs  MESFETs '  DC 
parameters  could  be  best  performed  by  its  automatic  testing  system. 
It  was  felt  that  this  could  provide  a  more  efficient  and 
repid  means  of  obtaining  and  recording  data  on  the  numerous 


4 


Figure  2.  MESFET  Logic  Gate  Chip. 


Individual  chips  on  a  wafer.  Therefore,  the  main  goal 
of  this  thesis  is  to  develop  a  more  efficient  and  rapid 
capability  of  evaluating  and  analyzing  the  static  performance 
and  characteristics  of  GaAs  MESFETs  of  a  logic  circuit 
chip  as  shown  in  Figures  1  and  2  using  the  automated  system. 

The  evaluation  and  analysis  consists  of  developing  a  computer 
program  to  obtain  the  DC  operating  parameters  of  all  devices 
on  each  chip  or  die  on  a  wafer.  The  devices  consist  of  single 
and  dual  gate  GaAs  MESFETs  as  well  as  Schottky  diodes  and  resistors 
as  shown  in  Figures  1  and  2.  In  addition,  all  data  obtained  is 
to  be  recorded  on  magnetic  tape  for  future  evaluation  and 
analysis  by  laboratory  personnel.  Data  retrieval  is  to  be 
provided  using  a  FORTRAN  IV  computer  program  to  read  data 
from  the  tape.  The  data  for  the  individual  MESFETs  (by  chip) 
is  then  to  be  output  to  a  line  printer  for  subsequent  printing. 

Programming  the  Singer  tester  requires  the  use  of  a  special 
test  language  known  as  Elucidate.  Elucidate  is  capable  of 
commanding  the  test  system  to  conduct  current,  voltage  and 
resistance  tests.  In  other  words,  static  DC  testing  is  the 
primary  specialty  of  the  entire  system. 

As  a  second  goal  of  this  thesis  effort  and  to  provide 
a  further  means  of  analyzing  the  performance  and  characteristics 
of  GaAs  MESFETs,  existing  models  of  FETs  are  to  be  studied  and 
evaluated  for  their  suitability  for  circuit  design  and  testing 
of  these  devices.  The  results  of  the  data  obtained  through 
testing  are  to  be  used  to  estimate  DC  parameters  of  the 
appropriate  device  model  in  order  to  provide  a  quantitative 
appraisal  of  the  test  results  and  model  prediction. 
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In  addition  to  the  above,  a  study  of  the  existing  Singer 
testing  system  is  to  be  conducted  to  determine  its  capabilities 
in  the  area  of  future  high-speed  testing. 

Scope 

This  thesis  is  a  culmination  of  research  and  analysis  of  the 
GaAs  MESFET  and  its  use  in  integrated  circuit  form.  The  theory 
behind  the  operation  of  the  GaAs  MESFET  is  covered  as  well  as 
how  it  is  used  in  integrated  circuits.  In  addition,  candidate 
models  of  the  GaAs  MESFET  are  studied  for  circuit  design  and 
device  evaluation.  The  DC  operating  parameter  results  are 
presented,  analyzed,  and  used  to  validate  the  model  chosen  to 
depict  these  parameters.  Also,  test  programs  to  automatically 
test  GaAs  MESFET's  on  the  wafer  are  presented  including  an 
analysis  of  the  results  obtained.  Finally,  the  capabilities 
of  the  testing  system  are  evaluated. 

Assumptions 

Much  of  the  underlying  theory  of  the  DC  parameters  of  the 
depletion  mode,  n-c'nannel  junction  field-effect  transistor 
(JFET)  can  be  applied  to  the  depletion  mode,  n-cnannel 
MESFET.  This  is  explained  further  at  the  beginning  of  Chapter  II. 
Therefore,  it  has  been  assumed  that  much  of  this  theory  can 
be  accepted  without  proof  since  it  is  used  in  many  research 
articles  and  is  accepted  throughout  the  field  of  micro-electronics 
and  semiconductor  device  physics.  All  equations  and  ideas  are, 
of  course,  referenced  so  as  to  insure  credibility. 
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Approach 


The  general  approach  taken  in  the  thesis  is  to  present  the 
theory  behind  the  operation,  and  the  characteristics  of,  the 
GaAs  MESFET.  From  here,  a  study  of  the  GaAs  MESFET' s  use  in 
an  integrated  circuit  is  covered  as  well  as  the  operation 
of  the  circuit  as  a  whole.  Tests  performed  and  results 
obtained  using  manual  testing  are  discussed.  These  results 
are  then  applied  to  the  model  of  a  GaAs  MESFET  (single-gate) 
to  determine  their  suitability  for  DC  parameter  modeling. 

A  model  of  the  dual-gate,  taken  as  the  combination  of  two 
single-gate  MESFETs  in  cascade,  is  proposed  and  discussed. 

In  addition,  the  basics  of  the  Singer  Automated  Testing 
System  are  presented  as  well  as  the  computer  program  and 
results  obtained  from  testing  a  single-gate  MESFET.  The 
capabilities  of  the  system  are  then  discussed. 

Sequence  of  Presentation 

In  Chapter  II,  a  study  of  the  theory  behind  the  operation 
of  the  GaAs  MESFET,  as  well  as  its  static,  high-speed  and  low 
power  characteristics  are  presented.  The  use  of  the  GaAs 
MESFET  in  a  logic  circuit  is  discussed,  included  design 
consideration,  using  NAND/NOR  logic  circuit.  Figure  1(a),  as  an 
example . 

The  proposed  models  of  the  GaAs  MESFET  single-and  dual-gate 
models  are  presented  in  Chapter  III.  A  study  of  each  of  these 
models  is  made  as  well  as  an  analysis  of  the  single-gate  model's 
potential  in  simulating  or  modeling  its  DC  parameter  characteristic 
DC  parameters  were  obtained  from  a  MESFET  tested  manually  as 
presented  in  Appendix  A. 
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Procedures,  algorithms,  and  flowcharts  used  to  present 


the  development  of  the  MESFET  program  that  automatically 
tests  the  DC  parameters  of  the  devices  in  Figure  1(a) 
are  presented  in  Chapter  IV.  In  Chapter  V,  the  results 
obtained  from  automatically  testing  the  DC  parameters  of  the 
devices  in  Figure  1(a)  are  presented. 

In  Chapter  VI,  a  brief  capability  and  limitation  study  of 
the  Singer  tester  is  presented.  A  conclusion  outlining 
accomplishments  of  the  thesis  project  as  well  as  recommendations 
which  might  lead  to  further  investigation  and  development 
in  the  automated  testing  of  the  GaAs  MESFET  are  presented  in 
Chapter  VII. 
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II.  GaAs  MESFET  AND  f CHOTTKY  BARRIER  DIODD  TEKQEY 


The  GaAs  metal-semiconductor  field-effect  transistor 
(MESFET)  exhibits  current-voltage  characteristics  as  well 
as  operating  DC  parameters  very  similar  in  most  respects 
to  junction  field-effect  transistors  (JFETs).  This  is  due 
to  the  fact  that  both  are  three-terminal  semiconductor  devices 
in  which  the  laterial  current  flow  is  controlled  by  an  externall 
applied  vertical  electric  field.  According  to  Schockley,  the 
JFET  is  a  unipolar  transistor  because  the  current  flow  is 
carried  by  one  type  of  carrier  only,  the  majority  carrier 
(Ref  2:1365).  The  MESFET  can  also  be  considered  to  be 
unipolar  transistor  since  current  flow  is  also  due  to  majority 
carriers,  specifically  electrons  (Ref  1:319).  Eoth  devices 
are  characterized  by  a  lightly  doped  active  channel  region 
between  two  heavily  doped  gate  regions.  The  channel  current 
flows  between  the  drain  and  source  terminals  which  are  formed 
by  ohmic  contacts  (Ref  9 ;  1 8  2  and  Ref  6:285  ).  (See  Figure  3.) 
There  are,  of  course,  several  differences  between  the  GaAs 
MESFET,  and,  say,  a  silicon  JFET.  For  instance,  the  high  speed 
and  power  capabilities,  and  the  drift  velocity  vs.  electric 
field  characteristics  are  different  in  each  device,  but  these 
will  not  be  elaborated  upon.  There  is  one  structural  difference 
worth  briefly  mentioning.  The  difference  lies  basically  in 
the  gate  regions.  In  the  JFET,  the  gate  terminal  is  formed 
by  a  p+  region  for  an  n-type  channel.  In  the  MESFET,  the 
gate  is  formed  by  a  metal-to-semiconductor  (n-type)  contact 
known  as  a  Schottky  barrier. 
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Figure  3.  Cross-Sections  of  an  N-Channel  JFET  and  GaAs  MESFET. 
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MESFET  Theory  of  Operation 

As  in  the  JFET,  the  MESFET  is  basically  a  B-terminal 
device  consisting  of  the  source,  drain,  and  gate.  Figure 
*J(a)  is  a  simple  view  of  an  n-channel,  depletion  mode  GaAs 
MESFET,  exluding  the  gate.  A  depletion  mode  MESFET  implies 
that  substantial  drain  current  flows  when  the  gate  is  shorted 
for  zero  gate  bias  (Ref  13:197). 

The  majority  carriers,  in  this  case  electrons,  enter  the 
MESFET  through  the  source  (3)  contact  and  leave  the  MESFET 
through  the  drain  (D)  contact.  The  electrons  flow  from 
source  to  drain  with  a  velocity  determined  by  the  applied 
forward  bias  from  drain  to  source.  Current  flow  is  propor¬ 
tional  to  the  applied  drain  to  source  voltage,  ,  at  low 
voltages  and  therefore  the  MESFET  behaves  like  a  linear 
resistor  (Ref  6:285).  The  current  flow,  however,  departs 
from  linearity  at  larger  voltages  due  to  the  fact  that  the 
electron  drift  velocity  reaches  a  peak  value  at  about  3kv/cm, 
and  then  decreases  and  levels  off  at  a  saturated  velocity 
slightly  higher  than  in  silicon,  as  shown  in  Figure  5,  The 
saturation  velocity  in  GaAs  differs  by  no  more  than  10  percent 
from  the  value  obtained  in  silicon  (Ref  25:652),  However,  the 
gain-bandwidth  product  of  the  FET,  f  ,  could  rise  to  as  much  as 
30  GHz  if  GaAs  is  used  instead  of  Si  due  to  the  larger 
saturation  drift  velocity  in  GaAs  (Ref  10:93).  (The  current- 
coltage  curve  therefore  falls  below  the  initial  resistor  line 
and  the  current  begins  to  saturate  as  shown  in  Figure  5 
(L  =  gate  length  >  3m.) 
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Between  the  source  and  drain,  a  metal-to-semieonductor 


contact  (or  Schottky  barrier)  known  as  the  gate  has  been 
added  as  shown  in  Figure  4(b).  The  gate  creates  a  layer  in 
the  semiconductor  that  is  depleted  of  free-carrier  electrons. 
This  depletion  region  acts  somewhat  like  an  insulator  that 
constricts  the  current  flow  in  the  channel.  The  depletion 


region  width  depends  on  the  voltage  applied  between  the 


source  and  the  gate,  V^g.  In  Figure  4(b),  the  gate  is  shorted 
to  the  source  (VQg  =  0)  and  a  small  drain  voltage  is  applied. 
As  a  result,  the  depletion  region  has  a  small  width  and  the 


conductive  channel  below  has  a  smaller  cross  section  d^  than  dQ 
in  Figure  4(a).  Therefore,  the  resistance  between  the  source 


and  drain  is  larger.  The  saturated  drain  current  is  given  by 
ID  =  qwn(x)d(x)v(x)  (1) 

As  long  as  E>Ep,  the  electron  density  n  is  equal  to  the  constant 
donor  density,  (equilibrium).  Voltage  in  the  channel  is 
zero  at  the  source  and  increases  along  the  channel  to  the 


applied  V^g  at  the  drain.  The  depletion  region  becomes 
wider  from  the  source  to  the  drain  and  the  gate  becomes 
increasingly  reversed  biased  as  shown  in  Figure  4(c).  A 


constant  current  through  the  channel  Is  therefore  maintained 


as  a  result  of  the  decrease  In  conductive  cross  section  d^. 

In  GaAs  MESFETs  with  very  short  gate  lengths  (L^>3pm), 

g 

conditions  in  the  high-field  region  of  the  channel  are  not  the 


same.  As  long  as  E  is  maintained  below  the  threshold  field, 
Ep,  the  electrons  remain  in  equilibrium  (Figure  4(d)). 


to  preserve  current  continuity 


At  about  E=E  ,  and  where  d  =d_.  , 

P  3  1’ 

according  to  (1),  a  heavy  electron  accumulation  layer  must 

form  in  this  region  because  the  channel  cross-section  is 

narrowing.  If  the  electrons  enter  a  high-field  region  (E>E  ), 

they  are  accelerated  to  a  higher  velocity  before  relaxing 

to  the  equilibrium  velocity.  As  shown  in  Figure  h ( d )  ,  the  peak 

equilibrium  velocity,  v  ,  is  doubled  for  E>Ep.  The  doubling 

of  the  electron  velocity  shortens  the  electron  transit  time 

through  the  high-field  region  and  at  the  same  time  shifts 

the  accumulation  layer  between  the  gate  and  drain. 

In  Figure  4(e),  with  a  negative  voltage  applied  to  the 

gate,  the  gate-to-channel  barrier  becomes  reverse  biased,  and 

the  depletion  region  grows  wider.  The  channel  acts  as  a  linear 

resistor  as  before  for  small  values  of  V^.  However,  the 

channel  resistance  will  be  larger  due  to  a  narrower  cross 

section  and  hense  a  small  current  flow.  For  further  increments 

of  V^0,  E  is  reached  at  a  lower  drain  current  than  in  the  V_„ 
Do  p  u  o 

case.  The  current  remains  saturated  for  a  further  increase 
in  VDS  (Ref  6:  285-288)  . 

MESFET  Static  Characteristics 

The  n-channel  MESFET  is  summarized  in  Figure  4 .  For  an 
n-channel  MESFET,  the  gate  is  reverse  biased  as  shown  to  form 
a  depletion  region  under  the  gate.  The  MESFET  is 
connected  in  the  common-source  configuration  with  the  drain 
to  source  forward  biased  as  shown.  The  common-source  drain 
characteristics  for  an  n-channel  MESFET  are  shown  in  Figure 
6,  a  plot  of  In  verses  V  ,  with  V_0  as  a  parameter.  The 

D  Do  uo 


characteristics  can  be  explained  with  V 


0 .  The 


GS 

channel  is  completely  open  when  1^  =  0.  For  a  small  applied 
voltage  Vpg,  the  MESFET  acts  as  a  simple  semiconductor  resistor 
whereby  the  current  1^  increases  linearly  with  While  the 

current  is  increasing,  the  ohmic  voltage  drop  between  the 
source  and  the  channel  reverse-biases  the  junction,  and 
eventually  the  channel  begins  to  constrict.  The  constriction  is 
not  uniform  because  of  the  ohmic  drop  along  the  length  of  the 


channel  itself.  The  constriction  is  more  significant  near  the 
gate  and  drain  as  shown  in  Figure  ^(d).  Finally,  a  voltage 


Vpg  is  reached  at  which  the  channel  reaches  "pinch-off".  This 
is  the  voltage  where  the  current  1^  levels  off  and  approaches 
a  constant  value.  In  principle  it  is  not  possible  for  the 


channel  to  close  completely  and  therefore  reduce  ID  to  0.  Each 
value  of  VQS  produces  a  characteristic  curve  with  an  ohmic 
region  for  small  values  of  VDS  and  a  constant-current  region  for 
large  values  of  VDS  where  ID  responds  only  slightly  to  Vpg. 

With  a  gate  voltage  V_0  applied  in  the  direction  to  provide 

UO 

further  reverse  bias,  pinch-off  will  occur  for  smaller  values 
of  with  the  maximum  drain  current  even  smaller.  This 

can  be  seen  in  Figure  6. 


The  maximum  voltage  that  can  be  applied  between  any  two 


terminals  of  the  ME5FET  is  the  lowest  voltage  that  will 


cause  avalanche  breakdown  across  the  gate  junction.  As 
shown  in  Figure  6,  avalanche  breakdown  occurs  at  a  lower 
value  of  Vpg  when  the  gate  is  reverse-biased  than  for 


Figure  6.  GaAs  MFSFET  Common -Source  I-V  Characteristics. 


0. 


This  is  due  to  the  fact  that  the  reverse-bias  cate 


voltage  adds  to  the  drain  voltage,  and  thereby  increases 
the  effective  voltage  across  the  junction  (Ref  11:312-214). 
Important  DC  Parameters 

Typical  values  of  DC  operating  DC  parameters  that  describe 
the  switching  operation  for  n-channel  GaAs  MESFETs  with 
lum  x  500pm  gates  are: 


tdss 

75ma 

Iq (max ) 

120ma 

V 

P 

-2.5V 

ron 

850  ohms 

«m  at  VGS  =  0 

50  mmho 

VGS(max) 

0.8V 

rsat 

2000  ohms 

Breakdown  Voltage  (at  VQS  =  0.0V)  10V 

(Ref  4:4-6) 

The  theory  and  the  techniques  underlying  measurement  of  the 
listed  DC  parameters  will  now  be  presented. 

Drain  current,  designated  by  1^,  is  given  by 

ID  =  IDSS^1_  TT-  ^  ^ 


where  is  the  saturated  drain  current  with  the  gate 

shorted  to  the  source  (VGC,  =  0),  VGS  Is  the  gate-to-source 
voltage,  and  the  pinch-off  voltage.  Equation  (2)  is  the 
transfer  characteristic  of  the  MESFET  in  saturation  given 


the  relationship  between  In  and  V  and  is  parabolic  as  shown 

u  Go 

in  Figure  7.  Tn  can  be  found  (through  actual  measurement) 


by  simply  measuring  the  current  entering  the  drain  from 

a  power  supply  voltage  (Vpp)  using  a  milliammeter  inserted 

in  series.  A  reverse-bias  voltage  is  then  applied  between 

the  gate  and  source,  V^p.  ^DSS  can  '3e  measure^  an  the  same 

manner  with  =  0  or  the  gate  and  source  shorted,  By  varying 

Vnc,  at  a  certain  applied  V_.,  ,  ,  .  ,  . 

dS  ^  G^,  the  characteristic  volt-ampere 

curves  can  be  obtained  as  in  Figure  6  (Ref  4:5). 

The  pinch-off  voltage,  V  ,  is  used  to  describe  the  value 

P 

of  gate-to-source  voltage,  V^,  that  will  "pinch-off"  or 

constrict  the  channel  and  thereby  reduce  the  drain  current, 

ID,  to  approximately  zero  (Ref  11:313).  Vp  can  be  found  by 

measuring  Ipqs  (at  VQS  =  0),  taking  1%  of  that  value  of  drain 

current,  and  then  increasing  VGS  in  the  negative  direction  while 

monitoring  the  drain  current.  When  the  drain  current  is 

approximately  equal  to  1 %  of  1DSS>  that  value  of  VpS  at  the 

time  is  taken  as  V  ,  The  pinch-off  voltage  is  shown  in 

P 

Figure  6  (Ref  12:82). 

The  MESFET  behaves  like  an  ohmic  resistance  for  values 
of  Vpg  well  below  saturation.  The  "ON"  drain  resistance, 

Rq^,  is  the  ohmic  resistance  and  is  found  by  the  ratio  vDg/ 

Ip  at  a  given  applied  Vp^.  RqN  is  simply  the  reciprocal  of  the 
3lope  In  the  region  prior  to  saturation  for  a  specific  V__ 

UO 

as  shown  in  Figure  6  (Ref  11:316). 

The  mutual  conductance  or  transconductance  of  a  MESFET 
is  an  important  forward  transfer  characteristic.  It  is  an 
expression  that  Indicates  how  much  change  In  output  current 
may  be  induced  by  a  change  in  the  input  voltage, 
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i.e.,  the  basic  gain  of  the  device,  and  is  given  by 

AI, 


sm  AV 


D 


GS 


,  at  a  given  V  . 


(3) 


Transconductance  can  be  determined  from  Figure  6  by  setting 
VDS  at  a  specific  value  and  then  taking  two  values  of  1^ 
at  two  different  values  of  V„0  and  applying  these  to 

UJ 

equation  (3)  (Ref  12:86). 

The  resistance  of  the  channel  in  the  saturation  region 
is  the  output  resistance,  and  is  taken  as  the  reciprocal 

of  the  slope  in  the  saturation  region  (for  an  aDolied  V~c) 

U  O 

as  shown  in  Figure  6.  The  output  resistance  is  given  by  the 
ratio  AV^/AT  in  the  saturation  region  for  a  given  V, 


DS  D 
(Ref  15:163) 


GS 


High-Speed  and  Low-Power  Characteristics 

The  power  consumption  of  any  high  speed  logic  device  must 
be  no  higher  than  necessary  to  achieve  its  speed  objectives. 
Monolithic  integrated  circuits  built  with  GaAs  MESFETs  can 
achieve  high  switching  speed  at  low  enough  power  for  medium- 
scale-integration  (MSI)  circuits  to  operate  at  multi¬ 
gigahertz  clock  rates  (Ref  7:41),  According  to  Liechti 
(Ref  14:489),  MSI  packing  densities  require  a  power 
consumption  of  less  than  50  MW  per  gate  for  a  total  power 
dissipation  of  1  watt  or  less  for  an  entire  chip.  In  order 
to  lower  the  circuit-power,  it  is  necessary  to  decrease  the 
gate  width  of  the  MESFET.  This,  however,  increases  the 
propagation  delay  and  therefore  reduces  the  high-speed  capabilitie 
of  the  circuit.  In  other  words,  propagation  delay  is  inversely 
proportional  to  power.  For  example,  a  MAND/NOR  GaAs  MESFET 
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logic  circuit  with  lOyin  gates  has  been  experimentally 
determined  by  Liechti  (Ref  14:490)  to  have  a  preparation  delay 
of  142  ps  and  a  power  consumption  of  20mW  per  MESFFT.  For 
20ym  gate  widths,  a  propagation  delay  of  111  ps  and  power 
consumption  of  40  mV.'  per  MESFET  has  been  determined. 

An  approach  to  explain  the  high-speed  and  low  power 
characteristics  of  the  GaAs  MESFFT  can  be  made  using  semi¬ 
conductor  device  physics  and  comparing  GaAs  with  fi.  In  GaAs, 
electrons  have  six  times  higher  low-field  mobility  than  in  silicon 
doped  to  the  same  level  with  n-tyre  impurities  as  shewn  in 
Figure  8.  This  results  In  lower  opera" ire*  v* 1* ages  and  lower 
'ON'  resistances  for  switching  applications,  and  thereby 
reduces  power  consumption.  The  maxima,;'  electron  velocity 
of  GaAs  is  about  twice  that  of  Si  as  shown  in  Figure  5.  This 
results  in  a  larger  current  change  for  a  giver,  gate  voltage 
change  (higher  gm(»  and  therefore  enhances  switching  speed 
(Ref  7:42).  The  saturation  velocity  for  GaAs  is  slightly  higher 
than  Si.  As  a  result,  the  current-gain  bandwidth,  f^, 
is  about  two  times  higher  and  the  maximum  frequency  of 
oscillation,  f  ,  is  three  times  higher  in  GaAs  as 
opposed  to  Si  (Ref  5:289). 

To  achieve  the  highest  possible  switching  speed,  the 
metal-semiconductor  gate  electrode,  which  forms  a  rectifying 


Schottky  barrier  contact,  must  be  very  narrow-about  lym 
(Schottky  barrier  gate  length)  in  today's  technology  (Ref  7:42). 


Decreasing  the  gate  length  (L  )  decreases  the  parasitic  gate- 


to-source  capacitance,  C  ,  and  also  increases  the  transconductance, 

gs’ 
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g  .  As  a  result,  fT  is  Improved.  For  short  gate  length 
MESFETs  f'T  is  proportional  to  \/\.^  (Ref  6:f39). 

Schottky  Barrier  Gate  Theory 

The  Schottky  barrier  gate  r.otalization,  as  shown  in 
Figure  3,  consists  of  evaporated  chromium,  platinum,  and  gold 
(Ref  3:19).  The  gate  is  1pm  in  length  and  600pn  in  width 
forming  a  metal  n-tvpe  semiconductor  contact  for  outside 
connections  (Ref  4:4). 

According  to  semiconductor  device  physics,  when  a  metal 

makes  contact  with  a  semiconductor,  the  Fermi  levels  on  both 

sides  align  themselves  after  some  charge  movement.  The 

Fermi  level  in  metal  falls  inside  the  conduction  band  and 

can  be  looked  upon  as  the  average  energy  of  the  most  energetic 

electrons  in  the  metal.  For  an  energetic  electron  to  be 

completely  emitted  from  the  metal  to  the  outside,  a  minimum 

energy,  E, ,  (Metal),  known  as  the  work  function  of  the  specific 
w 

metal,  must  be  added  above  the  Ep  of  the  metal. 

As  in  a  metal,  some  minimum  energy  msut  be  added  in  a 
semiconductor  to  get  electronic  emission.  However,  since 
E„  is  located  in  the  forbidden  gao  where  electrons  in  the 
semiconductor  cannot  possess  energies  between  the  conduction 
and  valence  bands,  a  quantity  called  affinity  and  denoted  by 
?(  is  also  used.  Affinity  is  the  additional  energy  that  an 
electron  at  the  bottom  of  the  conduction  band,  ,  must 
have  to  be  emitted.  This  is  shown  in  Figure  9(a)  (Ref  16:107). 

As  shown  in  Figure  9(b),  when  a  metal  makes  contact  with 
a  semiconductor  of  a  different  work  function,  the  two  Fermi 
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levels  align  in  equilibrium  after  a  momentary  shift  of  elec¬ 
trons  from  the  material  with  the  smaller  work  function  to  that 
with  the  higher  which  reduces  free  energy.  Fermi-level 
alignment  is  reached  when  an  electric  potential 
difference  has  built  up  at  the  Interface  between  the  two 
materials  equal  to  the  difference  between  their  work 
functions.  This  situation  after  contact  is  shown  in  Figure  9(b) 
where  n-type  semiconductor  is  contacted  by  a  metal  of  a  higher 
work  function. 

Electrons  pass  from  the  semiconductor  into  the  metal 

since  the  metal  has  a  higher  work  function  than  the  semiconductor. 

The  loss  of  electrons  creates  a  positively  charged  depletion 

region  in  the  semiconductor  near  the  interface  between  the 

metal  and  the  semiconductor .  The  depletion  region  extends 

into  the  semiconductor  for  a  depth  depending  on  the  doping 

density  which  is  much  lower  than  the  allowed  states  and 

electron  densities  in  metal  around  Ep .  The  shift  of  Ep 

in  the  metal  will  be  small  while  the  shift  and  band  banding  in 

the  semiconductor  will  take  up  practically  all  the  potential 

difference  given  by  E, .  (Metal)  -  E  (Semicon.),  Once  this 

w  w 

potential  difference  has  grown  to  [E^(Metal )-E^( semicon .)]/, 9 , 
equilibrium  is  reached,  the  depletion  region  is  stabilized, 
and  no  further  net  charge  will  cross  the  junction  (Ref  1 6 : 

107-108) . 

A  large  density  of  surface  states  will  always  be  found 
at  the  crystal  discont inunity  of  the  surface  of  the  semiconductor 
material.  These  states  will  cause  band  bending  without  making 
contact  with  metal.  After  contact  with  metal,  the  surface 
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Figure  8.  Drift  Mobility  of  Silicon  and  Hall 
Mobility  of  GaAs  at  3Q0°K  vs. 
Impurity  Concentration.  (Ref  17:!I0) 
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Figure  9.  Metal  to  n-type  Semiconductor 

Contact  when  E  (m)>E  (Semi- 
w  w 

conductor),  (hatched  areas  represent 
electron-filled  energy  levels: 

(a)  Before  Contact;  (b)  After  Contact) 
(Ref  16:107) 


states  reduce  the  effect  of  a  particular  metal  work  function 
on  the  band  banding  (Ref  16:109-110). 

GaAs  MESFET  NAND/NOR  Logic  Circuit  Design  Considerations 

The  GaAs  MESFET  is  a  very  fast  switching  transistor 
capable  of  converting  a  voltage  change  at  its  gate  electrode 
into  a  drain-current  change  in  about  lOps  (propagation  delay). 
The  drain-current  change  must  then  be  capable  of  developing 
a  voltage  change  suitable  for  driving  the  input  of  another 
MESFET.  This  current-to-voltage  conversion  is  the  cause  of 
much  of  the  delay  in  a  MESFET  logic  circuit  due  to  the  circuit 
capacitances  that  must  be  charged  (Ref  7:42).  It  now  becomes 
necessary  to  further  discuss  the  use  of  the  GaAs  MESFET  in 
an  integrated  circuit  as  well  as  required  design  considerations 
using  Figure  1(a)  as  an  example. 

Figure  1(a)  is  capable  of  performing  a  combined  positive 
logic  NAND,  and  a  positive  logic  NOR  function  as  can  be  seen 
from  the  expression  Z  =  A(B  +  C)  (Ref  h :  2 9 )  •  The  NAND/NOR 
logic  gate  exhibits  a  100-ps  propagation  delay  at  400mW 
power  consumption  yielding  a  4-pJ  speed-power  product  (Ref 
14:495)  and  responds  to  clock  rates  from  0  to  4GHz  (Ref  7:41). 
The  logic  diagram  for  the  circuit  is  shown  in  Figure  1(b). 

The  logic  gate  uses  parallel  switching  in  the  form  of  the 
two  input  MESFETs ,  as  well  as  series  switching,  in  the  form 
of  the  dual-gate  input  transistor  (inputs  B  and  C)  (Ref  4:29). 
The  current-sourcing  level  in  the  circuit  is  a  high 
impedance  active  load  with  the  gate  connected  to  the  source 
(Ref  5'-21).  The  active  load  of  the  circuit  provides  a  high 
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gain  CRef  5:21)  minimizes  power  dissipation  (Ref  4;  28) 

and  is  somewhat  invariant  to  device  parameter  changes  vRef  5:21). 

The  high  impedance  node  located  between  the  active  load  and 

switch  is  highly  susceptible  to  capacitive  loading.  It  is 

for  this  reason  that  a  buffer  circuit  must  be  Incorporated 

into  the  logic  gate  to  provide  a  low  output  impedance  which 

is  insensitive  to  capacitive  loading  (Ref  5:21,  24), 

Since  the  MESFET  is  a  depletion  mode  device,  there  is 
an  incompatibility  between  the  input  and  output  (Ref  7:42), 

A  level  shift  is  required  to  make  the  input  and  output  voltage 
levels  of  the  logic  circuit  compatible,  This  level  shift  is 
provided  by  using  Schottky  diodes  in  the  output  buffer  circuit. 
The  number  of  diodes  required  is  determined  by  the  pinchoff 
voltage  of  the  MESFET  and  in  turn  determines  the  magnitude 
of  the  logic  swing  CRef  5:24),  In  this  circuit,  three  diodes 
are  used,  each  with  a  forward  threshold  voltage  of  about  0.8V. 

The  series  voltage  drops  total  2 , 4V  thus  assuming  that  the 
MESFETs  should  pinch-off  at  no  more  than  -2,4V,  The  source 
follower,  which  is  incorporated  into  the  level  shifter/ 
buffer  circuit,  provides  extra  current  for  driving  capacitance 
loading.  Current  is  drawn  through  the  constant-current  source, 
thereby  producing  a  voltage  drop  across  the  three  series- 
connected  Schottky  diodes.  The  output  at  2  will  now  be 
compatible  to  meet  the  input  requirements  of  another  MESFET 
logic  gate. 
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Theory  of  Operation.  The  study  of  the  operation  of  the  circuit 
of  Figure  1  will  be  conducted  by  treating  it  as  a  logic  gate 
that  switches  DC  level  inputs  only.  The  switching  time  and 
frequency  response  of  the  circuit  will  not  be  covered  since 
this  thesis  is  primarily  centered  around  the  study  of  DC 
parameters . 

The  heart  of  the  MESFET  logic  gate  consists  of  the 
single-gate  (A  input)  and  the  dual-gate  (B  and  C  inputs)  as 
shown  in  Figure  1(a).  These  gates  and  their  respective  inputs 
determine  the  output,  z,  according  to  Table  I.  A  logic  0 
applied  at  the  inputs  will  pinch  off  or  turn  off  the  MESFETs 
and,  ideally,  an  open  circuit  will  result.  An  applied  logic 
1  will  turn  the  MESFETs  on  and  they  will  represent  a  small 
resistance  with  a  voltage  drop.  The  logic  gate  uses  positive 
logic  whereby  a  logic  0  represents  -2.4  volts,  and  a  logic  1 
TABLE  I.  Truth  Table  for  the  GaAs  MESFET 
Logic  Gate  of  Figure  1. 


A 

B 

C 

z 

0 

0 

0 

1 

0 

0 

1 

1 

0 

1 

1 

0 

1 

0 

0 

0 

1 

0 

1 

0 

1 

1 

’  0 

0 

1 

1 

1 

0 

i 
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represents  0.5  volts.  For  A=0,  and  B=C=0,  or  IF  either  B 
or  C  =  1 ,  current  is  drawn  from  the  active  load  below  its 
saturation  point,  and  node  1  will  be  high.  For  A  =  0, 
and  B=C=1,  current  is  drawn  from  the  active  load  beyond  the 
saturation  point.  The  depletion  region  area  of  the  active 
load  has  decreased  toward  the  source  and  therefore  the  channel 
resistance  has  increased  toward  the  source.  Therefore,  the 
voltage  drop  at  node  1  has  reached  to  a  logic  0.  Similar 
explanations  can  be  given  for  the  remainder  of  the  table. 

At  node  1,  a  logic  0  will  be  about  0.5V  and  a  logic  1 
will  be  about  4.0V.  Since,  and  in  keeping  with  positive  logic, 
the  lowest  voltage  input  is  assumed  to  be  a  logic  0  and  the 
highest  a  logic  1.  In  addition,  the  levels  have  changed  to 
an  incompatibility  between  the  input  and  output  since  the 
MESFETs  are  depletion  mode  devices.  The  inputs  will  be  brought 
to  their  proper  levels  after  they  are  applied  to  the  level 
shifter  as  brought  out  in  the  previous  section.  The  output 
will  be  shifted  to  its  proper  level  as  shown  in  Figure  1(a) 
so  that  it  will  meet  the  input  requirements  of  another  MESFET 
logic  gate  connected  in  cascade. 

Summary 

In  this  chapter,  MESFET  device  theory  was  presented. 

The  emphasis  was  placed  on  the  static  operation  of  the  MESFET 
to  provide  a  foundation  for  the  modeling  effort  and  automated 
testing.  Models  for  the  single  and  dual  gates  of  Figure  1(a) 
will  now  be  proposed  and  disucssed  in  Chapter  III, 
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III. 


PROPOSED  MODELS  OF  TEE  SINGLE 


GATE  AND  DUAL  GATE  GaAs  MESFETs 

AFWAL/AADE  is  currently  conducting  efforts  in  the  modeling 
of  GaAs  MESFETs.  The  modeling  effort  will  aid  in  under¬ 
standing  the  static  and  dynamic  behavior  of  MESFETs  currently 
fabricated  by  AFWAL/AADE  as  well  as  any  possible  MESFET 
Circuit  design  efforts.  To  aid  in  this  effort,  a  study  of  the 
static  characteristics  only  will  be  conducted  in  this  chapter. 

A  literature  search  of  the  efforts  conducted  by  a  few 
leading  professionals  in  the  field  of  GaAs  MESFET  modeling  will 
provide  AFVJAL/AADE  with  references  for  further  study.  The 
search  will  be  presented  following  a  presentation  of  criteria 
to  be  used  in  the  evaluation  and  subsequent  selection  of  models 
for  the  GaAs  dual  and  single  gate  MESFETs.  Selected  models 
studied  in  the  literature  will  be  subjected  to  the  criteria. 

A  single  gate  and  dual  gate  model  will  be  finally  proposed 
after  a  study  of  the  elements  used  to  model  the  DC  parameters 
is  conducted.  The  proposed  single  gate  model  will  be  analyzed 
further  in  order  to  determine  its  accuracy  in  predicting 
DC  parameter  data  that  could  be  obtained  on  the  Singer  tester. 
Criteria  Established  for  the  Selection  of  the  GaAs  MESFET  Models 

The  following  are  the  criteria  used  in  the  evaluation  and 
subsequent  selection  of  the  GaAs  MESFET  model  used  in  con¬ 
junction  with  device  measurement  and  characterization  in  this 
thesis : 
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1.  The  model  must  be  suitable  and  convenient  for  use 
in  digital  integrated  circuit  design  by  accurately  modeling 
the  DC  parameters  of  the  MESFET  and  by  being  computationally 
tractable  in  circuit  design  and  analysis. 

2.  The  model  must  be  appropriate  for  evaluation  and 
prediction  of  DC  parameter  data  to  be  eventually  obtained 
from  the  Singer  tester. 

An  evaluation  of  the  above  criteria  is  in  order  at  this 
time.  In  the  testing  of  DC  parameters  of  the  MESFET,  it  is 
important  to  know  where  pinch-off  may  occur  or  the  point 
where  the  MESFET  switches  on  or  off.  The  rate  at  which  this 
occurs  is  dependent  on  frequency.  Since  the  dynamics 
of  the  MESFET  are  not  emphasized  in  this  thesis,  the  rate 
will  be  ignored.  The  emphasis  lies  in  whether  the  MESFET 
reaches  pinch-off  and  if  so  at  what  point.  Therefore,  the 
MESFET  will  be  modeled  with  its  use  as  an  element  in  a  digital 
integrated  circuit  kept  in  mind. 

Obtaining  a  suitable  model  will  aid  in  predicting  the 
MESFET’ s  DC  parameters  in  a  convenient  manner  and  thus  give 
direction  to  device  testing.  These  parameters  would  be 
derived  from  points  found  on  a  MESFET's  characteristic  I-V 
curves.  The  model  would  actually  consist  of  a  network  of  circuit 
elements  which  simulates  MESFET  behavior  under  actual  DC 
conditions  and  yields  the  values  found  in  the  measured  I-V 
curves.  These  model  parameters  would  be  calculated  from  the 
curves.  The  DC  parameters  that  will  be  obtained  from  the  Singer 
tester  and  used  to  model  the  DC  conditions  of  the  MESFETs 
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later  in  the  chapter  are  the  following: 

1.  Drain  Current,  I 

2.  Gate  to  Source  Voltage,  V^ 

3.  Saturated  Drain  Current,  IDqS 

M .  Linear  On-Resistance,  R 

*  o 

5-  Saturation  Resistance,  R 

s 

6.  Pinch-Off  Voltage,  V^ 

7.  Transconductance,  gm 

8.  Drain  to  Source  Voltage,  V^g 

The  model  to  be  eventually  proposed  and  analyzed  should 

be  able  to  be  used  to  model  1^,  V_0.  R  ,  R  ,  and  G  as 

D  GS  o  s  ’  m 

equivalent  circuit  elements.  ^SS  anc3  vp  are  parameters 

required  to  determine  IQ  and  do  not  vary  for  a  particular 

MESFET.  voo,  and  are  used  to  determine  R  ,  and  R  , 

DS  D  os’ 

whereas,  I„,  and  Vn„  are  used  to  determine  g  . 

D’  GS  m 

This  will  be  pointed  out  in  the  element  defining  equations 
presented  in  the  chapter. 

Literature  Search 

A  literature  search  was  conducted  to  determine  the 
GaAs  MESFET  models  available .  Numerous  models  of  the  single 
gate  device  were  studied.  The  purpose  of  this  section  will 
be  tu  present  a  few  of  the  models  studied  that  were  developed 
by  several  leading  professionals  and  a  brief  description  of 
each. 
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Single  Gate  Model. 


Liechti  (Ref  6:238)  modeled  the  GaAs 

MESFET  as  an  RF  equivalent  circuit  with  the  MESFET  channel 

modeled  as  a  distributed  RC  network.  The  model  was 

developed  for  operation  in  the  saturated  current  region  in 

a  common-source  configuration.  Liechti  also  studied  the 

high-frequency  limitations  cf  the  MESFET.  These  are  dependent 

on  device  geometry  and  material  parameters  according  to 

Liechti.  He  also  described  the  noise  behavior  of  the 

intrinsic  MESFET.  Liechti  drew  from  his  study  that  "for 

large  drain  voltages,  the  electrons  reach  their  limiting 

velocity  on  the  drain  side  of  the  channel  (of  the  MESFET). 

In  this  region,  the  field  has  no  influence  on  the  carrier 

drift  velocity."  He  then  concluded,  "this  channel  section 

cannot  be  treated  as  an  ohmic  conductor".  Liechti* s 

discussion  was  based  on  a  maximum  frequency  of  oscillation, 

f  ,  at  46  GHz. 
u 

Liechti  also  studied  the  noise-  and  s-parameters  of  a 
GaAs  MESFET  at  low  temperatures  and  at  a  frequency  of  GHz 
(Ref  22:378).  He  used  the  same  GaAs  model  as  before. 

Through  experimentation  with  a  1  micron  gate  length  GaAs 
MESFET,  he  determined  that  it  was  capable  of  very  low- 
noise  performance  at  liquid-nitrogen  temperatures.  He  also 
determined  that  the  MESFET* s  transconductance  increased 
with  decreasing  temperature,  thereby  raising  the  RF  gain. 

Pucel  developed  a  small-signal  equivalent  circuit  of  the 
GaAs  MESFET  valid  at  frequencies  up  to  X  band  (Ref  28) 
and  used  it  in  a  mixer  circuit.  The  mixer  exhibited  conversion 
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gain  at  microwave  frequencies  based  on  the  small-signal 
properties  of  the  MESFET. 

In  Shur's  work  (Ref  18:612-618),  a  simple  analytical 
model  of  the  GaAs  MESFET  was  proposed.  Shur  based  his 
model  "on  the  assumption  that  the  current  saturation  in 
GaAs  MESFETs  is  related  to  the  stationary  Gunn  domain  formation 
at  the  drain  side  of  the  gate  rather  than  to  a  pinch-off  of 
the  conducting  channel  under  the  gate."  Parameters  calculated 
in  the  model  were  transconductance,  gate-to-source ,  and  drain- 
to-source  capacitances,  break-down  voltage,  saturation 
current,  channel  conductance,  cut-off  frequency,  switching 
times,  power-delay  product,  channel  conductance,  and  charge- 
under  the  gate.  Two  dimensional  computer  calculations  were 
used  to  verify  the  results  which  agreed  very  closely  with 
computer  analysis  results  and  1  micron  gate  GaAs  MESFET 
experimental  data.  Shur  demonstrated  that  the  gate  length 
limitation  was  caused  by  stray  gate-to-source  and  gate-to-drain 
capacitance.  He  determined  that  the  gate  length  must  be  at 
least  1  micron  for  a  GaAs  MESFET. 

Hower  studied  the  theory,  fabrication,  and  performance 
of  an  n-channel  Schottky-barrier  GaAs  FET  (Ref  19:199). 

He  developed  a  lumped-element  circuit  model  of  the  GaAs 
FET  and  used  the  model  to  determine  its  high  performance. 

He  used  the  model  to  derive  common-source  y-parameters  using 
standard  network  analysis. 

Dual-Gate  Model.  A  study  of  the  results  of  Furutsuka  (Ref  SO) 


will  be  presented  in  the  dual  gate  characteristics  section. 


Selection  of  Models  for  Further  Analysis 

After  preliminary  analysis  of  the  available  models  in 
the  literature,  the  Liechti  and  Mower  models  were  selected 
due  to  their  ability  to  meet  the  criteria  presented. 

These  models  are  presented  in  Figures  10  and  11. 

Both  models  are  designed  in  a  common -source  configuration. 
These  models  are  well  suited  to  circuit  design  because  they 
can  be  used  to  model  the  MESFET  (with  suitable  biasing)  as 
the  active  device  of  a  switching  circuit  to  provide  an 
output  which  is  l80°  out  of  phase  with  the  input.  Additionally, 
a  high  input  and  output  impedance  exist  (Ref  ^4  : 4 0 )  .  The 
Liechti  model  is  adequate  up  to  12  GHz  for  1 
micron  gate  lengths  (Ref  6:288).  As  for  the  Mower  model, 
it  is  suitable  for  circuit  design  for  frequencies  up  to  14 
GHz  for  3  micron  gate  lengths  (Ref  19:192). 

The  Liechti  and  Hower  models  are  both  suitable  for 
evaluation  with  the  data  from  the  Singer  due  to  their 
potential  to  simulate  the  desired  parameters  on  a  family  of 
I-V  curves.  For  instance,  R  characterizes  the  MESFET  in 
the  ohmic  region  of  the  curves  (Ref  15:164)  at  a  value  in  the 
hundreds  of  ohms.  Additionally,  models  the  MESFET  in  the 
saturation  region  at  a  value  in  the  thousands  of  ohms. 

The  drain  current,  1^,  is  modeled  by  the  constant  current 
source  shown  in  the  figures. 

The  Liechti  and  Hower  Models 

Liechti's  representation  (Ref  6:285)  of  the  equivalent 
circuit  or  model  of  a  low-noise  GaAs  MESFET  as  shown  in 
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Figure  10(a)  is  an  RF  equivalent  of  the  MESFET.  It  simulates 
the  n-channel  as  a  distributed  RC  network.  The  common- 
source  model  is  intended  for  operation  in  the  saturated 
current  region.  The  location  of  the  elements  of  the  model  is 
shown  in  Figure  10(b)  with  the  circuit  parameters  listed  in 
Table  II.  The  parameters  are  those  obtained  from  an  actual 

GaAs  MESFET  whose  gate  geometry  was  1  micron  (Lr)  x  500  micron 

/  v  1 7  -7 

(Wg)  with  a  donor  concentration  of  =  1  x  10  cm  . 

The  model  takes  into  account  the  intrinsic  as  'well  as  extrinsic 

elements  of  the  MESFET  (Ref  6:288). 

Table  II. 

Equivalent-Circuit  Parameters  of  a  GaAs  MESFET 
with  a  1  micron  x  500  micron  Gate 
(Nd  =  1  x  1017  cm-3) 
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Hower ' s  representation  (Ref  19:184)  of  the  model  of  a 

GaAs  MESFET  is  shown  in  Figure  11.  Hower's  model  is  similar 

to  Liechti's  except  for  the  absense  of  the  parasitic  elements 


R  ,  C ,  ,  and  C  ,  . 
g’  dc  ds 

The  following  devices  (intrinsic  and  extrinsic)  of  the 
MESFETs  are  modeled  in  the  Liechti  and  Hower  models: 

1.  Gate-Metal  Resistance 

2.  Gate-Source  and  Gate-Drain  Capacitances 

3.  Dipole  Layer  Capacitance 

4.  Source  and  Drain  Resistances 

5.  Drain  -  Source  Capacitance 

6.  Drain  -  Source  Resistance 

7.  Current  Source 

The  modeled  devices  will  be  described  in  the  following 
subsections . 

Gate-Metal  Resistance.  The  gate  resistance  (extrinsic) 

Figure  10(a)  is  modeled  by 

R  =  P  Z  /12t  L  (4) 

g  g  6  S 

where  p  (2.75x10  ohm-cm),  t  (  =  0.5  micron),  L  (1  micron) 

g  g 

and  Z  (100  micron)  are  the  specific  resistivity,  approximate 
g 

thickness,  length,  and  width  of  the  gate  respectively  for 

MESFETs  fabricated  by  AFWAL/AA  (Ref  20:581).  Substituting 

these  values  into  the  above  equation  yields  R  5  1.80  ohms. 

g 

Gate-Source  and  Drain-Gate  Capacitances.  The  gate-source 

capacitance,  modeled  by  C  (Figure  10)  and  drain-gate 

gs 

capacitance  (Figure  10  and  11)  by  C^  ,  are  both  intrinsic 
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elements  of  the  MESFET  according  to  Liechti.  C  and  C 

gs  dg 

represent  the  total  gate-to-channel  capacitance.  CJ  +  C 

*  dg  gs 

(Ref  6:288).  According  to  Hower ,  C,  is  a  feedback 

dg 

capacitance  that  accounts  for  the  effect  of  field  lines  that 

emanate  from  charges  near  the  drain  contact  and  terminate  on 

the  gate.  From  Liechti  (Ref  6:28?) ,  R  and  C,  form  a  time 

g  dg 

constant , 


■RC, 


=  1/f 


RC. 


=  2ttR  C 


g  dg 


(5) 


C  charges  through  a  channel  resistance,  R.,  and 
gs  1 

together  they  form  a  time  constant  given  by 


tRC, 


=  1/f 


RC, 


=  2ttR  .  C 


i  gs 


(6) 

(Ref  (19:18*0 


Expressions  for  C^  and  Cgg  have  been  derived  taking  into 

account  Z  ,  L  ,  V, ,  V  ,  VR,  ,  and  A  (Ref  18:615).  These 

expressions  can  be  simplified  when  V.<<VnT  -  V  .  Then, 

l  B1  g 

CJ  =  C  =  1/2 /T  Z  L  ((eAeqNT,)/(VD.-Vr,))1/2  =  l/2E  eZ  L  /A 
dg  gs  g  g  d  D  Bi  G  o  g  g  o 

(Ref  18:615)  (7) 

Dipole  Layer  Capacitance.  The  dipole  layer  capacitance 
modeled  by  C^c  (Figure  10),  is  an  intrinsic  element  according 
to  Liechti  (Ref  6:288).  C^c  models  the  capacitance  of  the 
distribution  of  space  charge  beneath  the  deplection  region. 
Source  and  Drain  Resistances.  The  source  and  drain  resistance 
modeled  by  R  ,  and  R^  (Figures  10  and  11)  respectively,  are 
both  extrinsic  or  parasitic  elements  (Ref  6:288).  According 
to  Hower  (Ref  19:183-184),  Rq  and  R^  are  as  shown  in  Figure  11. 
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Rq  is  used  to  model  the  MESFET  channel  In  the  linear  region 
of  an  I-V  curve. 

Drain-Source  Resistance.  The  drain-source  resistance  is 

modeled  by  R  (Figures  10  and  11).  R  characterizes  the 
s  s 

channel  in  the  saturated  current  region  (Ref  15:163). 

Current  Source.  The  drain  current  is  modeled  by  the  current 

source,  1^  (Figures  10  and  11).  According  to  the  models  by 

Liechti  and  Hower,  the  current  source  is  dependent  upon  the 

voltage,  v  ,  developed  across  C  (Ref  6:288).  The  trans- 
c  gs 

admittance,  g  ,  is  related  to  1^  by 

XD  "  ymvc  (8) 


y  =g  e~^WTo 
Jm  em 


where  is  the  phase  delay  "reflecting  the  carrier  transit 

time  in  the  channel  section  where  E>Ep  : (Ref  6:288). 

Up  to  12GHz,  ym  is  characterized  by  a  frequency-independent 

magnitude,  the  transconductance  g^,  and  t  .  At  DC,  u  =  0, 

and  therefore  y  =  g  and  In=  g  V  .  At  low  frequencies, 
m  m  D  m  c 

according  to  Millman  (Ref  11:320),  1^  is  proportional  to  the 
gate-to-source  voltage,  V^g.  Therefore,  for  a  DC  model  of 
the  GaAs  MESFET,  it  is  assumed  that 

TD  =  SmVGS 

Modification  and  Analysis 

In  this  section,  the  models  developed  by  Liechti  and 
Hower  will  be  modified  in  order  to  omit  those  elements  that 
will  not  be  significant  in  determining  the  DC  parameters  of 


the  MESFET.  Kirchoff's  voltage  law  will  then  be  applied 


to  the  resulting  proposed  model  to  determine  a  useful  relation¬ 
ship  between  1^,  V  ,  and  of  the  ME5FET  in  the  saturated 

current  region.  I-V  curves  taken  from  an  actual  single¬ 
gate  MESFET  at  AFWAL/AADE  will  then  be  used  in  correlating 
these  DC  parameters  to  those  obtained  by  the  equation  relating 

VGS  and  VDS  to  ID‘ 

The  capacitances,  C,  ,  C  ,  C,  ,  and  C,  ,  ail  represent 

’  dg’  gs  dc’  ds’  y 

extremely  high  complex  impedances  at  DC  and  can  be  neglected 
(Ref  15:168).  According  to  Millman  (Ref  11:321),  no  feed¬ 
back  exists  at  low  frequencies  from  output  to  input  in  the 
FET,  and  it  will  be  assumed  that  this  is  true  for  the  MESFET. 
With  this  being  the  case,  the  capacitances  can  be  removed 
from  the  model.  As  a  result,  no  current  (at  DC)  flows  from 

the  gate  to  the  drain  or  source  via  R  and  R. .  Therefore, 

g  i 

these  resistances  can  be  removed.  Current  flows,  of  course, 
through  the  drain  via  the  low  valued  resistance,  R^  (3  ohms) 
(Ref  6:288).  Rg  and  R^  are  significant  as  pointed  out  in  the 
following  analysis  and  will  not  be  removed.  The  modified 
model  is  shown  in  Figure  12. 

The  actual  characteristic  I-V  curves  shown  in  Figure  13 
(obtained  through  measurement  as  described  in  Appendix  A) 
will  be  applied  to  the  modified  model  as  shown  in  Figure  12. 
Referring  to  Figure  (characteristic  curves  of  a  source 
follower.  Figure  1(A)),  I  is  determined  to  be  about  11.6 

Uoo 

mA  at  Yn„  =  0.  The  transconductance,  g  ,  is  found  from  the 
uo  m 

curves  using  equation  (13).  According  to  (13),  E  is  the 
ratio  of  a  change  in  drain  current  due  to  a  change  in  gate 
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Figure  12.  Modified  DC  Equivalent  Circuit  Model  of  the  GaAs  MtSF'ET. 
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voltage  at  an  applied  Vpg .  Selecting  Vpg  at  5.0V  places  the 
MESPET  in  the  saturation  region. 


g. 


m 


AID/AVGS 


(ID2-ID1)//Vas, 


-V 


GS. 


(13) 


V  =4 
DS 


0V 


From  Figure  13,  at  Vno  =  4.0V,  I_  =  12.2  mA  at  Vpo  =  0 . 0V 


and 


10.0  mA  at  Vr„  =  -1.0V.  Applying  these  parameters 


to  13,  gm  =  2.2  millimho  (mmho)  (Ref  12:86). 

Operation  in  the  linear  region  can  be  determined  using 
the  inverse  of  the  slope  (Ref  15:163  and  Ref  11:316). 


Ro  AVDs/AID  (VDS2-VDS1)/(ID2  ID1') 


(14) 


GS 


Values  of  R  as  well  as  other  DC  parameters  for  g  ,  I,.,  V^, 
o  m  D  D 

VGS’  ^DS’^DSS  and  Rd  are  listed  in  Table  XVII,  Appendix  K,  Rq 
dep  -cts  the  ohmic  linear  region  of  the  MESFET  prior  to  saturation 
for  a  given  applied  Vf 

solved  for  different  values  of  applied  Vpg  (at  a  V^g)  in  the 


,Gg.  Using  this  equation.  Ip  can  be 


linear  region  as  Ip  approaches  saturation. 

At  saturation.  Ip  remains  constant  while  Vpg  is  varied. 
The  slope  of  the  saturated  region  (at  a  given  VQg )  is  the 
inverse  of  the  output  resistance,  Rg  (Ref  11:162),  where 


Rs  (vds2_vds1)/(id2"id1) 


(15) 


V 


GS 


Rs  is  usually  larger  than  Rq .  Values  of  Rg  for  each  V^g 
from  Figure  13  are  listed  in  Table  XVII,  Appendix  K. 
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The  pinchoff  voltage,  V  ,  according  to  Figure  13,  is 

P 

about  -8.0V.  This  value  is  quite  large  compared  to  Liechti's 

value  of  V  at  -2.5V. 

P 

Operation  in  the  saturated  current  region  can  be  depicted 
by  expressing  I  as  a  function  of  VDS  and  VQg  using  the  measured 
data  from  Figure  13.  A  simple  approach  to  modeling  the  measured 
data  would  be  to  begin  by  applying  Kirchoff's  voltage  law  to  the 
modified  model  of  Figure  12.  Applying  a  voltage  V^  and  using 
conventional  current  directions,  1^  can  be  calculated  from 
the  following  analysis: 


VDS  RdXD  +  Rs(ID~EmVGS)  +  RoID 

VDS  -  <Rd +  Rs  *  VW'VW 

Therefore , 

In  =  (Vno  +  R  g  V„c )/(R  ,+R  +R  ) 

D  DS  sem  GS  d  s  o 


(16) 

(17) 

(18) 


Equation  (18)  is  intended  for  use  in  the  saturated  current 
region.  ID  here  is  represented  by  the  characteristic  equation 


I  =  I  ( i— v  /V  )‘ 

D  DSSV1  VGS'  p' 

According  to  (ID=5mVGS), 


®mVGS  =  W^WV* 


(19) 


(20) 


Substituting  (20)  into  (18), 


I  =  (V  +1  R  ( 1-V  /V  )  )/(R  +R  +R  ) 
D  v  DS  DSS  s  GS  p  "  v  d  s  o' 


i\6 


(21) 


Figure  1*1.  Derived  I-V  Characteristics  Using  the  Proposed 
MESFF.T  DC  Model. 


CALCULATED 


Figure  15.  Transfer  Characteristic  of'  the  Pronooed 
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reduced  feedback  resulting  in  an  improvement  in  power  gain 
and  stability  (Ref  20:580). 

The  Dual  Gate  Model.  The  dual  gate  device  can  be  visualized 

as  two  separate  single  gate  KESFETs  connected  in  cascade  as 

shown  in  Figure  16  (Ref  8:462).  The  output  current  of  MESFET,, 

flows  directly  into  the  channel  of  MESFET^ •  If  the  potential 

between  the  two  gates,  ,  is  greater  than  the  threshold 

voltage  for  current  saturation,  V  ,  then  MESFET  acts 

Ub(SAT)  1 

as  an  ideal  current  source.  The  gate  bias,  V_e  ,  applied 

Lio  ~ 


at  the  second  gate,  controls  the  drain  voltage  of  the 

first  transistor.  To  allow  MESFET^  to  carry  the  DC  current 
from  MESFET^,  adjusts  to  establish  the  proper  gate-to- 

_L 

No  DC  current  flows  into  the  second 


source  bias  V^-V^ 


gate  as  long  as  V 


GS. 


(positive)  remains  about  0.5v  below 


the  drain  voltage  and  the  first  gate  bias  is  less  than  or 
equal  to  zero  (Vno  <  0). 

In  a  paper  by  Furutsuka  (Ref  20:580),  the  operation  and 
characteristics  of  the  dual  gate  MESFET  were  treated  by 
combining  the  analyzed  characteristics  of  two  single  gate 
MESFETs  operated  under  the  same  drain  current.  His  study 
also  included  high-frequency  noise  behavior  analyzed  on  the 
basis  of  Statz's  model  (Ref  29:559).  Statz's  model  is  an 
equivalent  circuit  model  for  the  MESFET  and  includes  the  noisy 


parasitic  elements  inherent  in  the  MESFET, 


model  is 


basically  similar  to  Liechti's  (Ref  6:289)  except  with  the 
addition  of  noise  generators.  Using  Statz’s  model,  Furutsuka 
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Figure  16.  Dual-Gate  MESFET  Modeled  as  Two  Single-Gate  MESFET's  Connected  in 
Cascade  (Ref  8:461 ) . 
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calculated  the  drain  current  1^  and  the  channel  lengths  of  the 
carrier  velocity  unsaturated  and  saturated  regions  of  both 
MESFETs  of  the  dual  gate  as  a  function  of  the  gate  bias 


and  Vpc,  .  They  were  also  calculated  as  a  function 


of  the  gate  bias  V„0  and  V„c  ,  and  V-.., .  These  character!  st  i  cu 


were  'obtained  by  adjusting  1^  to  be  th 


e  same  turough 


and  MESFET^  with  the  voltage  drops  across  the  two  ME." 
the  source  and  drain  resistances  summed  to  equal  V.  . 


An  equivalent  circuit  of  the  dual  gate  KES E E?,  :• 

by  Furutsuka  (Ref  20:581),  is  a  combination  of  two  o  !:.;*!• 
MESFET  models  developed  by  Statz  (Ref  29:559)  complete 


parasitic  elements  and  noise  generators.  Since  the  DC 
parameters  of  the  dual  gate  MESFET  are  cf  primary  importance 
in  this  study,  the  parasitic  elements  and  noise  generators. 
Since  the  DC  parameters  of  the  dual  gate  MESFET  are  of  primary 
importance  in  this  study,  the  parasitic  elements  and  noise 
generators  are  shown  removed,  for  the  parasitic  elements  of 
the  single  gate  MESFET,  in  Figure  17. 


Summary 

In  this  chapter,  single  and  dual  gate  models  were  proposed 


and  studied.  A  search  of  the  available  literature  was 


conducted  to  study  the  single  and  dual  gate  models.  The 
single  gate  model  was  correlated  with  actual  measured  char¬ 


acteristics.  Procedures  developed  to  test  the  devices  of  Figure 
1(a)  will  be  presented  in  Chapter  IV. 
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IV.  AUTOMATED  DC  PARAMETER  TESTING  PROCEDURE  DEVELOP"!-!'.'? 

In  the  automated  testing  of  the  devices  in  Figures  1  and 
2,  several  fundamental  considerations  had  to  be  established  before 
developing  the  automated  test  program.  Additionally,  it  was 
necessary  to  understand  the  test  language  and  hov;  it  could  be 
used  to  test  devices  that  had  never  before  been  tested  on  this 
system.  It  was  also  required  that  an  ability  to  validate  the 
test  results  be  available. 

The  purpose  of  this  chapter  is  to  present  the  conditions 
and  requirements  established  prior  to  testing  and  the  approach 
and  techniques  (basic  testing  and  programming)  used  in  the 
attempt  to  validate  results  obtained  through  automated  testing. 
Experimental  results  will  be  presented  and  compared  to  actual 
results  in  an  attempt  to  validate  the  developed  programs. 

Problems  experienced  in  the  testing  will  be  presented  as  well 
as  the  attempted  approach  to  resolving  them. 

Test  Considerations 

Before  attempting  to  automatically  test  the  circuit  in 
Figure  1,  facility  with  the  Singer  tester's  Elucidate  software 
was  required.  A  4-bit  accumulator  fabricated  at  AFWAL/AADE 
was  tested  on  the  Singer  as  an  exercise  in  obtaining  an  overall 
understanding  of  the  Elucidate  software  as  well  as  the  system's 
hardware.  Conclusions  drawn  from  this  exercise  are  presented 
in  Appendix  J.  The  conclusions  obtained  from  this  testing 
effort  were  used  to  determine  the  capabilities  and  limitations 
of  the  system.  In  addition,  an  understanding  of  the  methods 
used  to  test  the  devices  in  Figures  1  and  2  manually  was 
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required  before  any  automated  testing  was  conducted.  This  is 
documented  in  Appendix  A.  Conclusions  drawn  from  this  section 
were  used  to  develop  programs  to  automate  the  manual  process. 

In  order  to  automatically  test  devices  at  the  wafer  level, 
it  was  necessary  to  develop  a  means  to  interface  the  Singer 
with  the  devices  on  the  wafer.  A  special  probe  card  was 
developed  to  provide  the  necessary  interface  capability. 

Further  discussion  on  the  probe  card  is  found  in  Appendix  G. 

Test  and  Programming  Techniques 

The  DC  parameters  for  the  various  devices  within  the  GaAs 
gate  circuit  which  required  testing  are  shown  in  Tables  III 
and  IV.  These  basic  parameters  are  characteristic  of 
any  equivalent  FET,  diode  or  resistor  in  discrete  form. 

An  organizational  flowchart  of  the  proposed  program  to 
test  the  devices  is  shown  in  Figure  18.  A  top-down  approach 
was  stressed  in  order  to  reduce  overall  complexity  and  redundancy. 
The  design  of  the  overall  program  was  to  emphasize  a  well 
organized  approach  to  test  the  devices.  Accordingly,  the 
program  was  organized  in  device  by  device  sections.  The  DC 
parameters  of  each  of  the  devices  on  a  chip  were  to  be  tested 
separately  before  the  next  chip  was  placed  under  the  probe 
card  for  continued  automated  testing.  The  details  of  the 
Singer  system  which  influence  the  execution  of  this  scheme 
are  discussed  in  Appendix  B.  In  addition,  further  details 
and  procedures  to  automate  the  chip  by  chip  testing  of  the 
NAND/NOR  circuit  are  included  in  Appendix  H. 
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Figure  18.  MESFET  Program  Organizational  Flowchart. 
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Computational  and  comparison  subroutines,  RO,  R3,  LIMITS, 

VP,  GM,  and  BV  were  included  as  such  since  they  are  common  to 
all  of  the  devices  to  be  tested.  Routines  IDSS  and  VD3 
(not  shown  in  Figures  1.8)  were  included  in  each  device  section. 
They  require  simple  measurements  and  do  not  require  as  many 
lines  of  code  as  did  the  other  DC  parameters.  To  avoid  confusion, 
physical  parameters  will  henceforth  be  referred  to  by  their 
variable  names  in  the  test  software,  e.g.,  IDSS  instead  of  lnoQ. 

L/OO 

System  Preparation 

Prior  to  implementing  the  DC  parameter  measurement  program, 
MESFET,  matrix  pin  numbers  and  power  supplies  had  to  be 
determined.  A  map  of  the  pin  numbers  for  each  device  in 
Figures  1  and  2  was  determined  during  construction  of  the 
probe  card.  The  probe  card  was  used  to  interface  the  matrix 
system  of  the  Singer  tester  with  the  devices  at  the  wafer 
level.  The  pin  assignments  for  each  device  are  shown  in 
Table  XII,  Appendix  G,  with  Figure  1  drawn  again  with 
pin  number  assignments  in  Figure  19-  The  available  power 
supplies  to  choose  from  are  described  in  Appendix  B.  VS1, 

VS2,  and  V35  were  chosen  due  to  their  characteristics  and 
availability.  The  VS1  and  VS2  power  supplies  were  chosen  to 
apply  VGS  voltages.  VS 5  was  chosen  for  its  capability  to 
measure  currents  after  it  was  connected  to  a  device.  V39  war- 
set  to  a  particular  VDS  and  was  then  capable  of  measuring 
currents  when  the  READ  VS5  command  was  executed.  A  further 
discussion  of  the  Elucidate  software  is  found  in  Appendix  C. 


98 


A 


Figure  19.  NAND.'NOR  Circuit  Schematic  with  Matrix  Pin  Assignments. 
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MESFET  Program  Layout 

In  the  following  sections,  the  device  sections  and  sub¬ 
routines  are  explained  in  the  following  sequence: 

1.  Parameters  to  be  tested. 

2.  Calculations  and  comparisons  involved  (subroutines  only). 

3.  Algorithm  CDevice  and  VP  only) . 

4.  Flowchart . 

The  order  of  presentation  will  be  similar  to  the  order  in  the 
organizational  flowchart,  Figure  18. 

Source  Follower  ( SF)  DC  Parameter  Measurement.  According 
to  Table  III,  the  DC  parameters  to  be  tested  for  the  Source 
Follower  (SFl  were  VDS ,  IDSS,  RO,  RS,  VP,  GM,  and  BV.  In 
order  to  measure  IDSS,  VP,  and  BV,  it  was  necessary  to 
initialize  VDS  so  that  the  device  was  operating  in  the  saturation 
region.  From  observation  of  the  SF  I-V  curves  in  Figure  51, 
Appendix  A,  obtained  through  manual  testing,  VDS  was  set 
at  5.QV.  This  initial  voltage  setting  was  used  throughout 
the  automated  testing  program  for  measuring  IDSS,  and  later  VP. 

An  algorithm  used  to  describe  the  testing  of  SF  will  now 
be  described: 

1.  Condition  Singer  test  system  (See  Appendix  B)  for 
testing  using  VS5=VDS,  VGS=0,  and  the  following  pi’°  c  actions. 

PIN  ^7  =  DRAIN 
PIN  46  =  GATE 
PIN  45  =  SOURCE 

At  VGS  =  0,  the  gate  Is  shorted  to  GND. 

2.  CONNECT  the  voltmeter  between  drain  and  source. 
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3.  SET  VS5  at  5.0V  at  a  clamp  of  20.0mA. 

4.  READ  the  voltmeter  and  RPINT  reading:  VDS  at  5.0V. 

5.  READ  VS5 :  IDSS  at  VDS  =  5.0V. 

6.  Equate  IDSS  to  variables  for  use  later  in  the  LIMITS 
subroutine . 

7.  PRINT  IDSS. 

8.  Call  RO  and  RS  subroutine. 

9.  Call  LIMITS  subroutine. 

10.  Remove  GND  from  gate  (Pin  46)  and  the  voltmeter  from 
the  drain  (Pin  47). 

11.  CONNECT  VS1  and  the  voltmeter  to  the  gate. 

12.  Call  PINCH-OFF  VOLTAGE  (VP)  subroutine. 

13.  RESET  and  condition  system. 

14.  Call  TRANSCONDUCTANCE  (GK)  Subroutine. 

15.  Remove  VS1  and  voltmeter  from  gate. 

16.  GND  gate  and  CONNECT  voltemter  at  drain  to  measure 
BREAKDOWN  VOLTAGE  (BV)  subroutine. 

17.  Call  BV  subroutine. 

18.  End  SF  DC  parameter  measurement. 

A  flowchart  for  the  Source  Follower  DC  parameter  tneasuremen 
is  shown  in  Figure  20. 

CURRENT  SOURCE  (CS)  DC  Parameter  Measurements.  The  DC 
parameters,  algorithm  and  flowchart  (Figure  21)  for  the  Current 
Source  DC  parameter  measurement  are  the  same  as  for  the 
Source  Follower  except  for  the  different  pin  connections. 
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Figure  21.  CURRENT  SOURCE  (CS)  DC  Parameter  Measurement  Flowchart. 
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The  pin  connections  for  the  current  source  are  the  following: 


PIN  4  3  =  DRAIN 
PIN  41=  GATE 
PIN  42  =  SOURCE 

To  condition  the  test  system  for  testing  the  CURRENT  SOURCE, 
the  following  commands  must  be  used: 

RESET 

ENABLE  VS 1; VS 5 
CLOSE  GND;  VS1;VS5 
CON  GND  42; 4l;VS5  43 
ACTIVE  LOAD  (AL) 

DC  Parameter  Measurement.  As  shown  in  Table  III,  the 
DC  parameters  to  be  tested  for  the  ACTIVE  LOAD  we^e  YDS,  IDSS, 
RO,RS,  and  BV.  VDS  was  initialised  at  5.0V  so  that  the  device 
was  operating  in  the  saturation  region  in  order  to  measure 
IDSS.  The  gate  and  source  of  the  Active  Load  are  physically 
connected  within  the  circuit. 

An  algorithm  used  to  describe  the  testing  of  the  ACTIVE 
LOAD  will  now  be  described. 

1.  Condition  Singer  system  for  testing  using  the 
following  pin  connections: 

PIN  33  =  DRAIN 
PIN  44  =  SOURCE 
RESET 
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ENABLE  VS5 
CLOSE  GND;  VS5 
CON  GND  44;  VS 5  33 


Figure  22.  ACTIVE  LOAD  (AL)  DC  Parameter  Measurement  Flowchart. 
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2.  CONNECT  the  voltmeter  between  drain  and  source. 

3.  SET  V35  at  5.0V  at  a  clamp  of  20. OKA. 

4.  READ  the  voltmeter  and  print  reading:  VD3  at  5.0V 

5.  READ  VS5  and  print  reading:  IDSS 

6.  Call  RO  and  RS  subroutine 

7.  Call  BV  subroutine 

8.  End  Active  Load  DC  parameter  measurement 

The  flowchart  for  the  Active  Load  DC  parameter  measurement 
is  shown  in  Figure  22. 

LINEAR  ON-RESISTANCE  (RO)  and  SATURATION  RESISTANCE  (RE) 
Measurement  Subroutine.  The  parameter  to  be  tested  in  this 
subroutine  are  the  linear  on-resistance  (RO)  and  the  saturation 
resistance  (RS)  of  the  MESFET  channel  at  VGS  =  0.  The  calculation 
involved  in  the  subroutine  are: 

RO  =  jpgf IDI31,  VDS2=2 . 0V, VDS1  =  1 . 0V  (23) 


RS  =  ipg-lDl  »  VDS2=7 . 0V,  VDS1=4.0V  (24) 

where  ID1,  2  are  drain  currents  measured  at  VDS1,2. 

The  voltage  settings  used  in  measuring  RC  place  the 
MESFET  in  the  linear  region  of  the  I-V  curve,  whereas  the 
settings  used  in  measuring  RS  place  the  MESFET  in  the  saturation 
region.  Figure  23  graphically  depicts  the  points  to  bo  measured. 
No  comparisons  are  made  in  this  subroutine-only  straightforward 
calculations  are  involved.  The  flowchart  for  the  RO  and  RS 
subroutine  is  shown  in  Figure  24.  Prior  to  entering  the 
subroutine,  the  gate  must  be  shorted  to  the  source,  VS5 
connected  to  the  drain,  and  the  source  grounded. 


Figure  23. 


Graphical  Method  Implemented  on  the  Singer  to  Determine  RO, 
RS,  and  VP. 
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Figure  24.  LINEAR  ON-RESISTANCE  (RO)  and  SATURATION  RESISTANCE  (RS)  Measurement  Sub¬ 
routine  Flowchart. 


LIMITS  Subrouting.  The  LIMITS  subroutine  was  necessary 
in  order  to  provide  a  current  limit  for  the  VP  subroutine  to 
use  as  a  method  to  determine  whether  VP  could  be  reached  or 
not.  In  order  to  discuss  the  LIMITS  subroutine,  it  is  necessary 
to  present  the  underlying  rationale  for  its  need.  In  the  FET 
theory  presented  in  Chapter  II,  it  was  pointed  out  that  an 
accepted  method  to  determine  VP  is  to  obtain  ID  =  1!?  of  IDSS . 

The  VGS  voltage  obtained  at  this  ID  is  considered  to  be  the 
pinch-off  voltage,  VP.  In  conceptualizing  the  method  to 
obtain  VP  using  the  Singer  tester,  it  was  assumed  that  the 
possibility  exists  that  a  value  of  VP  may  never  be  reached 
which  yields  ID  =  1%  of  IDSS,  i.e.,  the  channel  may  fail  to 
pinch  off  due  to  shunt  leakage  or  other  effects.  Using  the 
1%  of  IDSS  method  is  a  simple  way  to  determine  VP  using  a  curve 
'tracer  photographs.  However, the  method  is  not  a  very  practical 
one  to  determine  VP  when  that  value  may  be  unknown  when  testing 
a  quantity  of  MESFETs  with  no  curve  tracer  photograph  available 
to  observe  each  time  a  test  is  made.  Using  a  curve  tracer 
each  time  a  test  was  made  would  defeat  the  purpose  of  automated 
testing.  Additionally,  a  curve  tracer  and  the  Singer  tester 
could  not  be  connected  at  the  same  time.  Therefore,  another 
method  was  considered  (and  eventually  implemented)  to  determine 
VP. 


69 


J 


The  method  used  to  determine  VP  was  to  expand  the  1%  of 
IDSS  method  to  a  limit.  If  VGS  was  stepped  from  0.0V  onward 
with  ID  measured  at  each  step  of  VGS,  and  if  ID  fell  within 
the  prescribed  limit,  VP  would  have  been  reached.  An  original 
limit  of  CO. 50$  of  IDSS)  £  ID  £  (1.5%  of  IDSS)  was  used, 
however,  this  was  later  expanded  due  to  the  decreased  accuracy 
of  the  Singer  caused  by  a  problem  with  the  current  measuring 
equipment.  This  problem  and  a  simple  approach  to  resolve  it 
will  be  presented  in  the  results  section  of  this  chapter. 

The  limit  technique  and  results  will  also  be  presented  then. 

Another  limit  used  to  determine  whether  VP  could  be  reached 
or  not  was  that  of  a  maximum  allowable  VGS.  This  value  of 
VGS  would  be  determined  by  obtaining  values  of  VP  from  testing 
several  MESFETs.  A  typical  value  of  VP  obtained  through 
manually  testing  MESFET  devices  was  -10. 0V.  This  value  is 
obviously  higher  than  the  typical  -2.5V  for  VP  obtained  in 
Leichti's  work  (Ref  4:4).  The  VGS  limit,  however,  can  be 
easily  changed  in  the  MESFET  program  to  accomodate  any  limit. 

The  approach  taken  in  developing  the  very  simple  LIMITS 
subroutine  was  to  obtain  the  value  of  IDSS  measured  in  each 
device  section,  multiply  IDSS  by  lower  and  upper  limit  percentage 
and  print  the  limits.  In  addition,  the  voltage  limits  were  set 
up  as  comments  only  and  used  in  the  VP  subroutine  to  be  discussed 
later.  The  LIMITS  flowchart  is  shown  in  Figure  25.  The 
variables  ZQ  (upper  limit),  and  ZR  (lower  limit),  were  set 
equal  to  IDSS  in  the  device  section  before  the  LIMITS  subroutine 
was  entered. 
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Figure  25.  LIMITS  Subroutine  Flowchart. 
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Pinch-Off  Voltage  (VP)  Subroutine.  The  pinch-off  voltage 
(VP)  subroutine  was  the  most  difficult  to  develop.  Whereas 
the  RO,  RS,  LIMITS,  and  GM  subroutines  involved  calculations, 

VP  involved  a  series  of  comparisons  to  reach  a  value  of 
pinch-off.  The  VP  subroutine  can  be  found  in  Figure  26. 

The  obj  ective  of  the  VP  subroutine  was  to  determine  the 
pinch-off  voltage  of  the  MESFET  using  the  current  limit  set 
up  in  the  LIMITS  subroutine.  The  discussion  of  the  LIMITS 
subroutine  pointed  out  that  the  ID=1%  of  IDSS  rule  for  VP 
may  not  work  since  the  Singer  may  not  measure  ID  accurately  at 
that  value.  VGS  would  then  continue  stepping  beyond  that  value 
of  ID.  Therefore,  it  became  necessary  to  set  up  a  limit. 

Referring  to  Figure  23,  it  can  be  seen  that  limits  of 
0.5%  and  1.5%  of  IDSS  may  b e  an  approach  to  set  up  the  required 
limit.  With  VGS  stepped  negatively  and  ID  measured  each  time, 

ID  may  eventually  reach  a  value  within  the  required  limit  if 
the  MESFET  ever  reaches  pinch-off  at  all.  (Obtaining  currents 
at  these  low  values  required  the  high  accuracy  of  the  measuring 
system  of  the  Singer  tester) .  If  the  MESFET  does  not  pinch-off , 
a  method  is  required  within  the  VP  subroutine  to  limit  the  VGS 
voltage.  This  limit  can  be  determined  by  obtaining  maximum 
values  of  VGS  for  several  devices.  The  basic  idea  is  to  determine 
if  VGS  falls  within  the  prescribed  VGS  limit.  If  it  does, 

ID  at  that  value  of  VGS  would  then  be  subjected  to  the  current 
limit.  If  ID  falls  within  the  limit,  VP  is  taken  at  the 
appropriate  value  of  VGS.  If  ID  does  not  fall  within  the  prescribed 
limit,  VGS  is  then  incremented  by  some  small  voltage  only  if 
VGS  falls  within  the  VGS  limit.  A  VGS  outside  this  limit 
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Figure  26.  PINCH-OFF  VOLTAGE  (VP)  Measurement  Subroutine  Flowchart. 
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would  simply  indicate  that  the  device  would  never  pinch-off 
and  the  subroutine  would  return  to  the  main  program. 

Before  entering  the  VP  subroutine,  items  listed  below 
must  be  accomplished: 

1.  Determine  IDSS. 

2.  Determine  limits  in  LIMITS  subroutine. 

3.  Connect  VS5  to  drain  of  MESFET. 

4.  Connect  VS1  between  gate  and  source  of  MESFET. 

5.  Determine  initial  VGS  and  incremental  or  step  value 
of  VGS. 

An  algorithm  and  flowchart  (important  information  only) 
for  the  VP  subroutine  follow: 

1.  Initialize  VS1  to  an  initial  value  of  VGS. 

2.  Measure  ID. 

3.  Measure  VGS. 

4 .  Does  VGS  fall  within  a  limit  of,  say,  0.0  and  3.0  volts? 

5.  If  so,  VP  may  not  have  been  reached  yet- therefore 

go  to  19 .  If  not,  VGS  exceeds  the  limit  and  VP  cannot 
be  reached-theref ore  go  to  11. 

6.  Does  the  measured  ID  meet  the  conditions  as  specified 
in  the  LIMITS  subroutine? 

7.  If  so,  VP  has  been  reached-theref ore  go  to  15. 

If  not,  VP  has  not  been  reached  yet-th erefore  continue. 

8.  Print  'VGS=1. 

9.  Print  'LOWER  LIMIT  <  MEASURED  ID  <  UPPER  LIMIT? 

10.  Go  to  19:  Continue  incrementing  VGS. 

11.  Print  'VP  CANNOT  BE  REACHED'. 
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12.  Print  'VGS='. 


13.  Print  'ID='. 

14.  Go  to  1  8:  Return  to  main  program. 

15.  Print  'PINCH-OFF  VOLTAGE  (.VP)  =  '. 

16.  Print  'PINCH-OFF  VOLTAGE  (VP)  =  * . 

17.  Print  ' ID  =  ' . 

18 .  Return  to  main  program. 

19.  Increment  VGS  by  a  small  voltage. 

20.  Go  to  2  and  repeat  process  until  VP  can  or  cannot 
be  determined. 

Transconductance  (GM)  Subroutine 

The  TRANS CONDU CTAN CE  (. GM)  subroutine  determines  the  basic 
gain  conductance  or  GM  of  the  MESFET.  VDS  =  5.0V  will  place 
the  MESFET  in  the  saturation  region  with  VS1  initially  set 
to  0.0V.  Prior  to  entering  the  subroutine,  the  system  is  reset 
and  then  further  conditioned  In  each  device  section.  A 
discussion  of  the  subroutine  can  be  described  in  the 
TRANSCONDUCTANCE  ( GM)  flowchart  in  Figure  28.  GM  results 
are  found  in  the  results  section  of  this  chapter. 

The  TRANSCONDUCTANCE  (.GM)  will  determine  GM  on  the  Singer 
performing  the  following  calculations  using  Figure  27  as  a 
reference : 


GM1  =  (  ID4-ID3)/(  VGS4-VG3  3)  (  25) 

GM2  =  (  ID3-ID2)/(  VGS3-VGS2)  (26) 

GM3  =  (  ID2-ID1 )/(  VGS2-VGS1  )  (27) 

GM  =  (GMl+GM2+GM3)/3.0  (28) 
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Figure  27.  Illustration  of  Points  to  be  used  to  Determine  TRANSCONDUCTANCE 
(GM)  Using  the  Singer  Tester. 
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Figure  28.  TRANSCONDUCTANCE  (GM)  Measurement  Subroutine  Flowchart 


BREAKDOWN  VOLTAGE  (  ?,Y)  Subroutine.  The  BREAKDOWN  VOLTAGE  (  BV) 
subroutine  was  developed  to  determine  the  break  dov,rn  volt  ace 
(BV)  of  a  MESFET  at  VGS=0 ,0V.  A  practical  approach  (which 
is  highly  dependent  on  the  current  measuring  accuracy  of  the 
Singer)  is  to  determine  BV  based  on  a  major  change  in  the  slope 
in  the  saturation  region.  A  visual  description  as  shown  in 
Figure  29  will  aid  in  the  discussion  of  the  BV  subroutine 
flowchart,  as  well  as  an  algorithm  as  shown  below. 

a.  Connect  VS5  and  voltmeter  across  drain  and  source  of 
MESFET . 

b.  Ground  gate  unless  MESFET  is  the  ACTIVE  LOAD. BREAK¬ 
DOWN  VOLTAGE  (BV)  Algorithm: 

1.  Initialize  VS5  =  VD51  at  5.0V;  ZV  =  0.5;  ZF  =  2.0 

2.  Measure  ID1  ( n=l) . 

3.  Measure  VDS1  =  5.0V. 

4.  Increment  VS5  by  1.0  V  ( VS5  =  VDS2  =  6.0V) 

5.  Measure  ID2  (n=2) . 

6.  Measure  VDS2. 

7.  Slope(  1)  =(  VDS2-VDS1)  /(  ID2-ID1)  =  '.Store  Slope(  1)  at  n=2. 

8.  Increment  VS5  by  1 . 0V  ( VS5  =  VDS 3.  =  7.0  V) 

9  .  Measure  ID 3  (  n=  3)  . 

10.  Measure  VDS 3  =  7.0V 

11.  Slope  (2)  =  ( VDS3-VDS2)/(  ID2-ID1)  :  Store  Slope 
(2)  at  n=  3. 

12.  Is  Slope  (2)  greater  than  Slope  (1)  by  more  than 
1000.0?  If  so,  BV  =  VDS 3  =  7.0V.  If  not,  continue 

13.  Increment  VS5  by  1.0  V.  ( VS5  =  VDS 4  =  8.0  V) 
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Figure  29.  Illustration  of  Method  to  Determine 
BREAKDOWN  VOLTAGE  (BV)  at  VGS=O.OV 
on  the  Singer. 


Figure  30.  Continued. 
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in. 

Measure  ID4  (n=4). 

15. 

Measure  VDS-'I  =  8.0V. 

16. 

Slope  (3)  =  (VDS4-VDS3)/(ID4-ID3) : 

Store  Slope  (3) 

at  n=4. 

17. 

Is  slope  (3)  greater  than  slope  (2) 

by  more  than 

1000.0?  If  so,  BV=VDS4  =  8.0V. 

If  not,  continue. 

18. 

Increment  VS5  by  1.0V  (VS5  =  VDS5  = 

9.0V)  . 

19. 

Measure  ID5  (n=5). 

20. 

Measure  VDS5.  =  9  .0V)  . 

21. 

Slope  (4)  =  ( VDS5-VDS4 )/ ( ID5-ID4  )  : 

Store  Slope  (4) 

at  n=5. 

2  2. 

Is  Slope  (4)  greater  than  Slope  (3) 

by  more  than 

1000.0?  If  so,  BV  =  VDS5  =  9.0V. 

If  not,  continue 

23- 

Increment  VS5  by  1 . 0V  (VS5  =  VDS6  = 

10. 0V)  . 

24 . 

Measure  ID6  (n=6). 

25. 

Measure  VDS6  =  10  ,0  V. 

26. 

Slope  (5)  =  (VDS6-VDS5)/(ID6-ID5) : 

store  Slope  (6) 

at  n=4. 

27. 

Is  Slope  (5)  greater  than  slope  (4) 

by  1000 .0? 

If  so,  BV  =  VDS6  =  10  .OV.  If  not,  continue. 


It  seems,  a  priori,  that  the  BV  subroutine  in  theory  is  a 
valid  approach  to  determine  the  breakdown  voltage  of  a  MESFET 

on  the  Singer. 
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SINGLE  GATE  and  DUAL  GATE  DC  Parameter  Measurement.  The  DC 


parameters  to  be  tested  in  the  SINGLE  GATE  and  DUAL  GATE 
(Figure  1)  device  sections  are  VDS,  IDSS,  RO,  RS,  VP,  GM,  and 
BV.  In  order  to  test  the  devices  separately,  one  of  them 
must  be  pinched-off  before  the  other  can  be  tested.  At  pinch- 
off  device  ideally  represents  an  open  circuit.  Therefore,  a 
VP  must  be  assumed  for  one  of  the  devices.  A  simplified 
algorithm  is  shown  below: 

1.  Assume  VP  =  -3.0V  for  DUAL  GATE. 

2.  Pinch-off  SINGLE  GATE  using  VP  program. 

3.  Remove  -3.0V  from  DUAL  GATE. 

4.  Test  DUAL  GATE  DC  parameters. 

5.  Keep  DUAL  GATE  at  VP  and  remove  VP  from  SINGLE  GATE. 

6 .  Test  SINGLE  GATE  DC  Parameters. 

In  the  above  algorithm,  the  DUAL  GATE  is  set  at  an  assumed  VP 
of  -3.0V  and  is  considered  to  be  an  open  circuit  as  indicated 
above.  VP  for  the  SINGLE  GATE  is  then  determined.  Pinch-off 
at  an  assumed  -3.0V  is  then  removed  from  the  DUAL  GATE.  The 
DC  parameters  for  the  DUAL  GATE  are  then  tested.  Afterward, 
the  DUAL  GATE  is  kept  at  VP  and  then  VP  is  removed  from  the 
SINGLE  GATE.  The  SINGLE  GATE’S  DC  parameters  are  then  tested 
(except  VP).  Figure  31  is  the  flowchart  for  the  SINGLE  GATE 
and  DUAL  GATE  DC  Parameter  measurement  and  is  self-explanatory. 

The  main  problem  that  may  be  encountered  In  testing  the  two 
gates  is  that  the  assumed  VP  for  the  DUAL  GATE  may  not  be 
correct.  VP  may  actually  be  higher  or  lower  than  -3.0V.  No 
special  provision  has  been  developed  to  reset  VP  if  a  higher 
value  turns  out  to  be  needed.  It  may  be  necessary  to  study 
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BEGIN 

SINGLE  GATE  (A) 
DUAL  GATE  (B  AND  C) 
DC  PARAMETER 
MEASUREMENT 


PIN  34 
PIN  35 
PIN  36 
PIN  37 
PIN  44 


INPUT  B(DGB) 
INPUT  C(DGC) 
GND  (SOURCE) 
INPUT  A(SGA) 
DRAIN 


LIMITS 

SUBROUTINE 


CONNECT 
VS2  TO  SGA 
AND 

SET  VS2=VP ,  20.0  MA 
(OBTAINED  FROM  VP  SUB.) 


RESET 

ENA  VS1  ;VS2  ;  VS5 
CLOSE  GND; VSI ;VS2;VS5 
CON  GND  36;  37 ; VS2  34; 
35;  VS5  44 
CON  VMM  44;  VML  3C 


DIS  GND  FROM  GATE 
OF  SGA; 

DIS  VMM  FROM  DRAIN 
CON  VMH  TO  GATE  OF  SGA 


CONNECT 
GND  AT  DGB 
DISCONNECT 
VMH  FROM  SGA 
AND 

CONNECT  TO  DRAIN 


APPLV  5.0V  to  DRAIN: 
SET  VS5=5.0V,20.0MA 
ASSUME  VP=-3.0V  for  DGB 
and  DGC: 

SET  VS2=-3 .OV ,20 .OMA 


CONNECT 
VSI  TO  GATE 
OF 
SGA 


READ  VS5  ( I DSS ) 
(DUAL  GATE  B) 


READ  VMH  (VDS) 
READ  VS5  ( IDSS ) 
(SINGLE  GATE) 


CALL 

PINCH-OFF  VOLTAGE  (VP) 
SUBROUTINE 
(PINCH-OFF  SGA) 


I DSS  =  I DSS  *  1000.0  (MA) 

ZQ  =  IDSS 
ZR  =  IDSS 


IDSS=IDSS*1 OOO.O(MA) 
ZQ  =  IDSS 
ZR  =  IDSS 


DISCONNECT 
VS2  FROM  DGB  AND 
DGC; VSI  FROM 


RO  AND  RS 
SUBROUTINE 
(VGS=0) 
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CALL 


LIMITS 

SUBROUTINE 


DISCONNECT 
GND  FROM  DGB 
CONNECT 

VST  TO  DGB  (34) 


CONNECT 
GND  AT  DGB 
AND 

VMH  AT  DRAIN 


CALL 

RO  AND  RS 
SUBROUTINE 
( VGS=0 ) 


DISCONNECT 
VMH  FROM  DRAIN 
CONNECT 
VMH  TO  DGB 


CALL 

BREAKDOWN  VOLTAGE  (BV) 
SUBROUTINE  (DGB) 

( VGS=0) 


CALL 

LIMITS 

SUBROUTINE 

(DGC) 


CALL 

PINCH-OFF  VOLTAGE  (VP) 
SUBROUTINE 
(DGB) 


DISCONNECT 
GND  FROM  DGB 
AND  CONNECT 
GND  TO  DGC 


DISCONNECT 
GND  FROM  DGC 
CONNECT 
VST  TO  DGC 


CALL 

TRANSCONDUCTANCE  (GM) 
SUBROUTINE 
(DGB) 


READ  VS5  ( IDSS ) 
(DUAL  GATE  C) 


DISCONNECT 
VMH  FROM  DRAIN 
CONNECT 
VMH  TO  DGC 


DISCONNECT 
VS1  AND  VMH 
FROM 
DGB 


IDSS=IDSS*1000.0(MA) 
ZQ  =  IDSS 
ZR  = - IDSS 


CALL 

PINCH-OFF  VOLTAGE  (VP) 
SUBROUTINE 
(DGC) 


84 


r 


several  dual  gate  devices  using  the  curve  tracer  to  obtain 
an  idea  of  what  value  of  VP  is  needed. 

DIODE  DC  Parameter  Measurement .  The  DIODE  device  section 
was  written  to  measure  the  forward  threshold  voltage  (VI')  and 
reverse  threshold  voltage  (VR)  of  the  three  series  Sehottky 
diodes  in  Figure  19.  An  understanding  of  DIODE  can  be  obtained 
from  Figure  32  which  illustrates  the  basic  scheme  used  to 
determine  VF  and  VR  using  the  Singer.  A  flowchart  for"  DIODE 
and  the  system  connections  for  determining  VF  and  VR  are  shewn 
in  Figure  33-  Since  DIODE  war  not  actually  tested  *  the  current 
indicated  in  Figure  32  are  subject  to  change  after  required 
experimentation  and  analysis  with  the  Singer  and  a  curve  tracer 
are  carried  out.  DIODE  will  now  be  explained. 

According  to  DIODE,  VF  can  be  obtained  by  applying  VS5 
and  the  voltmeter  across  the  diodes  as  shown  in  Figure  Vl(a). 
Using  conventional  diode  theory,  VF  is  determined  at  the  point 
where  current  I  begins  to  flow  after  V  is  increased  to 
some  value.  Since  I  and  V  are  variable  from  circuit  to  circuit 
a  method  to  determine  VF  using  the  Singer  is  necessary.  A 
limit  such  as  0 . 3  £  I  £  1.0  mA  was  chosen  (subject  to  change) 
to  determine  VF.  V  is  to  be  increased  by  some  amount  until  i 
falls  within  the  set  limit.  When  this  occurs  ,  the  value  of  V 
is  taken  to  be  VF .  The  same  method  applies  to  VR  ex.-ept  the 
current  limit  is  -1.0  £  I  £  2  .0  mA  which  is  subject  *.o  eh  an  gr¬ 
after  experimentation  with  the  Singer  and  a  curve  tracer.  Die 
curve  tracer  could  be  used  as  way  to  determine  the  actual 
VR  or  VF  in  order  to  validate  DIODE. 
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BEGIN 

DIODE 

TEST 


- — - « — - 

PIN  45=AN0DC  (A) 

PIN  43- CATHODE (C) 

i 

PIN  45=ANODE  (A) 

PIN  43-CATHODE ( C ) 

- 1 - 

RESET 

ENABLE  VS5 
CLOSE  GNO ; VS5 
CON  GNO  43  ;  VS5  4C» 


RESET  ENABLE  VS5 
CLOSE  GNO;  VS5 
CON  GND  45;VS4  43 
VMM  43;  VML  45 


SET 

VS5  =  l.OV, 
20.0  MA 


r 

MEASURE  APPLIED 

VOLTAGE 

(READ  VMM  4) 

\ 

< 

MEASURE  CURRENT 

DRAWN  BY  DIODES 
(READ  VS5  41 


VS5  =  l.OV, 
20.0  MA 


_  -fc. 

T 

MEASURE  APPLIED 

VOLTAGE 

(READ  VMM  4) 

, _ ^ 

r 

MEASURE  CURRENT 

DRAWN  BY  DIODES 
(READ  VS5  4] _ 


— 

V  =  VR 


END 

DIODE  TEST 


0.5  MA; I <1.0  MA 
\  ? 


YES  V  =  VF 
AT  I 


-1 .0  MA-  I  -2.0  MA 


INCREASE 

INCREASE  n 

VS5  BY  l.OV 

VS5  BY  l.OV 

Figure  33.  DIODE  Flowchart  to  Test  VF  and  VP  on  the  Singer. 


45 


(a) 


45 


(b) 


Figure  34.  Required  Singer  Connections  to  Determine  VF  and  VR.  (a) 
Forward  Threshold  Voltage  Connection,  (b)  Reverse  Thres¬ 
hold  Voltage  Connection. 
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Figure  35.  TEST  and  PROBE  RESISTOR  Measurement  Flowchart. 
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TEST  and  PROBE  RESISTOR  Measurement. 


A  method  to  test  the 


resistance  values  of  the  TEST  and  PROBE  RESISTOR  is  presented 
in  Figure  35.  The  Singer  tester  is  capable  of  directly 
measuring  the  resistance  of  discrete  as  well  as  integrated 
resistors.  The  implemented  program  of  the  flowchart  of  Figure 
35  is  presented  in  the  MESFET  program.  Appendix  I. 

Summary 

The  algorithms  and  flowcharts  presented  in  this  chapter 
were  developed  to  automatically  test  the  DC  parameters  of  the 
devices  shown  in  Figure  19 .  The  considerations  made  prior  to 
the  development  of  the  actual  MESFET  program  (Appendix  I) 
were  discussed  as  well  as  the  test  and  programming  techniques 
used.  In  the  next  chapter,  results  obtained  from  the  automated 
testing  of  the  DC  parameters  of  Figure  19  as  well  as  the 
problems  encountered  will  be  presented. 


V.  DC  PARAMETER  MEASUREMENT  RESULTS  AND  ANALYSIS 


The  purpose  of  this  chapter  is  to  present  the  DC  parameter 
results  obtained  through  automated  testing  of  devices  of  the 
NAND/NOR  circuit  of  Figure  17  using  the  Singer  automated  tester. 
The  results  were  obtained  through  application  of  the  algorithms 
and  flowcharts  presented  in  Chapter  IV  and  then  converted  to 
a  coded  program  as  shown  in  Appendix  I. 

In  order  to  provide  a  means  to  verify  the  validity  of  the 
results  obtained  with  the  Singer,  a  Tektronix  Model  576  curve 
tracer  oscilloscope  was  used.  The  steps  used  to  perform  testing 
are  presented  in  Appendix  H.  Values  of  ID,  obtained  at  VDS  =  p.OV 
with  VGg  as  an  input  voltage,  were  extrapolated  from  the  curve 
tracer  photograph.  These  results  will  be  presented  in  the  form 
of  transfer  characteristic  curves  for  comparison  with  the 
values  of  ID  at  VDS  =  5.QV  with  VQS  as  an  input  voltage  using 


the  Singer, 


The  original  strategy  in  the  developmental  stage  of  testing 
the  MESFETs  in  the  MESFET  program  was  to  test  the  devices 
developed  by  AFWAL/AADE.  However,  since  an  adequate  quality 
of  working  devices  was  not  available  and  since  experimental 
testing  involved  possibly  destroying  these  expensive  devices 
(at  the  wafer  level,  constant  probing  of  the  devices  was 
necessary)  a  decision  was  made  to  validate  the  program  using 
another  device.  The  device  chosen  was  a  packaged,  n-channel, 
commercial  silicon  JFET  whose  DC  operating  characteristics  were 
similar  to  those  of  the  MESFET.  This  device  was  easier  to 
test  (since  the  JFET  was  packaged,  no  probes  had  to  be  used), 
and  had  the  advantage  that  obtaining  pinch-off  was  assured. 
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This  strategy  minimized  the  necessity  of  constantly  probing 
and  damaging  the  GaAs  chips  and  reduced  the  risk  that  the 
probes  in  the  probe  card  might  be  bent  out  of  alignment 
during  initial  program  development. 

After  proving  the  validity  of  the  MESFET  program  using  the 
JFET  (results  are  shown  in  the  following  section),  tests  were 
then  conducted  using  the  GaAs  MESFET  devices  at  the  wafer- 
level.  The  results  obtained  using  the  JFET  will  now  be 
presented . 

JFET  DC  Parameter  Measurement 

The  Texas  Instruments  JFET,  type  2N3819,  was  inserted 
directly  in  the  performance  board  (Figure  57)  using  the  same 
pins  as  for  the  SOURCE  FOLLOWER.  The  testing  was  performed 
without  the  inclusion  of  the  ability  to  automatically  step 
across  a  wafer  using  the  TAC  probe.  The  Singer  system 
was  prepared  (Appendix  H) ,  a  curve  tracer  photograph  of  the 
I-V  curves  of  the  JFET  obtained,  and  finally  the  SOURCE  FOLLOWER 
portion  of  the  MESFF.T  program  applied  to  test  the  JFET. 

The  JFET  exhibited  excellant  characteristics  as  shown  in 
the  curve  tracer  photograph  of  its  I-V  family  of  curves.  Figure  36. 
As  can  be  seen,  the  JFET  exhibited  excellant  linearity  in  the 
ohmic  and  saturation  regions,  including  the  ability  to  reach 
pinch-off.  The  DC  parameters  of  the  JFET  were  also  tested  on 
the  Singer  tester  using  the  MESFET  program.  The  results  obtained 
for  both  methods  are  shown  in  Table  V,  and  Figure  37. 

From  Table  V,  it  can  be  seen  that  ID  measurement  errors 
seem  to  increase  as  VGS  is  increased  negatively  (  except  at 
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Figure  36.  JFET  I-V  Characteristics 


Table  V.  JFET  DC  Parameters 


DEVICE:  2N3819  JFET 

■  METHOD 

DC  PARAMETER 

CURVE  TRACER 

SINGER 

%  ERROR 

VDS(V) 

3.0 

4.99 

0.2 

IDSS(mA) 

4.8 

4.56 

5.15 

RO ( Ohms ) 

900 

987 

7.9 

RS ( Ohms ) 

15,000 

16,042 

6.495 

LIMITS 

VP@1%  of  IDSS 

0. 1%  <ID< 1 . 1% 

VP(V) 

-1.6 

-1.38 

16.2 

ID(mA) 

0.05 

0.045 

11.1 

GM 

3.07 

3.65 

15.97 

VGS(V) 

Pit  riTiii 

Error 

0.0 

4.8o 

4.56 

5.15 

-0.5 

2. 4o 

2.29 

4.6 

-1.0 

1.00 

0.75 

45 

-1.3 

0.40 

0.045 

733 

-1  •  5 

0 . 20 

-1.6 

0.05 
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Figure  37.  JFET  Transfer  Ch 
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IDSS) .  In  addition,  the  VP  subroutine  determined  VP=-1.376V  at 
ID=0.0t5mA.  This  value  of  ID  is  about  0.93a-  of  IDSS,  and  is 
still  within  the  indicated  limits  set  up  in  the  LIMITS  subroutine. 
From  the  curve  tracer  measurement,  VP=-1.6V  at  ID  =  0.05mA 
which  is  1.0b%  of  IDSS.  As  can  be  seen,  VP  was  reached  at 
a  smaller  VGS  on  the  Singer  than  in  the  curve  tracer  data. 

The  VP  results  for  the  JF'ET,  however,  prove  the  concept  that 
an  approximate  value  of  VP  can  be  obtained  using  the  limit 
method.  With  improved  accuracy  of  the  system,  the  actual  and 
experimental  values  of  ID  and  VP  (as  well  as  "'GS)  ,  will  improve 
in  agreement. 

The  linear  and  saturation  resistances  are  shown  in  the  table 
with  the  indicated  percentage  error  including  the  transconductance 
( GM)  of  the  JFET.  The  techniques  used  to  obtain  these  parameters 
were  discussed  in  Chapters  II  and  IV. 

As  pointed  out  above  for  values  of  ID  at  each  VGS  voltage 
in  Table  V,  ID  measurement  errors  (actual  vs.  experimental 
errors)  increased  as  VGS  increased  negatively.  This  problem 
become  significant  as  the  channel  of  the  MESFET  approached 
pinch-off.  Significant  problems  were  later  experienced  with 
the  Singer  system  which  deserve  attention.  Ihese  will  be 
presented  in  the  next  section  and  the  method  to  resolve  the 
problems  will  be  pointed  out  and  discussed. 

Singer  Tester  Problems 

The  VP  subroutine  is  highly  dependent  on  the  current  measuring 
system  in  the  Singer.  A  calibration  program,  CALIB  (see 
Appendix  H) ,  is  available  on  the  Singer  and  yielded  the  following 
results  for  a  current  measurement  of  1.0  ampere  only,  using  VS5 : 
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Sensitivity  Deviation  =  0.51% 

Zero  Offset  -  0.13$ 

Accuracy  for  this  particular  supply  below  1.0  ampere  was  not 
available  and  could  be  assumed  to  be  much  worse.  However, 
after  attempting  to  calibrate  VS^,  the  possible  alternate  supply, 
it  was  decided  not  to  use  it  due  to  the  following  characteristics 
at  100  mA: 

Sensitivity  Deviation  =  100 % 

Zero  Offset  =  22.03% 

Sensitivity  deviation  and  zero  offset  were  much  much  worse 
at  lower  values  of  ID. 

The  problem  in  the  current  measuring  capacity  was  believed 
to  lie  in  the  automatic  ranging  amplifier  within  the  Singer. 

In  the  early  development  of  the  MESFET  program,  povier  supply 
VS1  encountered  problems.  The  current  ranging  circuitry 
of  the  supply  overloaded  and  several  components  were  destroyed, 
ike  ranging  amplifier  obtains  output  from  the  supply  and  auto¬ 
matically  assures  that  each  current  and  voltage  reading  is  taken 
at  the  highest  gain  setting  to  assure  the  most  accurate  results 
(Ref  21).  Following  the  VS1  failure,  it  was  assumed  that  when 
a  READ  command  was  encountered,  more  current  beyond  the  specified 
output  current  was  read,  and  this  in  turn  reduced  the  capability 
of  the  ranging  amplifier  to  produce  accurate  measurements.  It 
was  felt  that  the  problem  could  be  cured  by  shipping  the  amplifier 
back  to  the  manufacturer  for  repair,  but  this  could  have  taken 
weeks.  The  decision  was  made  to  calibrate  Vf 5  further  to  provide 
more  accuracy,  but  this  did  not  seem  to  be  sufficient.  The  VS1 
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ranging  circuitry  was  repaired  but  the  accuracy  was  reduced 
significantly.  The  board  was  then  replaced  entirely,  but  this 
did  not  solve  the  current  measuring  problem. 

Throughout  the  testing  of  the  JFET  (and  later  the  MESFET) 
an  attempt  was  made  to  develop  a  method  to  resolve  the  accuracy 
problem.  The  problem  could  not  be  removed  immediately  and  given 
the  urgent  need  to  test  MESFET  devices,  a  simple  method  to 
introduce  error  factors  into  the  program  was  conceived,  This 
method,  however,  turned  out  to  be  very  difficult  and  eventually 
unpredictable  when  more  than  one  device  was  tested,  The  error 
factors  were  determined  by  obtaining  curve  tracer  photographs  of 
a  particular  MESFET 's  I-V  curves.  Later,  the  same  MESFET  was 
applied  to  the  Singer  tester  for  testing.  Values  of  1^  at  a  value 
of  VGS  (in  0 .  IV  steps)  v:ere  obtained  with  VDS=0.5V,  '  The  same 
values  of  VGS  (at  VDS  =  5.0V)  were  observed  on  the  photograph 
and  the  value  of  ID  at  that  VGS  was  recorded.  The  error  factor 
was  obtained  by  the  following: 

ERROR  FACTOR  =  Actual  ID/Experimental  TD  (29) 

An  example  and  further  discussion  is  presented  in  Appendix  L. 
HAND/NOR  Gate  DC  Parameter  Measurement 

The  remainder  of  this  chapter  will  be  devoted  to  the  presenta¬ 
tion  of  results  obtained  from  the  testing  of  the  GaAs  MESFET 
circuits  of  Figure  19.  It  is  recognized  that  the  data  are  corrupted 
by  the  current  measurement  inaccuracy  of  the  Singer  system.  The 
devices  tested  were  the  SOURCE  FOLLOWER,  CURRENT  SOURCE,  and 
ACTIVE  LOAD.  The  DC  parameter,  BV ,  was  not  tested  due  to  the 
accuracy  of  the  equipment.  The  SINGLE-'  GATE,  DUAL  GATE,  and 
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DIODE  devices  also  were  not  tested  on  the  Singer  due  to  this 
problem.  The  TEST  and  PROBE  RESISTORS  were  not  tested,  but 
could  be  easily  tested  using  the  simple  program  presented  in 
Chapter  IV, 

An  attempt  will  be  made  to  demonstrate  that  the  MESFET 
program  is  theoretically  sound.  This  demonstration  was  attempted 
in  the  JFET  test,  and  it  was  hoped  that,  given  the  equipment 
problem,  tests  of  the  MSSFET  devices  would  also  be  successful. 

The  most  important  and  sophisticated  parameter  to  measure  was 
the  pinch-off  voltage  of  a  device.  An  attempt  was  made  to  reach 
this  point  despite  the  current  measuring  error  of  the  Finger, 

With  the  equipment  problem  unresolved,  ID  measurements  made  at 
each  VGS  step  must  be  in  error  and  in  turn  VP  will  obviously 
be  in  error.  A  statistical  analysis  of  DC  parameter  data  obtained 
from  the  tests  will  not  be  presented  since  the  validity  of  the 
numerical  results  is  questionable . 

SOURCE  FOLLOWER  DC  Parameter  Measurements,  Several  SOURCE 
FOLLOWERS  were  tested  using  the  curve  tracer  prior  to  testing 
them  on  the  Singer.  Testing  the  devices  on  the  curve  tracer  first 
provided  the  opportunity  to  determine  which  devices  would  be 
favorable  to  test  on  the  Singer,  SOURCE  FOLLOWERS  that  exhibited 
somewhat  linear  characteristics  in  both  the  saturation  and  ohmic 
regions  as  well  as  those  that  achieved  pinch-off  were  selected 
for  further  Singer  testing.  The  primary  objective  in  the  MESFET 
program  development  was  to  simply  obtain  a  device  that  exhibited 
a  favorable  I-V  curve  and  test  it  further  on  the  Singer.  Many 


devices ' 


I-V  curves  Indicated  that  they  would  never  reach  pinch- 


off  or  would  reach  breakdown  prematurely.  These  devices 
were  not.  aggressively  sought  after  since  the  VP  was  the  most 


important 

(and 

difficult )  pa 

rameter  to 

obt: 

ain  on 

t  he  2  i 

As  can 

be 

seen 

in  Table 

VI,  VF  =  -3 

.  5V 

at  0 . 

4mA  was 

obtained  u 

sing 

the 

curve  tra 

cer  whereas 

VP 

could 

not  be 

reached  using  the  Singer.  The  indicated  limit  set  to 
reach  the  value  of  VP  =  -3.0V  at  ID  =  1,46787  m.A  demonstrates 
theinaccuracy  of  the  system.  It  can  be  seen  that  the  ID 
obtained  is  actually  10. 93?  of  ID3S.  The  proper  VP  would 
have  never  been  reached  using  the  limit  of  0.5?  1  ID  £  1.5?. 

It  is  important  that  the  same  limit  to  test  VP  for  every 
MESFET  is  used.  If  not,  the  purpose  of  testing  many  devices 
automatically  would  be  defeated  since  a  standard  limit  must  be 
used.  With  the  Singer's  inaccuracy,  it  was  impractical  to  attempt 
to  define  standard  limits  to  obtain  VP.  Limits  of  as  much  as 
0.5%  *  ID  £  10.0?  were  used  to  test  the  SOURCE  FOLLOWERS  (as 
well  as  other  MESFETs ) .  ID  reached  the  limit  eventually,  but 
the  wrong  value  of  VP  was  obtained.  A  limit  such  as  the  one  used 
above  is  very  inaccurate  whereas  a  limit  such  as  0,5  ■£  ID  ^  1,5? 
Increases  the  accuracy  of  VP.  An  ID  of  0.4mA  (2.5?  of  IDSS)  for 
VP  =  -3.5V  was  obtained  using  the  curve  tracer  which  was  2.5? 
of  IDSS.  It  seems  at  this  point  that  even  if  the  Singer  were 
functioning  properly,  standard  limits  would  not  be  practical. 
VP(Figure  33)  was  achieved  using  the  curve  tracer  regardless  of 
the  theoretical  1%  of  IDSS  rule.  It  also  seems  now  that  this 
problem  could  be  in  the  accuracy  of  the  curve  tracer  or  the  device 
itself.  The  problem  demonstrates  that  a  standard  limit  for 
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Figure 

33. 

SOURCE  FOLLOWER 

'A' 

I-V  Characteristics. 

1 

Table 

VI. 

SOURCE  FOLLOWER 

'A' 

1 

DC  PARAMETERS 

DEVICE:  SOURCE  FOLLOWER 


METHOD 


VDS(V) 

IDSS(mA) 

RO(Ohms) 

RS (Ohms ) 

LIMITS 

VP(V) 

ID(mA) 

GM(mill imho ) 


0.0 

-0.5 

-1.0 

-1.5 

-2.0 

-2.5 

-3.0 

-3.5 


CURVE  TRACER 

SINGER 

%  ERROR 

5.0 

4 . 99 

0.2 

16.0 

16.18 

1 .  OSS 

167.0 

140.0 

19-28 

7500.0 

7375.0 

1.69 

VP§  2.5%  OF  IDSS 

0. 52<ID<1. 57 

-3.5 

-3.0 

16.7 

0.4 

1 . 69 

76.3 

6.0 

5.70 

5 . 2 

ID(nA ) 

TP(mA) 

vW  :\HROR 

16.0 

16.  IS 

1.08$ 

12.6 

12.87 

1.6 

Q.6 

9.88 

2.32 

".0 

7.26 

3.71 

4  .  4 

4.95 

11.17 

2.0 

3.01 

50.5 

0.8 

1.68 

52.6 

0.5 

— 

-3.5  -3.0  -2.5  -2.0  -1.5  -1.0  -0.5  0.0 
VGS(V) 


Figure  39-  SOURCE  FOLLOWER  'A'  Transfer  Characteristic 


Table  VII.  SOURCE  FOLLOWER  'S'  DC  PARAMETERS 


DEVICE:  SOURCE  FOLLOWER ’D  ' 


METHOD 


mam 

SINGER 

1  ERROR 

VDS(V) 

5.0 

4  .  QQ 

0.2 

IDSS(mA) 

8.8 

9.66 

8.9 

RO ( ohms ) 

192.3 

215.8 

10 . 88 

RS ( ohms ) 

15,000 

14 ,000 

29 . 0 

LIMITS 

VPS  2.27%  of  IDSS 

G.5"r<ID<1.55 

VP(V) 

-3.5 

— 

ID(mA) 

0.2 

— 

GM(mil limb. os  ) 

3.47 

7.1? 

11.2 

ID(mA) 

ID  f  mA ) 

0.0 

9.0 

9 . 66 

6.85 

-0.5 

7.2 

7.70 

6.58 

-1.0 

5.4 

6.44 

16 .15 

-1.5 

3.8 

4 . 61 

17.7 

-2.0 

2.2 

3-27 

32,75 

-2.5 

1.0 

2.16 

53.75 

-3.0 

0.4 

1.50 

7  3.40 

-3-5 

0.2 

1 . 29 

89.57 
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dot  era  In  inf,  V 
with  accuracy 


would  be  dim  cull  to  obt  air:  o.u  tir-  Rirg'-r 
n  current  measurement  and  oven  none  no  wit  ho 


the  accuracy. 


Other  parameter:*,  depicting  SOURCE  R 01, LOWER  ’A*  car. 
be  seen  in  the  table.  Figure  39  depicts  VAR  versus  1 R ,  The 
figure  indicates  that  the  Ringer  shows  some  accuracy  at  high 
currents,  but  is  low  at  low  currents  toward  pinch-off.  A 
percentage  error  in  the  table  indicates  the  accuracy  r  roble.v.  as 
ID  is  decreased. 

SOURCE  FOLLOWER  ’S’  results  are  shown  in  Table  VII  and  in 
Figures  40  and  4l .  The  limit  was  set  at  0.:j9  ID  1.59  for 
the  Singer.  Id  never  reached  within  the  set  limit  and  therefore 
VP  was  not  obtained.  The  program  simply  bypassed  the  expected 
VP.  The  value  of  ID  at  VGS  =  -3.5V  is  1. 29610mA  at  13.45  of 
IDSS.  This  indicates  that  the  standard  limit  would  not  apply 
with  the  Singer's  accuracy.  Figure  4l  depicts  VOS  versus 
ID  with  the  percentage  error  indicated  in  Table  VII  including 
other  measured  parameters. 

CURRENT  SOURCE  DC  Parameter  Measurement 

A  CURRENT  SOURCE  was  tested  using  the  Singer  tester 
with  the  results  shown  in  Table  VIII.  The  I-V  characteristics 
of  the  MESFET  as  measured  on  the  curve  tracer  are  shown 
in  Figure  42. 

As  can  be  seen  in  the  table,  the  percentage  error  varies 
somewhat  and  does  not  show  consistency  as  ID  decreases.  A 
graphical  representation  can  be  seen  In  the  transfer  characteristic 
of  the  CURRENT  SOURCE  as  shown  in  Figure  44, 
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Figure  42.  Current  Source  I-V  Characteristics. 


Table  VIII.  CURRENT  SOURCE  DC  Parameters. 


DEVIC?::  CURRENT  SOURCE 


METHOD 

DC  PARAMETER 

CURVE  TRACER 

SINGER 

5 ERR OR 

VDS(V) 

5.0 

4.99 

0.2 

IDSS(mA) 

11.6 

14 . 29 

13.2 

RO(ohms ) 

166 

182 

9.6 

RS ( ohms ) 

7500 

4525 

39.7 

VP(V) 

3.0 

— 

ID(mA) 

0.6 

— 

GM(millimhos) 

3.7 

4 .451 

lb .  3 

Limits 

VP§  3 • 9%  of  IDSS 

0 . 5°S <_ID<1 . 5- 

VGS(V) 

ID(mA) 

ID(mA) 

5  ERR  OR 

-0.0 

11.6 

14.29 

-0.5 

9.0 

11.4 

21 . 0 

-1.0 

7.0 

8.80 

20 .45 

-1.5 

5.0 

6.38 

21.6 

-2.0 

3.0 

4.27 

29-7 

-2.5 

1.6 

1.62 

1 . 20 

-3-0 

0.6  | 

1.38 

56.5 
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Figure  43.  CURRENT  SOURCE  Transfer  Character: sti c . 
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ACTIVK  LOAD  DC  Parameter  Foasnro 

An  ACTIVK  LOAD  was  tested  with  the  results  shown  in 
Table  IX.  The  I-V  characteristics  of  the  MKCFKT  as  measured 
on  the  curve  tracer  are  shown  in  Figure  ;l-4.  Since  the  source 
of  the  ACTIVK  LOAD  is  shorted  to  its  ;ate,  VF  nor  CM  can  be 
tested , 

Summary 

In  this  chapter  results  obtained  through  the  automated 
testing  of  the  ME3FET s  of  Figure  19  were  compared  to  those 
measurement  results  using  a  curve  tracer.  The  results 
from  testing  the  devices  were  not  as  successful  as  . xpccted 
due  to  the  current  measuring  inaccuracy  of  the  finger.  As 
a  result  of  this  problem.  It  was  felt  that  continued  testing 
of  the  SINGLE  GATE,  DUAL  GATE,  and  DIODE  programs  as  well  as  the 
BREAKDOWN  VOLTAGE  subroutine  would  not  yield  significant  results. 
The  TEST  and  PROBE  RESISTORS  were  not  tested,  but  should  not 
be  difficult  to  test  If  the  program  presented  in  Chapter  IV  is 
used.  It  is  hoped  that  with  the  Singer  tester's  accuracy  problem 
removed,  better  results  will  be  obtained. 

Chapter  VI  will  now  be  devoted  to  discussing  the  capabilities 
and  limitations  of  the  Singer  tester.  A  simple  system  design 
to  provide  the  Singer  with  a  dynamic  testing  capability  is  also 
presented . 
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Figure  44.  ACTIVE  LOAD  I-V  Characteristics. 


Table  IX.  ACTIVE  LOAD  DC  Parameters 


DEVICE : 


ACTIVE  LOAD 


METHOD 


DC  PARAMETER 


VDS ( V . 
IDSS(mA) 
RO(ohms ) 
RS ( ohms ) 


CURVE  TRACER 

17.0 

156 

7500 


SINGER 


A  .99 
20.0 
172 
4500 


;  ERROR 

0 . 2 

15.0 
9-3 
4  0 . 0 


1 


VI. 


CAPABILITIES  AMD  LTMITATlOrif  OF 


TEE  sieger  TESTER 

In  the  previous  two  chapters,  procedures  to  test  the  DC 
parameters  of  an  JFET  and  MESFET  usinr  the  Singer  tester  were 
developed  and  measurements  obtained  for  most  of  these  parameters. 
An  attempt  was  made  to  prove  that  the  Singer  was  capable  of 
testing  the  static  DC  parameters  of  a  JFET  and  MESFET.  This 
capability  had  never  been  proven  before.  The  results  obtained 
were  not  speetular  since  the  Singer  encountered  measurement 
accuracy  problems.  With  an  improved  measurement  accuracy, 
a  better  idea  of  the  Singer’s  capability  in  the  area  of  JFET/ 
MESFET  DC  parameter  testing  will  be  obtained. 

The  purpose  of  this  chapter  is  to  study  the  capabilities 
and  limitations  of  the  Singer  tester.  These  will  be  determined 
by  information  published  in  the  Singer  manual  (Ref  21), 
tests  conducted  to  study  the  voltare  output  characteristics 
of  the  Singer  and  the  principle  results  of  the  testing  of  the 
MESFET  (Chapter  V)  and  tne4-bit  accumulator  (Appendix  J). 

Published  Specifications  of  the  Singer  Tester’ 

According  to  the  preliminary  draft  written  by  Singer  for  the 
tester  (Ref  21),  the  system  is  capable  of  performing  full  DC 
parametric  testing,  data. plotting,  data  logging,  and  data  analysis 
on  semiconductor  circuits  (integrated  and  discrete)  as  well  as 
resistors  (integrated  and  discrete).  These  tests  can  be  performed 
at  the  wafer  level  using  the  TAC  Automatic  Probe  Unit  (See 
Appendices  C  and  G)  or  at  the  packaged  circuit  level.  Packaged 
circuits  can  be  directly  inserted  in  the  system’s  performance 
board.  Singer  developed  the  tester  for  the  initial  purpose 
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of  testing  transistors,  integrated  circuits  and  resistors. 

The  Singer  tester  has  the  capability  to.  perform  DC  measure¬ 
ments  on  the  devices  indicated  below. 

Bipolar  Transistors.  The  following  DC  parameters  can  be 
measured  on  the  Singer: 

A.  ( small-signal  current  gain)  as  a  function  of  Ig 
(typical  I  =  lOOpA  to  100mA). 

B.  H  as  a  function  of  T  (typical  I  =  lOOpA  to  100mA). 


FE 

C.  V  as  a  function  of  I„  (tvpical  I„ 
BE  E  E 


lOpA  to  10mA) 


D.  (typical  0  to  10V,  0  to  1mA,  with  independently 
adjustable  voltage  and  current  limits). 

E.  b^cqo  0  to  100V ,  0  to  1mA,  with  independently 

adjustable  voltage  and  current  limits). 

F.  b^cE0  ^yP^-ca-'  0  to  32V,  0  to  1mA,  with  independently 
adjustable  voltage  and  current  limits). 

G.  BV^^  (typical  0  to  32V,  0  to  1mA,  with  independently 
adjustable  voltage  and  current  limits). 

H.  BVp0  (typical  0  to  100V,  0  to  1mA,  with  independently 


I. 

J.  I 


adjustable  voltage  and  current  limits). 

(lOOpA  to 
c 

(typical  lOOpA  from  0  to  12V). 


^CS(sat)  as  a  functi°n  °f  Ic  (lOOpA  to  100mA), 


as  a  function  of  V^q 


K,  as  a  function  of  V^c  (Typical  lOOpA  from  0  to  32V). 

L.  ^£30  as  a  function  of  V^q  (typical  lOOpA  from  0  to  6V )  . 
Integrated  Circuits.  The  following  DC  parameters  for  medium- 
scale  integrated  circuits  can  be  measured  on  the  Singer: 

A.  Input  leakage  currents. 

B.  Input  level  voltages. 


Ill 


C.  Input  threshold  v  1 1  a  v-:  . 

D.  Output-  level  vulture::. 

E.  Output  f an out n. 

F.  Total  device  supply  ■  . 

G.  Supply  and  bias  vdpiv.'. 

H.  Supply  volt  age  van  1  at  '  'V.  ;•>  nr  '  t  ’  v  ‘  :  y  . 

Inter, rated  (and  Pi  sev't  e  ^  ’-or  !  r*  -■■•r. .  f  - 1 1  rwl  n.-  c  ha ’-ac-t  er¬ 

istics  can  be  determined  on  t  he  S:  a : 

A.  Absolute  value  of  resistance  (typical  1C  ohms  to  lOCfc.  o 

B .  Ratio  bet v:e or:  an y  t v;o  r •: s  1st  ora  . 

For  further  information  conn  min  -  st  eel  float  1  one.  and 
characteristics  of  the  Singer  tester,  fee  Appendix  B. 

Singer  Voltage  Output  Gharact  orl  r  tics  and  High  Speed  Ter  ting 
Capability 

Tests  were  conducted  to  determine  the  voltage  output- 
characteristics  of  the  Singer  tester.  Of  primary  interest  in 
the  study  of  these  characteristics  is  the  frequency  at  which 
the  Singer  power  supplies  can  bo  turned  on  and  off  which 
results  in  the  formation  of  square  waves.  To  form  these  square 
waves  requires  the  development  of  a  simple  program  to  switch 
a  supply  on  and  off  in  an  infinite  loop.  A  program  to  obtain 
the  output  of  Figure  ^5  is  as  follows. 

100:  Program  A 

110  ENABLE  VS 5 

12  0  CLOSE  G!JD :  VS5 

130  COM  GND  J4 0  ;  VS 5  ;>2 

1 h0  SET  V55  0.0V,  SC. 0mA 
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150 

SET  VS 5  5, 

,ov. 

20.0mA 

160 

SET  V55  0- 

,ov. 

20.0mA 

170 

GOTO  140 

180 

END 

The  program  is  designed  to  switch  the  VS5  power  supply 
from  0.0V  to  5.0V,  back  to  0.0V  and  then  repeat  the  process 
until  the  programmer  depresses  the  'BREAK'  switch  on  the  TT  Silent 
700.  According  to  Figure  45,  the  period  of  the  square  wave  is 
approximately  17  m3  for  a  frequency  of  53  II2.  The  output 
voltage  square  waves  were  obtained  by  connecting  an  oscilloscope 
across  a  1000  ohm  resistor  which  is  in  turn  connected  to  pins 
40  and  1(2.  The  amplitude  of  the  square  wave  signals  is  5V. 

The  width  of  each  square  wave  is  approximately  9ms. 

Figure  46  depicts  the  output  of  V?5  when  the  following 
program  is  used: 


100: 

Program  ' B ' 

11C 

ENABLE  VS 5 

120 

CLOSE  GND 

130 

CLOSE  VS 5 

140 

CON  VS 5  11 2 

150 

CON  VS 5  42 

160 

SET  VS 5  5.0V 

170 

DIS  GND 

180 

DIS  VS5  40 

190 

GOTO  140 
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200  END 


The  oscilloscope  was  connected  as  before.  As  can  be  seen 
the  period  of  each  square  wave  is  approximately  at  a 

frequency  of  6?. 5  Hz,  and  an  amplitude  of  5.0V. 

It  is  very  obvious  that  the  Singer  Is  not  capable  of  ar.v 
form  of  high  speed  testing.  To  test  WESPETs  at  the  wafer  level 
dynamically  would  require  a  signal  source  of  3  to  6 G H z .  The 
Singer's  dynamic  capability  is  therefore  practically  nonexistent. 

The  Singer  deoends  directly  on:  the  data  transfer  rate 
(direct  memory  access  (DMA)  at  275,000  words  per  second  (P.ef  23) 
within  the  Varian  computer,  delay  over  the  bus  between  the 
Varian  and  the  power  supplies,  and  the  slew  rate  (approximately 
1  V/inS  (Ref  21))  of  each  power  supply.  Additionally  delay 
exists  in  commanding  the  matrix  system  to  switch  to  the  desired 
pins.  Taking  all  of  this  into  account  indicates  that  in  order 
to  perform  any  type  of  automated  high  speed  testing  would 
require  the  use  of  an  external  signal  source.  Such  a  source 
would  be  connected  to  the  Singer  via  the  external  instrument 
patch  panel.  The  source  could  then  be  brought  under  computer 
control  through  required  programming.  The  source  would  simply 
be  switched  on  externally.  A  COD  (CONNECT)  command  such  as 

CON  EXT  A  4 2 

would  simply  connect  the  source  at  ’EXT  A’  on  the  patch  panel 
to  pin  42. 

Due  to  the  extremely  small  wavelengths  at  3-5  GHz  needed 
to  dynamically  test  the  NAND/iJOR  circuit  of  Figure  19  (unpackaged) 
a  test  fixture  other  than  the  one  (probe  card  and  TAC  probe 
controller)  used  for  DC  parametric  testing  on  the  Singer 
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must  be  used.  The  use  of  probes  and  the  cable  conn>  ct ::  on 
them  and  the  system  i erformnneo  board  of  the  f  i  nger  v::  fid  c-  o'a..:..y 
introduce  considerable  delay  and,  of  course,  undesirable  ■muo::- 
tance  and  inductance.  In  order  to  poi’forr:  automated  dynamic 
testing  us inp  the  finger  would  require  a  test  fixture  u  .*  j : : r* 

coplar.ar  50  ohm  transmission  lines  (Ref  4:35).  Using  this  type  of 
test  fixture  would  require  that  each  chip  be  tested  separately 
within  the  fixture.  This  means  that  each  chip  to  be  tested  must 
be  diced  from  the  wafer.  Some  means  of  measuring  the  output  sig¬ 
nals  of  the  NAN D/NOR  circuit  and  recording  their  character! at i cs 
would  be  needed.  Additional  equipment  would  be  needed  in  order 
to  perform  dynamic  testing  using  the  Singe:’.  Figure  4  7  shows 
a  simple  block  diagram  of  a  proposed  dynamic  testing  system. 

Referring  to  Figure  4  7,  it  can  be  seen  that  via  the  instrument 
board,  the  Varian  controls  the  matrix  system  and  two  tri-state 
buffers.  As  shown  an  appropriate  signal  source  (for  frequencies 
up  to  at  least  5  GHz)  is  connected  to  the  external  patch  panel. 

The  output  frequency  of  the  signal  source  should  be  preset.  Py 
program  control  such  as  a  CON  EXT  A  42  (if  the  signal  source 
is  connected  to  EXTERNAL  PORT  A)  command,  the  signal  source  will 
be  connected  to  pin  42  of  the  matrix  system.  The  A  incut  (Vn„ ) 
of  the  single  gate  of  Figure  1(a)  can  be  connected  to  pin  42 
via  an  appropriate  transmission  line.  The  output  of  the  single 
gate  could  then  be  applied  (with  an  appropriate  transmission 
line)  to  a  measuring  instrument.  The  instrument  will  measure 
the  output  voltage  of  the  MESFET.  The  Varian,  via  the  instrument 
control  board  would  signal  the  tri-state  buffer  to  output  the 
measured  voltage  (the  voltage  should  be  A/D  converted  at  the 
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gure  47.  Proposed  Dynam 


measuring  instrument)  to  thy  matrix  system.  The  voltage  v;ould 
then  be  transferred  to  the  line  printer  or  teletype  upon 
reaching  a  print  command .  As  for  the  magnetic  tape,  the  voltag 
would  be  transferred  to  it  upon  the  execution  of  a  STORK  Connor; 

It  should  be  mentioned  that  the  Varian  may  not  be  able  to 
handle  the  rate  of  data  obtained  through  the  high-speed  dynamic 
testing  of  GaAs  MESFETs .  It  would  therefore  bo  necessary  to  ad 
a  storage  buffer  between  the  tri-state  fubber  and  the  measuring 
instrument . 

The  previous  discussion  of  Figure  4 7  has  been  kept  simple 
due  to  the  many  variables  involved.  In  order  to  test  all  of 
the  MESFETs  of  Figure  1(a),  the  text  fixture  must  be  built  to 
provide  inputs  and  outputs  for  each  MESFET.  The  transmission 
lines  and  matrix  system  will  certainly  attenuate  arid  delay  the 
input  signals,  requiring  corrections  to  be  taken  into  account. 

The  simple  design  of  Figure  ^7  is  a  proposed  method  to  in¬ 
corporate  dynamic  testing  into  the  Singer  tester.  The  design 
may  be  incomplete,  of  course,  but  serves  as  a  basis  for  future 
development  (beyond  this  thesis).  It  is  certain  that  changes 
to  the  system  design  will  be  necessary. 

One  problem  that  exists  with  this  system  is  the  fact  that 
a  test  fixture  must  be  developed  for  each  chip  to  be  tested. 
With  this  situation,  it  seems  that  the  goal  of  automatically 
testing  a  MESFET  dynamically  and  recording  the  data  in  an 
efficient  manner  may  be  defeated.  This  is  due  to  the  fact 
that  the  Singer's  primary  interface  for  testing  devices  at 
the  chip  or  wafer  level  is  via  a  probing  system  such  as  the  one 
used  to  test  the  DC  parameters  of  the  MESFET.  Additionally, 
the  Singer  is  designed  to  test  many  chips  on  a  wafer,  but  to 
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dynamically  test  a  MESFET  chip,  as  mentioned  before,  requires 
that  each  chip  be  tested  separately.  However,  with  the  system 
design  of  Figure  4  7  (or  a  modification  thereof)  ,  the  capability 
would  exist  to  record  the  dynamic  test  data  via  magnetic 
tape  as  can  be  done  with  static  data.  The  modified  Singer 
test  system  would  therefore  provide  the  capability'  to  record 
data  efficiently  for  one  chip  at  a  time.  The  Singer  would 
also  provide  an  integrated  or  unified  capability  for  testing 
both  DC  and  dynamic  parameters. 

Figure  11  7  indicates  that  output  voltage  measurements  only 
can  be  made.  With  reasonable  effort,  a  frequency  measurement 
capability  to  determine  propagation  delay  could  also  be  designed 
and  implemented. 

Limitations  of  the  Singer 

As  determined  in  Chapter  V,  the  Singer,  at  the  time  of  the 
MESFET  testing,  lacked  the  capability  to  measure  currents  as 
low  as  0.  2mA.  This  is  due  to  the  fact  that  the  current  measuring 
subsystem  required  extensive  calibration  which  could  not  be  done 
easily  by  government  personnel.  With  the  subsystem  calibrated 
by  the  manufacturer  and  with  the  power  supplies  also  calibrated, 
the  Singer's  accuracy  should  be  improved.  With  this  current 
measurement  problem,  proper  pinch-off  voltages  could  not  obtained. 

From  experience  through  testing  the  ^-bit  accumulator  of 
Appendix  J,  it  can  be  concluded  that  the  Singer  does  not  have 
the  capability  to  provide  more  than  one  pulsed  signal  (at 
different  sequences)  at  a  time,  at  any  frequency.  The  phase 
clock  signals,  Phase-1  and  Phase- 2,  are  examples  of  this  limi¬ 
tation.  This  problem  is  due  to  the  programming  of  the  Singer 
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to  provide  a  sequence  of  these  signals  in  Figure  69  as 
well  as  the  power  supplies'  capability  to  provide  the  desired 
delay  between  each  pulse.  The  period  of  each  pulse  is  very 
difficult  to  control  and  may  be  accomplished  by  using  DELAY 
commands.  This  method  was  used  and  poor  results  were  obtained. 
Summary 

The  capabilities  and  limitations  of  the  Singer  tester  were 
not  fully  explored.  Other  cases  may  arise  beyond  the  scope 
of  the  thesis  that  may  reveal  more  information  of  the  Singer. 
From  the  information  presented,  it  is  obvious  that  the  Singer- 
tester  cannot  dynamically  test  devices.  The  only  method  to 
provide  a  pulsed  signal  is  through  programming.  Figure  ^4 7 
provides  a  basic  approach  to  add  a  dynamic  capability  to  the 
Singer  tester.  In  Chapter  VII,  conclusions  derived  from  the 
experiences  and  results  obtained  through  testing  as  well  as 
recommendations  which  might  lead  to  further  investigation  will 
be  presented. 
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VII . 


CONCLUSION'.".  AND  Kh 


An  attempt  has  been  made  to  provide  AFWAL/AsADE  the 
capability  to  automatically  test  the  DC  parameters  of  GaAs 
MESFET  NAND/NOR  logic  circuits  at  the  wafer  level  using  the 
Singer  tester.  A  computer  program  was  developed  based  on  FF.T 
theory  using  the  Singer's  available  software.  Results 
obtained  through  the  application  of  the  program  to  actual 
devices  have  been  presented.  It  is  recognised  that  the  data 
obtained  is  inaccurate.  This  is  a  result  of  the  Singer 
measuring  system  inaccuracies.  Therefore,  the  reliability 
of  the  Singer  is  low  and  requires  an  additional  effort 
in  repairing/calibrating  the  measuring  system  (range 
amplifier,  digital  voltmeter)  in  order  to  acquire  worthwhile 
test  results. 

A  study  of  the  capabilities  of  the  Singer  has  been 
conducted.  The  Singer  presently  does  not  have  the 
capability  to  perform  dynamic  testing;  however,  the  system  can 
be  expanded  to  perform  in  this  area. 

A  DC  model  of  the  GaAs  MESFET  has  been  proposed  and 
evaluated  for  its  ability  to  predict  DC  parameter  data  obtained 
using  the  Singer  tester.  An  analysis  of  the  model  has  been 
conducted  with  results  to  demonstrate  the  model's  potential 
in  predicting  the  DC  parameter  data. 
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VII.  CONCLUSIONS  AND  RECOMMENDATIONS 


Conclusions 

An  attempt  has  been  made  to  provide  AFWAL/AADE  the 
capability  to  automatically  test  the  DC  parameters  of  GaAs 
MESFET  N  AND /NOR  logic  circuits  at  the  wafer  level  using  the 
Singer  tester.  A  computer  program  was  developed  based  on  FET 
theory  using  the  Singer's  available  software.  Results 
obtained  through  the  application  of  the  program  to  actual 
devices  have  been  presented.  It  is  recognized  that  the  data 
obtained  is  inaccurate.  This  is  a  result  of  the  Singer 
measuring  system  inaccuracies.  Therefore,  the  reliability 
of  the  Singer  is  low  and  requires  an  additional  effort 
in  repairing/calibrating  the  measuring  system  (range 
amplifier,  digital  voltmeter)  in  order  to  acquire  worthwhile 
test  results. 

A  study  of  the  capabilities  of  the  Singer  has  been 
conducted.  The  Singer  presently  does  not  have  the 
capability  to  perform  dynamic  testing;  however,  the  system  can 
be  expanded  to  perform  in  this  area. 

A  DC  model  of  the  GaAs  MESFET  has  been  proposed  and 
evaluated  for  its  ability  to  predict  DC  parameter  data  obtained 
using  the  Singer  tester.  An  analysis  of  the  model  has  been 
conducted  with  results  to  demonstrate  the  model's  potential 
In  predicting  the  DC  parameter  data. 


Recommendations 


It  is  obvious  from  the  previous  discussion  that  many 
recommendations  can  be  made  to  provide  better  results 
than  those  presented  in  the  thesis.  The  first  and  foremost 
matter  than  should  be  resolved  is  to  remove  the  current 
measuring  inaccuracy  of  the  Singer  tester.  Work  has  been 
completed  in  repairing  and  calibrating  the  range  amplifier  and 
A/D  converter.  Power  supply  VS5  should  be  calibrated  so  as  to 
reduce  the  current  measuring  deviation  obtained  during  computer 
controlled  ca]ibration  runs.  VS4  can  be  used  instead  if  the 
calibration  runs  indicate  the  current  measuring  deviations 
to  be  lower  than  for  VS5 . 

The  pinch-off  voltage  subroutine,  VP,  should  then  be 
tested  using  a  Source  Follower  or  Current  Source  MESFET 
device  from  Figure  19.  Of  particular  interest  in  this  subroutine 
is  the  current  limits  obtained  in  the  LIMITS  subroutine.  A 
current  limit  such  as  1 0.05 %  of  IDSS  £  ID  £  1.0$  of  IDSS 
should  be  attempted  first .  It  is  recommended  that  several 
devices  be  tested  using  this  limit.  A  statistical  analysis  of 
the  results  should  be  made  indicating  how  many  devices  reach 
VP  at  this  limit.  This  limit  may  narrow  or  widen  depending  on 
the  results.  Comparison  should  be  made  with  the  I-V  curves 
obtained  on  a  curve  tracer.  An  extensive  investigation  should 
be  made  to  determine  a  ’standard',  current  limit  if  one  exists. 
This  'standard'  limit  must  be  applicable  to  all  devices  and 
cannot  be  changed  during  a  test. 


Secondly ,  the  SINGLE  GATE  (SGA)  and  DUAL  GATE  (DGE  and 
DGC)  devices  should  be  tested  using  the  SINGLE  GATE  and 
DUAL  GATE  subprogram  in  the  MESFET  program.  The  subprogram 
has  been  compiled  with  no  errors  of  particular  importance  again 
is  the  Singer's  capability  to  pinch  off  either  device 
according  to  the  presentation  made  in  Chapter  IV.  Unless 
pinchoff  is  obtained  for  each  device,  no  valid  results 
can  be  obtained  for  the  other  parameters  of  the  device. 

The  BREAKDOWN  VOLTAGE  (BV)  subroutine  has  been  compiled 
with  no  errors.  No  results  have  been  obtained  thus  far  and 
it  is  recommended  that  a  commercial  JFET  be  used  in  testing 
initially  to  avoid  destroying  a  MESFET.  This  subroutine 
should  be  tested  after  all  other  subroutines  have  been  tested 
and  statistical  results  have  been  obtained. 

Primary  emphasis  has  been  placed  in  developing  the  basic 
precedures  to  test  the  most  important  DC  parameters  of  the 
MESFET  devices.  These  were  IDSS,  RO,  RS ,  VP,  and  GM. 

These  parameters  can  be  measured  without  destroying  the 
MESFET  as  could  possibly  be  done  t,  esting  for  the  break¬ 
down  voltage.  Since  most  of  the  time  was  spent  in  developing 
and  testing  the  previously  mentioned  parameters,  actual  testing 
of  the  DIODE,  TEST,  and  PROBE  resistors,  and  the  SINGLE  and 
DUAL  GATE  device  programs  were  not  checked  out.  These  devices 
also  were  not  tested  since  the  Singer's  measuring  accuracy 
was  low. 

It  is  recommended  that  statistical  results  are  obtained  from 
the  testing  of  the  SOURCE  FOLLOWER,’  CURRENT  SOURCE,  and 
ACTIVE  LOAD  prior  to  testing  the  diodes,  resistors,  single  and 
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dual  gate  devices.  IDSS,  RO,  RS,  V?,  and  GM  are  the  most 
basic  and  important  parameters.  Successful  testing  of  the 
SOURCE  FOLLOWER,  CURRENT  SOURCE,  and  ACTIVE  LOAD  will 
provide  the  basic  foundation  for  testing  the  SINGLE  GATE 
and  DUAL  GATE  devices. 

In  order  to  record  the  large  amount  of  data  obtained 
through  testing  hundreds  of  devices  on  a  wafer,  commands  have 
to  be  added  to  the  MESFET  program  to  store  data  on  magnetic 
tape.  Additionally,  a  program  must  be  written  to  read 
data  from  the  tape  and  print  it  in  an  understandable 
manner . 

An  attempt  has  been  made  in  this  thesis  to  remedy  the 
deficiencies  initially  encountered  in  the  documentation  of  the 
Singer  tester  and  to  collect  for  convenient  reference  the 
information  needed  to  use  the  system.  The  results  obtained 
should  form  the  basis  for  further  development  aimed  at  providing 
the  full  test  capability  needed  in  the  GaAs  logic  program. 
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APPENDIX  A 


MANUAL  TESTING  OF  NANL/NOR  CIRCUIT  DEVICE'S  DC  PARAMETERS 


The  probe  station  used  to  manually  tent  the  DC  parameters 
of  the  devices  in  Figure  1(a)  and  2  is  shown  in  Figure  Ao  . 

The  configuration  needed  to  manually  test  the  devices  is  shov.'n 
in  Figure  48  and  photographically  in  Figure  49.  It  consists  of 
a  curve  tracer  oscilloscope,  the  probe  station,  and  camera, 
television,  and  interface  unit.  The  process  used  to  determine 
the  parameters  manually  is  shown  below: 

1.  Place  wafer  onto  vacuum  chuck  with  vacuum  on. 

2.  Connect  appropriate  probe  wires  from  probes  to  curve 
tracer.  On  curve  tracer,  let  C  =  Drain,  B  =  Gate,  E  =  Source, 

3.  Select  device(s)  that  appear  to  be  good  visually 
(cracked  pads,  distorted  gate  structures,  and  other  obvious 
distortions  were  observed  in  some  cases  and  the  devices  were 
not  tested ) . 

4.  Carefully  adjust  probes  so  that  they  are  touching 
the  appropriate  pads  using  Figures  2  and  50  as  reference. 

5.  Use  television  as  an  aid. 

6.  Set  curve  tracer  to  appropriate  switch  selections  to 
provide  proper  drain  and  gate  voltages  and  currents. 

7.  Turn  off  all  lights  in  room  including  probe  light. 

8.  Turn  curve  tracer  on  and  adjust  drain  voltage  until 
desired  I-V  curve  for  the  appropriate  device  appears.  If  not, 
remove  probes  carefully,  select  another  device  and  repeat  the 
process . 
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Manual  Testing :  Re  suit  s 

In  this  section,  the  results  obtained  and  probic-mt 


encountered  during  the  manual  test  in?;  of  the  GaA t 
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gate  chip  (Figure  2)  will  be  presented.  Manual  testing  of 
the  logic  gate  was  necessary  for  the  following  reasons: 

1.  Understand  the  characteristics  of  the  individual  devices 
of  the  logic  gate. 

2.  Determine  the  quality  of  the  individual  devices. 

This  would  make  possible  the  testing  of  devices 

known  to  be  good  on  the  Singer  Automated  Testing  System. 

3.  Provide  data  to  use  for  modelling  the  KE3FET . 

Obtain  a  spread  of  the  DC  parameters. 

The  DC  parameters  of  each  device  shown  in  Figure  1(a) 
were  tested  and  results  obtained  in  the  form  of  I-V  curves. 

The  devices  tested  were  the  following: 

Source-Follower 

Current  Source 

Active  Load 

Dual  Gate 

Single  Gate 

Schottky  Diodes 

Test  and  Probe  Resistors 

The  DC  parameters  of  particular  interest  for  the  MESFET's  were 


the  following: 
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R  . 
sat 

Breakdown  Voltage 

The  forward  and  reverse  threshold  voltages  for  the  three  Cchottky 
diodes  connected  in  series  as  well  as  the  ohmic  values  of  the 
probe  resistor  and  test  resistor  were  also  obtained. 

Source  Follower.  A  source-f ol lower ' s  I-V  curves  are  shown 
in  Figure  51.  Several  source-followers  were  tested,  and  it 
was  determined  that  Figure  51  would  depict  the  best  characteris¬ 
tics  obtained  for  a  source-follower.  It  can  be  observed  that 
excellent  linearity  in  the  ohmic  and  saturation  regions  was 
obtained.  From  the  photograph,  the  curve  tracer  settings  wore 
500pA/vertical  step  (1^),  2V/horisontal  step  (V^g)  arid  5 OOnV 
per  step  (Vgq).  The  top  curve  represents  Vgg  =  0.  Ingg  was 

obtained  at  about  3.85  mA.  The  transconductance,  g  ,  as  shown 

~-m 

in  the  photograph,  is  2  mmhos .  R  varied  from  1500  to  5000. 
Breakdown  voltages  were  obtained  at  drain  bias  voltages  of 
from  8  to  12  V. 

Current  Source.  The  current  source's  T-V  curves  are  shown  in 
Figure  52.  From  the  photograph,  it  can  be  observed  that 
the  current  source  tested  exhibited  linearity  in  the  ohmic 
region  and  the  saturation  region  below  V  =  -3V.  Between 
V„c  =  0  and  Vnc,  =  -3V,  the  device  seems  to  b°  trying  to  go 

uo  uo 


into  breakdown  prematurely  at  about  V  =  .  5 . 


Tss  ls  found 


to  be  about  10  ma  at  V'  ,  =  0  while  V  is  -87  at  In  =  0.1  ma. 

lio  P  J 

RQn  varies  from  250  ohm  to  an  extremely  high  resistance  at 
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Figure  51.  Manually  Tee  tod  Source  Follower  Charac¬ 
ter!  sties . 


Figure  52.  Manually  Tested  Current  Source  Charac¬ 
teristics. 


13*J 
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pinchoff  while  R  ,  varies  from  1100  ohm  to  an  extremely  high 
resistance  at  pinchoff.  Transconductance  as  shown  in  the 
photograph  is  2  mmhos. 

Active  Load.  An  Active  Load's  I-V  curve  is  shown  in  Figure- 
53.  With  the  gate  connected  to  the  source,  the  device  exhibits 
no  gain  characteristics  as  can  be  seen  in  the  photograph.  The 
Active  Load,  however,  exhibits  excellent  linearity.  The  device 
indicates  I  gg  to  be  approximately  17.0  raA  at  =  5.0V.  Several 

Active  Loads  were  tested  and  the  good  devices  tested  indicated 
similar  characteristics  as  those  shown  in  Figure  53. 

Dual  and  Single  Gates.  Several  dual  gates  and  single  gates 
were  tested  manually.  Prior  to  testing  these  devices,  the  dual 
gates  were  observed  to  determine  whether  or  not  the  gate  structures, 
were  damaged.  Many  of  the  gates  were  shorted  and  therefore 
would  not  be  able  to  provide  good  results.  AFWAL/ AADE  has  had 
problems  in  fabricating  good  dual  gates.  The  gate  structures 
were  difficult  to  fabricate  due  to  their  extremely  small  widths 
of  100  microns,  as  well  as  the  laboratory's  difficulty  in 
apply  metallization  to  the  gates  to  form  a  Schottky  barrier. 

The  characteristics  of  a  dual  gate  and  single  gate  of 
Figure  19  are  shown  in  Figure  5^.  The  gates  were  tested  by 


applying  voltages  to  the  A  and  C  inputs  using  a  curve  tracer. 

(No  input  voltage  was  applied  to  the  B  input).  As  shown  in  the 

figure,  was  obtained  at  about  27mA.  Pinchoff  occurred  at 

about  -8v  at  T  =  0.01mA.  Values  of  R  varied  from  75  to  150 
D  o 

ohms.  Rg  varied  from  200  to  500  ohms.  Transconductance  for 
the  device  is  5  mmhos. 
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Figure  •  Manually  Tooted  Dual  and  .dinr,!'-  dut>- 


T-V  Character  int '  cr, . 


136 


Schottky  Diodes. 


Schottky  diodes  (3) 


The  level  shifting 
connected  in  series  in  Figure  19  were  tested  and  the  results 
are  shown  in  Figures  55  and  56.  The  forward  threshold  voltage 
is  about  4v  and  0.5  mA  according  to  Figure  55*  The  reverse 
threshold  voltage  is  about  8\T  at  lyA. 

Test  and  Probe  Resistor  Measurement.  The  test  and  probe 
resistors  of  Figure  19  were  manually  tested  using  the  curve 
tracer.  The  results  are  shown  in  Table  X. 


Table  X.  Test  and  Probe  Resistors  Measurement  Results 


RESISTOR 

1(A) 

V  ( mV ) 

RESISTANCE (Kohms) 

TEST 

50 

500 

10 

57 

500 

8.7 

49 

500 

10.2 

PROBE 

360 

2.7 

400 

1 

2.5 

Summary 

As  a  result  of  testing  these  devices,  a  better  idea  as  to 
how  to  automate  the  manual  process  was  obtained.  It  was 
realized  that  automatically  testing  the  single  and  dual  gate 
devices  separately  would  be  difficult  due  to  the  fact  that 
either  device  must  be  pinched-off  before  the  other  can  be  tested. 
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THE  SINGER  AUTOMATIC  INTEGRATED  CIRCUIT 
TEST  SYSTEM 
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APPENDIX  B 


THE  SINGER  AUTOMATIC  INTEGRATED  CIRCUIT 
TEST  SYSTEM 


Descript  ion 

The  Automated  Integrated  Circuit  Test  System  is  capable  of 
performing  full  DC  parametric  testing,  data  logging,  data 
plotting,  and  data  analysis  on  itnegrated  circuits  (Ref  21). 
The  system  may  be  used  to  test  circuits  at  the  wafer  level 
using  a  TAC  (Transistor  Automation  Corporation)  Automated 
Probe  Unit  (Figure  65).  Discrete  components  can  be  tested 
on  the  system  as  well. 

The  primary  function  of  the  system  is  to  test  the  DC 
parameters  of  a  device  or  devices.  DC  parametric  testing  is 
defined  as  measuring  IC  voltages,  currents,  and  values  of 
IC  resistors  at  high  accuracy  and  at  low  stimulus  test 
frequencies  under  program  control. 

A  Varian  Omnitask  Minicomputer  utilizing  32K  core  of 
memory  controls  voltage  and  current  source  supplies,  necessary 
peripherals,  a  digital  voltmeter,  and  the  TAC  probe  mentioned 
above.  In  addition,  via  an  instrument  control  board,  the 
Varian  selects  the  individual  supplies  and  voltmeter  using 
a  complex  matrix  system  as  shown  in  Figure  57. 

A  block  diagram  of  the  entire  system  is  shown  In  Figure 
58.  A  photograph  and  drawing  of  the  Singer  system  are- 
shown  in  Figures  59  and  60. 

Test  System  Subsystems 

The  Singer  test  system  consists  of  several  subsystems 
which  together  provide  the  capability  of  forcing  voltages  and 
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CONNECT  MATRIX 


TAC  PROBE  INSTRUMENT 

CONTROLLER  *  620F/100  CPU  .  . - ►control  BOARD 


Figure  58.  Singer  Tester  System  Bloc 


currents,  as  well  os  conducting  DC  parameter  measurements 
(voltage,  current,  and  resistance).  In  addition,  a  DC 
switching  subsystem  is  included.  This  system  provides  the 
connection  of  any  of  the  voltage  or  current  sources,  common 
instrumentation  ground,  or  user  matrix  input,  to  any  one 
(or  more)  of  the  80  test  fixture  pins  under  test  program 
control  provided  by  the  Varian. 

DC  Voltage  Measurement  Subsystem.  The  DC  Voltage 
Measurement  subsystem  has  the  capability  to  measure,  under 
test  program  control,  DC  voltages  between  any  two  of  the 
92  test  pins  (80  measurement/forcing,  15  measurement  only 
pins,  1  user  matrix  input  pin,  and  1  common  instrumental ion 
ground  pin ) . 
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gure  60.  Physical  Layout  of  the  Singer  Automatic  Integrated  circuit  lest  System 


The  DC  voltage  measurement  capability  is  as  follows: 

A.  Ranges :  +  lOOmV  full  scale  to  +  200V  full  scale 

D.  Resolution:  +  0.001%  of  range 

C.  Accuracy:  +  0.01%  of  the  absolute  DC  voltage  present 

at  the  test  pin. 

D.  Input  Impedance:  at  least  10  megohms  on  all  ranges 

DC  Current  Measurement  Subsystems ,  The  DC  Current 

Measurement  subsystem  has  the  capability  to  measure,  under 
test  program  control,  DC  currents  drawn  by  a  device  (transistor, 
resistor,  diode)  connected  between  any  two  of  the  test  pins 
of  the  matrix. 

The  DC  current  measurement  capability  is  as  follows: 

A.  Range:  0  to  1.0  ampere. 

B.  Current  Measurement  Accuracy:  4_  If  of  actual  value. 

C.  Current  Limit  Range:  0  to  1.1  amp. 

D.  Current  Limit  Resolution:  Grange  x  amps. 

_ 

DC  Resistance  Measurement  Subsystem.  The  DC  Resistance 
Measurement  Subsystem  has  the  capability  to  measure,  under 
test  program  control,  the  DC  resistance  of  an  integrated 
circuit  or  discrete  resistor  connected  between  any  two  pins 
of  the  matrix. 

The  DC  Resistance  measurement  capability  is  as  follows: 

A.  Ranges:  10.0  ohms  full  scale  to  200k  ohms  full  scale. 

B.  Resolution:  +  0.001%  of  the  range 

C.  Accuracy:  +_  0.04%  of  the  absolute  resistance  between 

the  two  test  pins  being  measured. 

The  subsystem  uses  Kelvin  wiring  and  switching  techniques 
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in  order  to  provide  accurate  and  repeatable  resistance 
measurements.  In  addition,  the  subsystem  uses  a  4  terminal 
type  of  measurement  which  consists  of  two  DC  voltage  sense 
lines  and  two  ohms  "signal"  lines. 

The  subsystem  is  thus  configured  by  using  one  of  two 
constant  current  programmable  power  supplies  contained  in 
the  test  system  as  the  ohms  "signal"  lines,  measuring  the 
voltage  across  the  resistor  under  test  with  the  DC  voltage 
measurement  subsystem  and  using  the  System  controller  to 
calculate  the  resistance  in  ohms. 

DC  S t  .1  rr. u  1  u s  S  u. i > r y s t  •? m  .  The  DC  stimulus  subsystem 

provides  five  programmable  voltage  sources  (VS1-V55)  ana 
two  programmable  constant  current  sources  (CS1  and  CS2) 


as  shown  in  Figures  s?  and  58.  Each  source  is  independently 
programmable  in  various  modes  of  operation  which  will  be 
described  in  the  following  paragraphs.  Each  source  has 
internal  over-voltage  and  over-current  protection  and  makes 
use  of  a  floating  Kelvin  type  of  output  which  consists  of 
analog  high,  analog  laws ,  sense  high,  and  sense  low. 

Each  source  reduces  digital  noise  on  the  analog  output 
using  isolated  control  logic.  Additionally,  each  source 
contains  its  own  internal  memory  which  acts  as  a  storage 
buffer  for  programming  data.  The  output  of  each  source 
remains  constant  until  a  change  is  initiated  by  the  Test 
System  Controller. 
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The  programmable  power  supplies,  VS1,  VS2,  and  VS3  havc- 
the  following  sped! f ications : 

A.  Output  Voltage:  0  to  +  16.0V  in  1 . OmV  increments 

B.  Output  Current:  0  to  +  100mA,  Short-circuit  protected 

C.  Current  sink  capability:  +  50mA,  overload  protected 

D.  Accuracy:  0.01"  of  the  programmed  value  (which  depends 

on  the  condition  of  the  power  supplies 
due  to  calibration  inaccuracies  or  component 
failure  in  the  sources  themselves. 

E.  Load  regulation:  0.001" 

P.  Line  regulation:  0.001"  for  a  +  10"  change  in  line 

voltage . 

The  programmable  voltage  power  supply,  VS'I,  is  a  voltage 
forcing-current  measuring  DC  source  with  the  following  speci¬ 
fications  : 

A.  Output  voltage  ranges:  0  tc  +  32.0V  full  range: 

0  to  +  9.0V  in  1 . OmV  increments 
And  +8.0  to  32. OV  in  H . OmV 
increments . 

B.  Output  voltage  accuracy  of  programmed  value: 

+  0.5$  of  the  full  scale  voltage  range. 

C.  Output  Current  range:  0  to  +  100mA  minimum. 

D.  Current  measurement  ranges  and  resolution  requirements: 
FULL  SCALE 

MEASUREMENT  RANGES  RESOLUTION 


0  to  +  4 . Op A  +  InA 

0  to  +  32 . 0y A  +  10nA 

0  to  +  250pA  +  lOOnA 

0  to  +  2.0mA  +  lyA 

0  to  T  16. 0mA  +  10pA 

0  to  +  100.0mA  +  lOOpA 
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E.  Current  measurement  accuracy:  +  1.0%  of  the  actual  value. 
P.  Current  limit:  +  110. 0%  of  the  full  scale  current 

measurement  range. 

VS5  is  a  programmable  voltage  power  supply  and  it  functions 
as  a  voltage  forcing-current  measuring  unit  with  the  following 
designed  specification: 

A.  Output  voltage  ranges:  0  to  +  16.0V  full  range; 

0  to  +_  9.0  volts  in  l.OmV  increments;  and  +  8.0  to 
+  16.0  volts  in  4.0  mV  increments. 

B.  Output  voltage  accuracy  of  programmed  value:  +  0.2% 
of  full  scale  voltage  range. 

C.  Output  current  range:  0  to  +  1.0  Ampere,  minimum. 

D.  Current  measurement  capability:  0  to  +  1.0  Ampere. 

E.  Current  measurement  accuracy:  +  1.0%  of  the  actual 
value . 

F.  Current  limit:  +  110%  of  the  full  scale  current 
measurement  range. 

CS1  is  a  programmable  constant  current  source  and  functions 
as  a  current  forcing-voltage  measuring  unit  with  the  following 
specif icat ions : 

A.  Constant  current  output  (Programmable): 


FULL 

SCALE  RANGES 

RESOLUTION 

0  to 

+ 

500nA 

+ 

100  pA 

0  to 

+ 

5nA 

+ 

1  nA 

0  to 

+ 

32PA 

+ 

5  nA 

0  to 

+ 

250yA 

+ 

50  nA 

0  to 

+  2 

mA 

+ 

1  y  A 

0  to 

+ 

16mA 

+ 

3p  A 

0  to 

+ 

100mA 

+ 

20yA 
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B.  Programmed  accuracy  of  the  programmed  constant  current 


value:  +  1$  of  the  programmed  value. 

C.  Voltage  measurement  accuracy:  +2.0$  of  the  actual 
value,  from  0  to  +  32.0  volts  DC. 

D.  Voltage  output  range:  0  to  +  35  volts  minimum  (110$ 
of  the  full  scale  voltage  measurement  range)  with  a 
programmable  clamp  voltage  of  1.0V  increments  minimum. 

CS2  is  a  programmable  constant  current  source  that  functions 
as  a  current  forcing-voltage  measuring  unit  with  the  following 
specifications : 

A.  Constant  current  output  (programmable): 

PULL  SCALE  RANGES  RESOLUTION 

0  to  +  250p A  +  40  nA 


0  to  +  2  mA 


+  250  nA 


0  to  +  15  mA 


+  2  u  A 


0  to  +  100  mA 


+  15  pA 


B.  Programmed  accuracy  of  the  programmed  constant  current 

value:  +_  1$  of  the  programmed  value. 

C.  Voltage  measurement  accuracy:  +  G.2$  of  the  actual 
value  from  0  to  +  100  volts  DC. 

D.  Voltage  output  range:  0  to  +  110  volts,  minimum 
(110$  of  the  full  scale  voltage  measurement  range) 
with  a  programmable  clamp  of  1 . 0V  increments  minimum. 


System  Tost  Fj  xturo/Per formance  Board 

The  System  Test  Fixture/Perf ormance  Hoard  is  defined  as 
the  unit  which  interfaces  a  device  (integrated  circuit  (liST) 
elements  such  as  transistors,  resistors,  and  diodes,  discrete 
transistors  and  resistors  and  discrete  diodes)  under  test 
and  its  associated  "performance  circuits,"  to  all  measurement 
and  stimulus  subsystems  contained  in  the  test  system.  A 
performance  circuit  is  defined,  according  to  the  reference 
used,  on  a  per  pin  basis,  as  a 

"Special  circuit,  such  as  a  passive  lead,  an  active 
load,  a  capacitive  load,  or  a  special  interface  circuit, 
which  is  connected  to  some  pins  of  the  device  to  allow 
stimulation  of  realistic  device  operation  conditions 
during  the  test  procedure."  (Ref  21). 

DC  Switching  Subsystem 

An  11  x  80  (Kelvin  (2  wire)  high  reliability  shielded 
mercury  wetted  and  dry  reed  relay  matrix  is  provided  which 
allows  the  Kelvin  connection  of  any  of  the  sources  (VS1  through 
VS5,  CS1  and  CS2),  the  common  instrumentation  ground,  or  the  one 
user  matrix  input,  to  any  (or  more)  of  the  80  test  fixture 
pins  under  test  program  control  (Refer  to  Figure  57). 

Each  reed  relay  pair  (Kelvin  matrix  crosspoint)  in  the 
matrix  has  independent  storage  capability.  Independent  storage 
is  the  ability  to  remain  in  one  of  two  switched  state;;  (after 
initial  programmed  switching  by  the  test  system  controller)  without 
the  need  for  further  holding  commands  from  the  test  system  controller 
A  master  matrix  clear  line  is  provided  that  will  disconnect  all 
inputs  to  the  30  pins  of  the  tost  fixture  under  program  control. 
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All  cabling  connections  are  made  of  high  quality  shielded 

cable  with  shield  grounding  techniques  used  so  that  system  ground- 

loops  are  minimized. 

A  shielded,  92  input  (minimum)  2  wire  reed  relay  matrix  is 
provided  which  allows  the  two  inputs  (high  and  low)  of  the 
DC  Voltage  Measurement  Unit  to  be  switched  under  test  program 
control,  to  any  two  of  the  92  test  pins. 

Close  Relay  Matri x/External  Instrument  Multiplexer 

A  special  relay  network  is  provided  so  that  any  one  of 
the  instrumetns  (VS1-VS5  or  C SI  and  CS2)  can  be  replaced 
by  an  external  instrument  under  program  control  as  shown  in 
Figure  57.  The  matrix  is  designed  so  that  either,  but  not  both, 
VS1  or  External  A  device  may  be  closed  to  the  main  switching 
matrix  which  applies  to  all  instruments  except  for  the  DVM  bus. 

The  external  devices  can  be  alternate  power  supplies  that  remain 
at  a  voltage  or  current  value  determined  by  the  programmer  and 
are  not  programmed  by  the  programming  language.  The  Close 
Relay  Matrix  and  associated  matrix  sections  will  be  discussed 
further  in  Appendix  D. 

Instrument  Control  System 

The  Varian  Computer  transmits  signals  to  the  buffered  I/O 
controller  located  in  the  I/O  Expansion  Chassis  which  are  in  turn 
sent  to  the  Instrument  Control  rack  to  control  the  entire  system. 
The  Instrument  Control  rack  contains  receivers,  decoders,  and 
timing  circuits  to  control  the  7  power  supply  instruments,  close 
relay  matrix  box,  16  external  relay  drivers-  available  at  the  relay 
motherboard,  and  the  analog-to-digital  (A/D)  converter  Including 
the  ranging  control  on  the  A/D  input  amplifier. 
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Test  System  Controller 


The  user  programmed  Test  System  Controller  controls  all 
programmable  elements  contained  in  the  test  system  with  the 
following  characteristics: 

A.  Memory  capacity:  supplied  with  32K  works  within  the 

mainframe. 

B.  Memory  cycle  time:  1  psec  or  less. 

C.  Word  length:  1 6  bits. 

D.  Memory  addressing:  direct. 

E.  Supplied  with  a  ROM  bootstrap  loader. 

F.  Input/Output  channels:  Two  input/output  channels  are 
provided  to  allow  for  user  installed  test  instrumentation 
to  interface  to  the  test  system  controller.  Each  I/O 
channel  has  the  capability  to  input  16  bits  and 

output  16  bits  under  test  program  control  via  plug-in 
interface  cards.  This  enables  the  ability  expand  the 
the  capability  and  reconfiguration  of  the  test  system. 

G.  Controller  memory  has  the  ability  to  retain  stored 
information  for  one  week  without  test  system  power. 

H.  A  Direct  Memory  Access  Channel  (DMAC)  is  used  with  the 
dual  magnetic  disc  unit. 

I.  Necessary  time  delays  required  for  proper  operation 
of  all  test  system  instrumentation  can  be  generated 
under  test  program  control. 
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The  Test  System  Controller  consists  of  the  VAKIAM  620/f-lQ0 
minicomputer,  32K  memory  expansion  unit,  and  an  I/O  expansion 
chassis . 

System  Controller  Peripherals 

The  System  Controller  peripherals  are  shown  in  Figure  on 
the  far  left  side. 

Keyboard  Entry  and  Information  Printout.  Unit.  A  Texas 
Instruments  Silent  700  table-top  high  speed  teleprinter  is  used 
to  input  programs  required  for  real-time  testing.  The  teleprinter 
has  the  capability  to  transmit  and  receive  data  from  the  test 
system  controller  at  speeds  up  to  300  words  per  minute  or  30  cps. 
The  unit  is  sued  as  the  main  I/O  unit  for  the  controller. 

High  Speed  Paper  ^ape  Reader/Punch  Combination.  The  test 
system  is  supplied  with  an  optical  300  cps  paper  tpae  reader/ 
punch  combination  with  the  capability  to  operate  in  the  step  or 
continuous  mode.  The  reader  uses  an  8-level  code  while  the  punch 
is  capable  of  punching  75  characters  per  second  and  has  the 
ability  to  duplicate  the  tape  being  read  by  the  reader. 

Magnetic  Disc  Unit.  The  test  system  uses  a  moving  head  dual 
magnetic  disc  driver  unit  (PERTEC  3000)  which  uses  two  upper  and 
lower  disc  cartridges.  The  lower  disk  is  permanently  installed 
with  the  disk  driver  unit  itself  and  is  used  to  store  the  operating 
system  software  for  the  computer.  The  upper  disk  is  a  removable 
hard  pack  used  to  store  all  user  programs.  The  total  storage 
capability  is  at  least  2  million  16  bit  words. 


Information  Display  Terminal  . 


A  Tektronix  Mode]  4012-1 


Display  Terminal  (hard  copy  compatible)  is  supplied  with  the 
test  system.  The  unit  allows  input  and  output  of  alphanumeric 
data  and  the  output  of  graphic  data  at  an  input/output  data  rate 
of  9600  bits/sec.  The  display  terminal  use  is  that  of  scheduling 
DC  parameter  test  runs,  calibration  runs,  the  assignment  of  logical 
unit  names  to  the  peripehrals,  and  providing  the  user  (or  programmer 
the  ability  to  communicate  with  the  operating  system. 

Information  Display  Terminal  Hard  Copy  Unit.  A  Tektronix 
Model  4610  hard  copy  unit  is  connected  to  the  display  terminal. 

The  hard  copy  unit  produces  permanent  high-resolution,  dry  copies 
from  the  display  terminal. 

Magnetic  Tape  Unit.  A  WAMGCO  Model  10,  7  track  magnetic  tape 
unit,  is  supplied  with  the  system.  The  tape  unit  it  IBM  compatible 
and  has  a  data  density  of  556  (HI)/200(LO  CPI). 

Line  Printer.  The  Data  Products  Model  2410  Line  Printer 
(not  shown  in  Figure  58),  but  connected  to  the  I/O  Expansion 
Chassis)  is  sued  to  output  source  programs  as  well  as  data. 

Speeds  ranging  rrom  245  lines  per  minute,  and  132  columns,  to 
1110  lines  per  minute,  and  24  columns  of  printed  characters  from 
a  64-character  set  are  possible. 

TAC  Probe  and  Controller.  The  TAC  Probe  id  •  otroller  are 
discussed  in  Appendices  C  and  G. 


APPENDIX  C 

TEST  SYSTEM  SOFTWARE 
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TEST  SYSTEM  SOFTWARE 
Test  System  Software  Package 

The  test  system  is  furnished  with  a  software  package  to 
permit  the  user  or  programmer  to  write  test  programs.  The 
system  monitor  program  controls  the  overall  software  operation 
of  the  test  system  which  initiates  all  input,  output,  data 
analysis,  and  control  of  the  test  system  during  system  operation 
(Ref  21).  A  simple,  English-like  test  oriented  language  called 
Elucidate,  is  the  programming  language  for  the  system  and  will 
be  described  later  in  this  Appendix. 

Compiler .  On-line  program  translation  is  supplied  with  the 
test  system  by  the  software  package.  A  disc  resident  compiler 
configured  to  match  the  system  hardware  comprises  the  software 
package.  The  compiler  operates  in  the  batch  processing  mode 
in  conjunction  with  the  Source  Editor  for  corrections.  A  start 
execution,  RUN,  executes  the  test  program  after  it  has  been 
compiled  and  all  diagnostic  errors  removed. 

Editor .  In  addition,  on  on-line  test  program  editing 
capability  is  provided.  The  on-line  test  program  editor  allows 
the  programmer  to  change  or  add  instructions  or  test  sequences, 
and  delete  instructions  or  test  sequences  via  the  teleprinter 
keyboard . 

VORTEX  Operating  System.  An  on-line  magnetic  disc  operating 
system  is  also  included  in  the  software  package.  The  disc 
operating  system,  known  as  VORTEX  (Varian  Omnitask  Real-Time 
Executive)  is  capable  of: 
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A.  Loading  the  configured  test  system  software  into  core 
memory  from  the  disc. 

B.  Storing  test  programs  written  in  the  Elucidate  test 
language  onto  the  disc. 

C.  Loading  test  programs  from  the  disc  into  core  under- 
operator  and  test  program  control. 

D.  Executing  test  programs  under  operator  control. 

E.  Deleting  test  programs  on  disc. 

F.  Repacking  the  disc. 

G.  Storing  and  recovering  test  data  under  control  of 
a  test  program. 

H.  Linking  test  programs  in  order  for  a  new  program  to  be 
loaded  from  the  disc  under  control  of  a  resident  test- 
program  and  automatically  executed.  This  new  program 
replaces  the  requesting  program  in  core. 

I.  Storing,  recovering,  and  executing  machine  object 

code  resulting  from  compilation  of  FORTRAN  and  assembly 
language  programs. 

J.  Storing,  recovering,  and  executing  utility  programs. 

Available  Programming  Languages.  In  addition  to  the 

Elucidate  test  language,  FORTRAN  IV  and  assembly  languages  are 
supplied  to  allow  for  user  data  processing.  The  user  is  also 
capable  to  write  assembly  language  programs  for  any  additionally 
installed  instrumentation. 

Software  Drivers.  Software  drivers  are  supplied  for  all 
test  system  instrumentation,  including  Automation  Corporation 
Automatic  probe  unit.  The  software  driver  for  the  TAC  probe 
controller  enables  a  test  program  to  completely  control  the 
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TAC  probe  unit  (See  Figure  65,  Appendix  G).  The  following  items 
are  controlled  by  the  software  driver  under  test  program  control: 

A.  Sense  the  up  or  down  position  of  the  z-stare. 

B.  Move  the  z-stage  to  the  up  or  dovm  position. 

C.  Control  the  in-place  inker  on  the  probe  unit. 

D.  Initiate  an  independent  or  simulataneous  X  and  Y  indix 
operation . 

E.  Control  independently  the  X  and  Y  step  size. 

F.  Sense  the  completion  of  an  index  operation. 

G.  Sense  the  Start  Test  signal  from  the  probe  controller. 

H.  Sense  the  Emergency  Stop  signal  line  from  the  probe 
controller  and  create  a  priority  interrupt  to  the  test 
system  controller  if  an  Emergency  Stop  condition  occurs. 

Graphics .  The  Advanced  Plot-13  Tektronix  software  package 
is  supplied  with  the  display  terminal  to  provide  a  graphics 
capability  for  the  system. 

Elucidate  Programming  Test  Language  Description 

The  Varian  620/f-100  computer  controls  a  real-time  test 
situation  and  requires  certain  specialized  logic  elements  (Ref  22) 
The  Elucidate  programming  language  combined  with  the  logic 
elements  of  the  Singer  test  system  provides  the  computer  with  an 
error  free  test  device.  A  16-bit  binary  data  word  transferred 
from  the  computer  to  the  test  system  (power  supplies,  digital 
voltmeter,  etc)  is  the  basic  element  of  the  Elucidate  control 
system.  The  test  system  uses  a  three  dimensional  array  concept 
of  X,  Y,  and  Z  addressing.  This  allows  the  Elucidate  programming 
language  to  define  the  necessary  control  functions  to  the  test 
system.  To  accomplish  this,  the  16-bit  binary  word  is  divided 
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into  four  elements .  The  first  element  is  a  1-bit  word  which 
separates  test  system  commands  and  computer  control  words. 

Element  two  is  a  5-bit  "VERB"  field  used  to  define  an  action 
which  the  test  system  must  perform.  A  typical  verb  is  "SET" 
which  is  used  in  an  instruction  such  as 

SET  VS1  4 . 5 V ,  10. DMA 

where  "SET"  sets  the  voltage  output  of  power  supply  VS!  at 
4.5V  and  at  a  maximum  limit  or  clamp  current  of  10.0.MA.  A 
maximum  of  31  verbs  is  provided  by  the  Elucidate  language. 

The  third  element  is  a  5-bit  "NOUN"  field  which  is  defined  as 
the  place  where  an  action  occurs.  A  typical  noun  in  "VS1"  as 
in  the  above  command.  The  fourth  element  is  the  "MODIFIER" 
which  consists  of  5-bits  which  are  used  to  describe  the  test 
point  locations.  A  modifier  can  be  an  integer  or  real  number, 
unit  of  measure,  or  a  variable.  In  the  case  of  the  above  command, 
4.5  and  10.0  are  real  numbers,  whereas  V(volts)  and  MA(millismps ) 
are  units  of  measure.  One  16-bit  word  is  not  adequate  t>. 
describe  the  required  conditions  for  certain  actions  which  the 
test  set  performs.  A  multiple  word  command  is  used  in  this 
case  with  the  first  word  containing  VERB,  NOUN,  and  MODIFIER, 
and  the  following  words  specifying  additional  conditions  in 
a  predetermined  format.  The  above  command  is  such  an  example. 

The  modifier  "10.  is  an  additional  condition  specifying  that 

a  circi’Lt  installed  in  the  test  system  can  draw  a  maximum 
current  of  about  10.0mA  from  VS1. 


The  three-dimensional  address  location  can  describe  any 
function  required  of  the  test  system.  Each  function,  therefore, 
normally  has  a  three  input  gate  that  consists  of  a  VER3 ,  NOUN, 
and  MODIFIER.  With  all  three  inputs  true,  that  function  and  onl 
that  function  will  activate.  The  Elucidate  language  easily  has 
control  of  this  complex  system  using  this  addressing  scheme. 

The  Elucidate  Compiler  transforms  English  commands  and 
numeric  locations  to  the  16-bit  data  words  comprehensible  by 
the  test  system.  The  compiler  is  written  in  DAS  MR  MACRO 
assembly  language  with  access  to  the  compiler  gained  through  the 
Test  Set  Operating  System  (TSOS)  which  is  then  accessed  by  the 
Vartan' s  VORTEX  operating  system. 

From  the  previous  discussion,  Elucidate  is  a  unique  test 
language.  It  is  a  simple  language,  but  it  is  necessary  to 
describe  it  further  to  understand  the  MESFET  program. 

After  the  items  in  the  previous  section  were  determined,  the 
power  supplies  were  required  to  be  initialized  using  the 
following  commands  as  an  example: 


100 

: CONDITION  TEST  SYSTEM  FOR  TESTING 

110 

RESET 

120 

ENABLE  VS1: 

VS2;VS5 

130 

CLOSE  GND ; 

VS1;VS2;VS5 

140 

CON  GND  40; 

VS1  4 1  *  VS?  36;  VS 5  48 

The  RESET  command  initialized  the  matrix  system  (removed 
power  supplies,  voltmeter,  et  cetera  from  the  matrix).  In  other 
words,  it  caused  the  test  system  to  be  reset  to  a  neutral 
condition  with  all  previous  commands  negated.  After  every  RESET 
the  remaining  commands  were  required.  The  ENABLE  command 
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signalled  the  power  supplies  to  switch  to  the  on  state.  The 
CLOSE  command  provided  the  capability  to  pre-establish  the  power 
supplies  and  ground  (GND)  selected  prior  to  the  connection  of 
the  test  point  matrix  pins.  The  CON  (CONNECT)  command  connected 
the  power  supplies  and  GND  to  the  individual  test  point  matrix 
pins.  A  DIS  (DISCONNECT)  negates  the  CON  command.  From  this 
point  on,  the  power  supplies  had  to  be  set  at  the  desired  voltage 
and  current  clamp  value  using  the  following  command: 

150  SET  VS5  5.0V,  20.0MA 

The  SET  command  sets  VS5  to  5.0V  at  the  maximum  allowable  clamps 
current  drawn  by  a  device  at  20. DMA.  To  measure  this  voltage, 
the  voltmeter  must  be  connected  using 

160  CON  VMH  48;  VML  40 

The  CON  command  connects  the  voltmeter  between  pins  48  and 
40.  VS5  is  also  connected  at  pin  48  and  GND  at  40.  Therefore, 
when  the  command 

170  READ  VMH  4 

is  reached,  the  voltmeter  is  read  at  approximately  5 • 0V 

(+_  0.01%  of  the  absolute  DC  voltage  present  at  the  t°st  pin). 

The  above  command  not  only  caused  a  measurement  to  be  taken, 

but  stored  the  measurement  with  the  line  number  as  a  reference 

location  for  the  data  obtained.  In  adcli'  '.on,  the  integer  4  or 
MOD  number  was  specified  with  2*  or.  16  measurements  actually 
taken  and  averaged.  A  print  command  using  the  line  number 
location  of  the  measurement  caused  the  voltage  measurement 
obtained  to  be  printed  with  the  unit  V  or  volts. 

Current  measurements  were  made  using  the  following  command: 

180  READ  VO 5  4 

lfil 


Current  was  measured  and  averaged  as  before  with  a  print 
command  (not  shown)  printing  the  current  in  A  or  amperes. 
Appropriate  conversion  to  MA  was  obtained  by  multiplying  the 
results  at  line  180  by  1000.0  and  substituting  MA  for  A  using 
formatting . 

Call  to  subroutines  are  made  using  the  following  command: 
190  GOSUB  1330:  CALL  PINCH-OFF  VOLTAGE  (UP)  SUBROUTINE 
The  subroutine  was  called  to  an  ENTER  statement  located  at 
line  1330.  A  GOTO  statement  placed  before  entering  the  sub¬ 
routine  was  then  necessary  to  prevent  accidental  entry  to  the 
subroutine  (not  shown).  The  GOTO  statement,  when  reached, 
skips  the  entire  subroutine  and  continues  with  the  next  state¬ 
ment.  A  RETURN  command  returned  control  to  the  main  program. 
All  results  obtained  in  the  subroutine  were  automatically 
carried  to  the  main  program  and  remained  the  same  until  the 
subroutine  was  entered  again. 

Variables  were  used  throughout  the  program  using  only 
Elucidate  variables,  ZA,  ZB,...ZZ.  Measurements  taken  were 
set  equal  to  variables  using  the  command, 

200  EQ,  ZA,  180 

where  ZA  was  set  equal  to  the  measurements  taken  at  line  180. 

To  set  a  variable  to  an  integer  or  real  number,  the  command 

210  EQ,  ZA,  250.0 

had  to  be  used  to  distinguish  the  difference  between  a  line 
number  and,  an  integer  or  real  number. 

Simple  algebraic  manipulations  could  also  be  performed 
(multiply,  add,  divide,  subtract).  These  commands  and  their 
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variations  are  shown  below  as  an  example: 

220  MUL ,170,1.0 

230  DIV, 170,180 

2^0  SUB,  170,2,  A 

250  EQ , ZB, 7 . 0 

260  ADD, 170, ZB 

At  line  220,  using  the  previous  commands  presented  at  their 
respective  line  numbers,  the  voltage  reading  is  multiplied  by 
1.0  and  the  result  stored  at  line  170.  At  line  230,  line  170  is 
divided  by  the  current  reading  at  line  180  with  the  result 
stored  at  line  150.  Afterward,  line  170  is  subtracted  by  ZA  = 
250.0  with  the  result  stored  at  line  170.  The  variable  ZB  is 
set  equal  to  7.0  and  then  added  to  the  result  at  line  170  with 
the  final  result  stored  at  line  170. 
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MATRIX  CONTROL  OF  THE  TEST  SYSTEM 

Figure  57  of  Appendix  B  is  a  basic  diagram  of  the  Elucidate 
controlled  system  (Ref  22).  The  output  of  the  test  system  at 
any  test  point  is  subject  to  a  selection  of  switches.  The 
instruments  or  power  supplies  are  connected  to  the  voltmeter 
via  the  proper  switch.  These  switches  or  relays  are  controlled 
by  the  compiler  which  allows  only  those  commands  that  are 
technically  feasible.  Other  checks  are  made  to  safeguard  the 
hardware . 

Five  test  equipment  (matrix)  control  verbs  are  provided: 

CLOSE  ,  OPEN,  CONNECT,  DISCONNECT,  and  RESET.  CLOSE  provides 
the  capability  to  pre-establish  the  instrument  selected  prior 
to  connecting  the  test  point  matrix  to  the  instrument.  The 
OPEN  command  negates  the  CLOSE  command. 

The  verb  CONNECT  and  its  negative,  DISCONNECT,  are  used  to 
connect/disconnect  individual  test  points  to  various  instruments. 

The  verb  RESET  returns  all  relays  to  their  DISCONNECTED, 

OPEN  state  and  does  not  have  nouns  associated  with  it. 

In  order  to  prevent  undesirable  combinations  of  switching, 
the  following  rules  presented  in  the  programming  manual  (Ref  22) 
were  established  for  the  system: 

A.  All  nouns  (or  instruments ).  except  the  voltmeter 
(VMH,  VML)  and  resistance  measurement  instrument 
(RMH,  RML),  must  be  CLOSED  before  being  CONNECTED. 

B.  The  voltage  and  current  supply  nouns  (VS1-VS5,  CS1  and 
CS2)  may  not  be  closed  with  their  respective  externals. 
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For  example,  VS1  may  not  be  closed  with  External  A 
instrument  at  any  matrix  switching  connection  or  pin. 

C.  Each  noun  is  classified  as  a  forcing  type  of  sensing 
(measuring)  type. 

D.  Forcing  nouns  (power  supplies)  can  be  connected  to  as 
many  pins  (testpoints)  as  desired;  however,  no 

two  forcing  nouns  may  be  connected  to  one  pin  at  the 
same  time. 

E.  Sensing  nouns  (voltmeter)  can  be  connected  to  only  one 
pin  at  a  time;  however,  there  is  no  restriction  as 

to  cross  connection  of  these  nouns. 

F.  Since  the  voltmeter  is  differential  (described  by  two 
nouns.  Voltmeter  Measure  High  (VMH)  and  Voltmeter 
Measure  Low  (VML),  both  VMH  and  VML  must  be  connected 
before  the  voltmeter  is  read.  This  holds  true  for 
Resistance  Measure  High  and  Low  (RMH  and  RML) . 

Table  XI  shows  the  interrelation  of  Elucidate  verbs  and 
nouns  by  indicating  their  allowable  and  required  combinations. 
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TA3LE  XI 


VERB/NOUN  APPLICABILITY  TABLE — MATRIX  CONTROL  VERBS 


VERBS 

NOUNS 

CLOSE 

OPEN 

CONNECT 

DISCONNECT 

RESET 

READ 

SET 

VS1 

X 

X 

X 

X 

X 

VS  2 

X 

X 

X 

X 

X 

VS  3 

X 

X 

X 

X 

VS  4 

X 

X 

X 

X 

X 

X 

CS1 

X 

X 

X 

X 

X 

X 

CS2 

X 

X 

X 

X 

X 

X 

EXT  A 

X 

X 

X 

X 

EXT  B 

X 

X 

X 

X 

EXT  C 

X 

X 

X 

X 

EXT  D 

X 

X 

X 

X 

EXT  E 

X 

X 

X 

X 

EXT  F 

X 

X 

X 

X 

UP 

X 

X 

X 

X 

X 

VMH 

X 

X 

X 

VML 

X 

X 

X 

RMH 

X 

X 

X 

X 

X 

RML 

X 

X 

X 

X 

RELAY 

X 

X 

GND 

X 

-_x  .  1 

X 

X 

167 


APPENDIX  E 


VARIAN  620/f-100  COMPUTER  CHARACTERISTICS 


\ 

! 

i 


APPENDIX  E 


VARIAN  6?0/f-100  COMPUTER  CHARACTERISTICS 
Varian  620/6-100  Features 

The  Varian  620/f-lOO  computer  (Ref  23)  is  a  high-speed, 
general  purpose,  digital  computer  for  scientific  and  industrial 
applications  is  shown  in  Figure  6l  and  has  the  following  features 

Memory  cycle  time:  750  nsec. 

Instruction  set  size:  142  plus  8  optional  instructions. 

Word  length:  16  bits. 

Modular  core  memory:  Expandable  to  32,768  words  in  4,096  or 
8,192-word  increments. 

Automatic  data  transfer:  Direct  memory  access  (DMA)  with  trans¬ 
fer  data  rates  to  275,000  words  per  second;  priority  memory 
access  (PMA)  for  transfer  rates  to  1.3  million  words  per  second. 
I/O  capability:  64  devices  can  be  placed  on  the  I/O  bus  with 
the  I/O  system  expandable  to  include  automatic  block  transfer, 
multi-level  priority  interrupt,  and  cycle-stealing  transfers. 
Software  capability:  DAS  4a,DA38A,  and  DAS  MR  (MACRO)  assemblers 
binary  load/dump  (BLD  II):  debugging  (AID  II);  computer 
diagnostics  (MAINTAIN  II);  mathematical  subroutines;  real-time 
monitor  (RTM),  source  program  editor  (EDIT);  master  operating 
system  (MOS)  for  fixed-and  moving-head  discs,  drum,  and  magnetic 
tape;  ANSI  FORTRAN  IV,  conversational  BASIC;  report  generator, 
RPG  IV:  and  an  extensive  library  of  programs  in  the  Voice 
user's  group. 
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In  addition  to  the  software  capability,  the  Varian  compiles 
Elucidate  source  code  and  then  converts  it  into  machine  language 
object  code  using  the  DAS  MR  (MACRO)  assembler. 

Functional  Organ j-gat 3  on .  The  Varian  620/f-100  computer 
functional  organization  is  shown  in  Figure  62.  Further  infor¬ 
mation  concerning  the  detailed  operation  and  organization  of 
the  620/f-100  computer  is  beyond  the  scope  of  this  thesis. 
Therefore,  the  reader  is  referred  to  Reference  23. 
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I/O  SECTION 


nization  of  the  Vartan  620/f-lQQ  Cozipu 


AD-A100  762  AIR  FORCE  INST  OF  TECH  KRI6HT-PATTERS0N  AFB  OH  SCHOO— ETC  FLD  2 

THE  AUTOMATED  DC  PARAMETER  TEST I NO  OF  6AAS  MESFETS  USIN6  THE  SI— ETC (U) 
SEP  80  T  L  HARPER 

UNCLASSIFIED  AFIT/EE/GE/80-7  NL 


r 


APPENDIX  F 

VORTEX  OPERATING  SYSTEM 


APPENDIX  F 


VORTEX  OPERATING  SYSTEM 

The  Varian  Omnitask  Real-Time  Executive  (VORTEX)  (Ref  2A) 
is  a  modular  software  operation  system  for  controlling, 
scheduling,  and  monitoring  tasks  in  a  real-time  multiprogramming 
environment.  VORTEX  provides  for  background  operations  such 
as  compilation,  assembly,  debugging,  or  execution  of  tasks  not 
associated  with  the  real-time  functions  of  the  system. 

VORTEX  is  comprised  of  the  following  basic  features: 

-Real-time  I/O  processing 

-Provision  for  directly  connected  interrupts 
-Interrupt  processing 

-Multiprogramming  of  real-time  and  background 
-Priority  task  scheduling  tasks 
-Load  and  go  (Automatic) 

-Centralized  and  device-independent  I/O  system  using 
logical  unit  and  file  names 
-Operator  communications 
-Background  programming  aids: 

FORTRAN  and  RPG  IV  compilers,  DAS  MR  assembler,  load- 
module  generator,  library  updating,  debugging,  and 
source  editor 

-Use  of  background  area  when  required  by  foreground  tasks 
-Disk/drum  directories  and  references 
-System  generator 


VORTEX  executes  foreground  and  background  tasks  scheduled 
by  operator  requests,  interrupts,  or  other  tasks.  All  tasks 
are  scheduled,  activated,  and  executed  by  the  real-time 
executive  component  on  a  priority  basis.  In  the  VORTEX 
operating  system,  each  task  has  a  level  of  priority  that 
determines  what  will  be  executed  first  when  two  or  more  tasks 
come  up  for  execution  simultaneously. 

The  job-control  processor  component  of  the  VORTEX  system 
manages  requests  for  the  scheduling  of  background  tasks. 

Upon  completion  of  a  task,  control  returns  to  the  real-time 
executive.  For  a  background  task,  the  real-time  executive 
schedules  the  job-control  processor  to  determine  if  there  are 
any  further  background  tasks  for  execution.  During  execution, 
any  foreground  task  can  use  any  real-time  executive  service. 

Important  foreground  and  background  tasks  are  defined 
below : 

Foreground  Tasks: 

Real-Time  Executive  (RTE):  Processes,  upon  request  by 
task  operations  that  the  task  itself  cannot  perform. 

Input/Output  Control  (IOC):  Processes  all  requests  for 
I/O  to  be  performed  on  peripheral  devices. 

Background  Tasks: 

Job-Control  Processor  (JCP):  Permits  the  scheduling  of 
VORTEX  system  or  user  tasks  for  background  execution. 
Positions  devices  to  required  files,  and  makes 
logical-unit  and  I/O-devicc  assignments. 


Pile-Maintenance  Component  (FMAIN): 

Manages  file-name  directories  and  the  space  allo¬ 
cations  of  the  files.  It  is  scheduled  by  the  JCP 
upon  input  of  the  JCP  directive , /FMAIN . 
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APPENDIX  0 


PROBE  CARD  DEVELOPMENT  AMD  THE  TAG  PROBE  UNIT 

A  probe  card  was  developed  by  ARAL  to  provide  an  interface 
between  the  Singer  and  the  NAND/NOR  logic  circuit  chip  shown 
again  in  Figure  63.  The  probe  card  is  shown  in  Figure  6^4  under 
development  in  the  probe  card  station.  A  probe  is  soldered 
on  the  probe  card  corresponding  to  the  contact  pad  position  on 
the  logic  gate.  The  tip  of  each  probe  is  about  1  mil  in  diameter 
and  is  to  make  contact  with  the  corresponding  pad  of  the  NAND/ 

NOR  MESFET  circuit  of  Figures  1  and  2. 

The  contact  pads  on  the  chip  of  Figure  63  correspond  to 
the  connections  for  the  power  supply  voltages,  input/output, 
and  ground  provided  by  the  Singer  system.  Each  pad  is  numbered 
to  correspond  with  the  Singer's  matrix  pins  (Figure  57)  of 
the  system  performance  board.  The  correspondence  of  each  pad's 
function  with  the  necessary  connections  is  shown  in  Tabie  XII. 
Interface  between  the  performance  beard  and  the  probe  car'd 
is  provided  by  low  resistive  colored  ribbon  wire  and  an  edge 
connector  receptacle.  The  probe  card  is  slid  into  the 
receptable  and  in  turn  is  attached  to  the  TAC  probe  mount  as 
shown  in  Figure  65. 
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Figure  63.  GaAs  MESFET  Logic  Gate  Chip. 


Table  XII.  Probe  Card  Interface  Connections 
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REQUIRED  PROCEDURES  TO  PERFORM  AUTOMAT 
TESTING  USING  THE  ME3FET  PROGRAM 


183 


APPENDIX  P 


REQUIRED  PROCEDURES  TO  PERFORM  AUTOMATED 


•TV']  Tin.' 


PROGRAM 

In  this  appendix,  detailed  procedures  will  be  presented  in 
order  to  perform  automated  test  in."  using  the  MESFET  program. 

The  order  of  presentation  is  as  follows: 

1.  Test  System  Preparation. 

2.  MESFET  Procram  Us arc. 

3-  MESFET  Program  Problems. 

The  programmer  is  required  to  understand  the  procedures  in 
order  to  run  the  MESFET  program  successfully .  It  should  be 
understood  that  the  MESFET  program  has  not  been  fully  developed 
due  to  equipment  complications.  Areas  in  the  program  that  may 
require  further  investigat ion  will  be  pointed  out.  This  will 
reduce  any  problems  that  may  occur  in  using  the  MESFET  program 
to  perform  automated  testing  of  the  GaAs  MESFET  NAND/NOR  logic 
circuit . 


Test  System  Preparation 

In  this  section,  it  is  assumed  that  the  power  supplies, 
Varian  computer,  and  all  peripherals  have  been  turned  on  prior 
to  performing  automated  testing.  It  is  also  assumed  that  the 
power  supplies  have  had  at  least  one  hour  of  warm-up  time.  Test 
system  preparation  will  now  involve  the  following  (Refer  to 
Figure  66 ) : 

1.  Load  VORTEX  operating  system  into  main  core  memory  from 
the  disc  using  the  following: 
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a.  Clear  all  registers.  (Load  0  000  000  000  000  000). 

b.  Load  0  000  000  000  000  001  into  the  A  register. 

c.  Load  0  111  111  110  000  0C0  into  the  P  recister. 

d.  Place  VORTEX  Boot  tape  into  paper  tape/reader  punch. 
Depress  LOAD  Switch. 

e.  Press  the  TNT  (Interrupt)  and  Reset  switches. 

f.  Place  STEP/RUN  switch  in  RUN  position. 

g.  Press  LOAD.  The  VORTEX  Boot  tape  will  now  run 
through  the  paper  tape  reader  and  load  the  operating 
system. 

h.  Loading  of  the  operating  system  will  be  indicated 
by  the  following  address  indicated  on  the  register 
display 

0  111  111  110  111  111 

i.  If  the  above  address  is  not  displayed,  the  entire 
process  beginning  at  'a'  must  be  repeated. 

2.  Assignment  of  peripherals  will  involve  determining 
which  peripherals  will  be  used  to  provide  the  desired  method  of 
I/O: 

a.  Insure  that  the  CRT,  teletype,  and  line  printer  are 
placed  'on-line'. 

b.  Insure  that  computer  select  switch  located  on  back  of 
line  printer  is  set  at  'VAR'  or  Varian. 

c.  Type;  I0LIST  on  the  CRT.  The  output  is  as  follows: 
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TE(OU  ) 
TA(030) 
TL( 029 ) 
TO ( 028 ) 
TI ( 0  27 ) 
CO (026) 
EO(  02;l ) 
SE( 023) 
PL( 016) 
ED  (  0 1 1> ) 
OS ( 01 3 ) 
ES(0li») 
S I  ( 0  0  2 ) 
SO (00 3) 
PI(004 ) 
LO(OOB) 
BI(006) 
B0( 007 ) 
SS( 008) 
GO (009 ) 
PO(OIO) 
DI(Oll) 
D0( 012 ) 
CU(lOl) 
SW( 102 ) 
C  L  ( 1 0  8  ) 
0M(  10!l ) 
BL( 105 ) 
PL(106) 


=  E  COO 
-  CT00 
=  LV$Z 
=  TY00 
=  TY  02 
=  BC  00 
=  D023 
=  D02A 
=  F00K 
=  NT00 
=  D00I 
=  D00J 
=  CT00 
=  CT00 
=  CR00 
=  LP00 
=  PT00 
=  PT00 
=  D00*l 
=  D00G 
=  D00U 
=  TY00 
=  TY00 
=  D00E 
=  D00F 
=  D00A 
=  D00D 
=  D00C 
=  D00B 


d.  If  the  magnetic  tape  unit  is  desired  to  be  used  to 
store  or  output  programs  in  conjunction  with  the  teletype,  type 
the  following  on  the  CRT; 

; ASSIGN ,TL  =  TY00 
; ASSIGN,  ED  =  MT00 

e.  If  the  magnetic  tape  unit  is  desired  with  the  line 
printer,  type  the  following  on  the  CRT; 

; ASSIGN,  TL  =  LP00 
; ASSIGN,  ED  =  MT 00 

f.  To  use  the  line  printer  in  conjunction  with  the 
teletype,  type  the  following 


;  ASSIGN, 

TL 

=  LF00 

;  ASSIGN, 

ED 

=  DBM 
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g.  To  use  the  teletype  as  the  primary  I/O  device,  type 
; ASSIGN,  7L  =  TY00 
; ASSIGN,  ED  =  DUH 

The  teletype  can  be  used  to  input  and  store  programs  regardless 
of  the  peripheral  assignment.  The  primary  method  to  input  programs 
is  accomplished  at  procedure  'g'. 

3.  Scheduling  of  Tasks  will  be  performed  in  order  to  calibrate 
the  test  system  automatically  as  well  as  to  begin  automated 
testing : 

a.  To  calibrate  the  system  automatically,  insure  that 
procedure  '2.f'.  is  performed. 

Then  type 

jSCHED,  CALIB ,  2,  FL ,  F 

on  the  CRT.  Afterward,  refer  to  the  teletype  for  further 
instructions.  CALIB  will  indicate  the  status  of  all  power  sup¬ 
plies  including  sensitivity  deviation,  offset  error,  et  cetera. 

b.  To  set  the  system  up  to  perform  automated  testing, 
type  the  following  on  the  CRT: 

;SCHED ,  TEST,  2,  FL,  F 

This  completes  the  preparation  of  the  Singer  test  system  to 
perform  automated  testing. 

MESFET  Program  Usage 

MESFET  program  usage  will  consist  of  the  necessary  procedures 
required  to  perform  tests  on  the  Singer.  These  procedures  are: 

a.  Refer  to  Figure  66.  Figure  66  indicates  the  input 
commands  to  place  into  main  memory  from  disc  compile,  edit,  and 
run  the  MESFET  program. 
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BEGIN 

AUTOMATED 

TESTING 


Figure  G6.  MESFET  Program  Usage  Flowchart. 
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Figure  66.  Continued 


b.  To  store  any  changes  made  to  the  MESFET  program 
type  the  following: 

REPLACE  ,  MESFET 

It  should  be  noted  that  the  VARIAN  periodically  runs  into 
overflow  or  loses  the  starting  address  of  the  program.  This  is 
indicated  by  the  bit  overflow  display  on  the  VARIAN  or  that  the 
address  display  is  not  lit  at  all.  It  is  also  indicated  by 
no  response  from  the  computer  on  the  teletype  when  RETURN  is 
pressed.  All  changes  made  to  the  program  may  not  be  lost.  If 
the  previous  conditions  occur,  loading  of  the  operating  system 
is  required  according  to  the  previously  established  procedures. 
Changes  made  to  the  program  will  most  likely  be  kept  in  the 
'scratch'  portion  of  memory  where  all  changes  are  made  prior 
to  storing  them  on  the  disc.  Generally,  there  is  no  need  to 
call  the  MESFET  program  to  memory  the  above  problems  occur. 

When  calling  up  the  MESFET  program,  problems  may  occur, 
however.  These  problems  are  indicated  by  the  fact  that  the 
program  may  not  compile  correctly  as  it  did  before.  I'hi.s  is 
believed  to  occur  when  transferring  the  program  from  disc  to 
memory.  The  problem  can  be  minimised  by  leaving  the  disc  drive 
and  VARIAN  on.  The  program  can  also  be  called  from  main  memory 
(scratch  areas)  after  a  period  of  disuse,  but  is  best  to  compile 
the  program  to  determine  if  any  errors  do  exist.  Common  errors 
not  noted  in  the  programming  manual  are: 

1.  Duplication  of  lines  of  code. 

3.  Omission  of  code. 

If  these  errors  do  occur,  referral  to  a  correct  MESFET  program 
listing  is  suggested  to  remove  the  errors. 
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APi'K.r:nix  j 

FOUR-BIT  AFIT/AFAL  ACCUMULATCR  TROT  RKr.UI"’." 

AUO  CONCT/jST-'hh.e 

The  objective  of  the  work  to  follow  jo  to  present  the 
procedures,  obtain  results,  and  draw  conclusions  from  the  autom- 
mated  testing  of  the  *)-bit  AFIT/A^AI.  accumulator  chip.  Figures. 

6 7  and  68.  The  accumulator  was  desr'gncd  and  developed  ly  the 
Microprocessor  Design  course  (BE  6.95/6.9'?)  students  at  API?  in 
the  Spring  and  Summer  Quarters  of  197?.  The  advisor  and  teacher 
for  this  effort  was  Major  J.  M.  Borky.  The  accumulator  was 
developed  and  finally  fabricated  using  the  A PIT  and  AADE  integrate 
circuit  fabrication  facilities.  The  Singer  tester  was  used  to 
perform  the  testing  of  the  accumulator. 

Design  Opera's  ion  of  the  -i-Dit  Accumulator 

Referring  to  Figure  67,  the  accumulator  accepts  ‘4  data  inputs 
(DB0-DB3)  with  a  total  of  2**  or  16  combinations  as  shown  in  Table 
XIII.  The  accomulator  is  to  perform  the  following  data  operations 
parallel  load,  shift,  left,  shift  right,  rotate,  and  nothing. 
Control  signals  CACC0,  CACC1,  and  CACC2  control  the  operations 
which  are  listed  in  Table  XIV. 
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Figure  67.  4 - 3 i t  Accumulator. 
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Figure  63.  4-LUt  Accumulator  Chip 
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Tabic  XIII.  Il-Bi  t  Accumulator 
Input  Data. 


DR  3 

DB2 

DPI 

pn.CJ 

1  j  .  /v 

0 

0 

0 

0 

0 

0 

0 

1 

0 

0 

1 

0 

0 

0 

] 

1 

0 

1 

0 

0 

0 

1 

0 

1 

0 

1 

1 

0 

0 

1 

1 

1 

1 

0 

0 

0 

1 

0 

0 

1 

1 

0 

1 

0 

1 

0 

1 

1 

1 

1 

0 

0 

1 

1 

0 

1 

1 

1 

1 

0 

1 

1 

1 

1 

The  accumulator  was  designed  and  developed  using  silicon 
gate  P-MOS  transistors.  The  use  of  P-MOS  devices  requires  the 
use  of  negative  logic  inputs.  The  accumulator  also  requires 
two  phase  clock  signals,  $  and  4>  ,  to  transfer  the  data 

x  y 

(DB0-DB3)  to  the  outputs  ACC/-ACC3  according  to  the  appropriate 

set  of  control  signals.  The  gate  requires  two  biases: 

at  -7.0V  and  V  at  -14.5V.  A  reset  control  signal,  CRST,  is 
ES 

included  to  reset  the  accumulator  to  zero.  Since  negative  logic 
is  used,  a  logic  1  is  set  at  -7.0  and  a  logic  0  at,  0 . 0V  or  ground 
potential.  These  inputs  and  their  appropriate  logic  levels  are 
listed  in  Table  XV.  The  timing  diagram  of  Figure  69  indicates 
the  relationship  of  control  to  phase  clock  signals  to  be  used 
to  shift  data.  The  designers  of  the  accumulator  design  the 
device  to  shift  data  after  phase  clocks  were  applied  to  the 


device . 


Automated  Testing  of  the  h  —  ■ '  i  t  Accumul  a  tor 

A  means  was  needed  to  test  the  4 -bit  accumulator  after  its 
fabrication  at  AFWAL/AADR .  The  finger  tester  was  a  logical 
choice  to  test  the  accumulator  at  the  wafer  level.  In  order 
to  test  the  device,  a  probe  card  was  required  to  be  developed 
to  interface  the  device  with  the  Singer  tester.  The  probe  card 
was  inserted  into  the  TAC  probe  unit  just  as  in  the  testing 
of  the  MESFF.T.  Table  XVT  lists  the  functions  of  the  bonding 
pads  and  the  assigned  probe  card  pin  numbers. 

Automated  Testing  Procedures.  Nov/  that  the  functions  of  the 
various  signals  have  been  noted,  it  is  now  time  to  state  the 
testing  procedures  used  to  determine  the  performance  of  the 
4-bit  accumulator.  The  following  is  a  simple  algorithm  adopted 
for  one  particular  testing  procedure  for  the  Singer  tester: 

1.  Reset  the  Singer  tester. 

2.  Set  up  the  appropriate  power  supplies. 

3*  Input  desired  data. 

4.  Apply  desired  control  signals  to  either  parallel  load, 
shift  left,  shift  right,  or  rotate  the  deisred  data. 

5.  Apply  <f>x,<i>y. 

6.  Stop. 

The  above  algorithm  was  implemented  into  a  program  to  be  used 
on  the  Singer  Tester. 

Automated  Testing  Results  and  Conclusions.  The  objective 
of  the  testing  of  the  4-bit  accumulator  was  to  determine  if  it 
was  capable  of  performing  the  data  operations  as  indicated  in 
Table  XIV.  The  little  known  fact  in  the  testing  of  the  4-bit 
accumulator  was  that  of  the  clock  rates  that  were  required 
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to  transfer  data  to  the  outputs  ACC0-A CC».  This  was  not 
available  in  the  provided  documentation  nor  from  a  consultation 
with  one  of  the  designers  of  the  accumulator.  From  Chapter  VI, 
it  was  noted  that  the  highest  frequency  available  on  the  finger 
was  about  C2.5  Hz.  Consultation  with  the  advisor  indicat'd 
that  the  clock  rates  required  for  the  accumulator  were  some  what 
higher.  As  a  result,  no  valid  data  was  obtained  from  the 
accumulator  testing.  The  main  problem  experimented  in  using 
the  Singer  was  that  the  clock  rates  and  therefore  the  period 
and  pulse  widths  of  the  control  signals  could  not  be  controlled. 
Given  the  fact  that  these  characteristics  wore  unknown,  made 
it  even  more  difficult  to  provide  the  proper  signal  characteristics 
required  by  the  Singer.  The  source  code  was  not  capable  of 
providing  the  proper  signal  characteristics  required  by  the 
accumulator  whatever  they  were.  The  source  code  provides  mainly 
for  static  testing  only  and  is  limited  to  the  testing  of  DC 
parameters.  A  further  study  of  this  area  is  presented  in 
Chapter  VI. 

In  conclusion,  the  Singer  tester  is  not  capable  of  providing 
variable  clock  rates  to  the  degree  of  flexibility  required  by 


some  circuits.  From  the  testing  it  was  discovered  that  the  source 


code  was  also  not  capable  of  providing  the  clock  pulses  <f>  , $ 

x  y 


as  in  Figure  69  due  to  the  fact  mentioned  above.  <}>x  would 


simply  overlap  <f>  .  The  automated  testing  of  the  4-bit 
accumulator  served  as  a  basic  exercise  to  understand  the 


Elucidate  testing  language  and  testing  techniques,  the 

Singer  tester  itself  and  its  capabilities.  This  experience  aided 

In  the  development  of  the  automated  testing  programs  to  test  the 


of  Figure  19. 
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Table  XTV.  'l-Pit  Accumulator 
Control  r.i-nalr.. 


CACCO 

CACC1 

CACC2 

FUNCTION1 

0 

0 

-- 

PARALLEL  LOAD 

0 

1 

— 

SHIFT  LKPT 

1 

1 

0 

0 

SHIFT  RICH? 

1 

0 

1 

ROTATE 

1 

1 

_ i 

NOTHING 

Table  XV.  4 -Bit  Accumulator 
Voltage  Inputs. 


VOLTAGE  INPUTS 


HIGH 


LOW 


CACC0-CACC2 


-7.0 


0.0 


D30-D33 


-7.0 


0.0 


CRST( RESET) 


-7.0 


0.0 


V 


DO 


-7.0 


0.0 


V 


GG 


-7.0 


0.0 


-7.0 


0, 


-7.0 


0.0 


CARF0 


-7.0 
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Table  XVI.  4-Bit  .Accumulator  Probe 
Card  Interface  Connections. 


BONDING  PAD  FUNCTION 

PIN  NUMBER 

ACC1 

1 

ACC2 

2 

DB2 

3 

CARRI 

4 

D31 

P, 

RESET 

6 

DBS? 

7 

CACC2 

8 

CARRY? 

9 

CACC? 

]  1 

DB3 

10 

CACC1 

14 

ACC3 

13 

ACC? 

12 

v 

GG 

15 

<(> 

16 

X 

GND 

17 

V_ 

18 

DD 

19 

y 

v 

VGG 

20 

-  - 

( 
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Control  Signals  to  Phase 


Automated  Testing  Procedures  .  Now  that  the  functions  of 
the  various  signals  have  been  noted,  it  is  now  time  to  state 
the  test  in,"  procedures  used  to  determine  the  performance  of  the 
4-bit  accumulator.  The  following  is  a  simple  algorithm 
adopted  for  one  particular  testing  procedure  for  the  Singer- 
tester : 

1.  Reset  the  Singer  tester. 

2.  Set  up  the  appropriate  power  supplies. 

3.  Input  desired  data. 

4.  Apply  desired  control  signals  to  either  parallel 

load,  shift  left,  shift  right,  or  rotate  the  desired  data. 

5.  Apply  4>x,<|>  . 

6.  Stop. 

The  above  algorithm  was  implemented  into  a  program  to  be  used 
on  the  Singer  Tester. 

Automated  Testing  Results  and  Cone? nolens .  The  objective 
of  the  testing  of  the  4-bit  accumulator  was  to  determine  if 
it  was  capable  of  performing  the  data  operations  as  indicated 
in  Table  XIV.  The  little  known  fact  in  the  testing  of  the 
4-bit  accumulator  was  that  of  the  clock  rates  that  ’were 
required  to  transfer  data  to  the  outputs  ACC0-ACC3.  This 
was  not  available  in  the  provided  documentation  nor  from  a 
consultation  with  one  of  the  designers  of  the  accumulator. 


From  Chapter  VI,  it  was  noted  that  the  highest  frequency 
available  on  the  Singer  was  about  62.5  Hz.  Consultation 
with  the  advisor  indicated  that  the  clock  rates  required  for 
the  accumulator  were  somewhat  higher.  As  a  result,  no  valid 
data  was  obtained  from  the  accumulator  testing.  The  main 


rroblem. 


:ing  the  Singer  was  that  the  clock 
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rates  and  therefore  the  period  and  pulse  widths  of  the  control 
signals  could  not  be  controlled.  Given  the  fact  that  these 
characteristics  were  unknown,  made  it  even  more  difficult  to 
provide  the  proper  signal  characteristics  required  by  the 
Singer.  The  source  code  was  not  capable  of  providing  the 
proper  signal  characteristics  required  by  the  accumulator 
whatever  they  were .  The  source  code  provides  mainly  for 
static  testing  only  and  is  limited  to  the  testing  of  DC 
parameters.  A  further  study  of  this  area  is  presented  in  Chapter  V 
In  conclusion,  the  Singer  tester  is  not  capable  of  providing 
variable  clock  rates  to  the  degree  of  flexibility  required  by  some 
circuits.  From  the  testing  it  was  discovered  that  the  source 
code  was  also  not  capable  of  providing  the  clock  pulses  , 

^  y 

as  in  Figure  69  due  to  the  fact  mentioned  above.  <|>x  would  simply 
overlap  <f>  .  The  automated  testing  of  the  4-bit  accumulator 
served  as  a  basic  exercise  to  understand  the  Elucidate  testing 
language  and  testing  techniques,  the  Singer  tester  itself  and  its 
capabilities.  This  experience  aided  in  the  development  of  the 
automated  testing  programs  to  test  the  GaAs  MESFETs  of  Figure  19- 


APPENDIX  K 

SINGLE  GATE  DC  PARAMETER  MODEL  DATA 
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TABLE  XVII  DC  Parameter  Data  For  Source  Follower  Characteristic 


Curves,  Figure  14. 


IDSS^'nA^  1l  ‘  G 

V  (V)  =  08 . 0 

g  (mmho)  =  2.2 
°m 

Rd(ohm)  =  3.0 

In(mA) 

Vns(V) 

VGS('V‘I 

R  (Ohm) 

0 

CALC. 

m 

0.0 

0.0 

184 

2500 

0.0 

0.0 

0.5 

2.71 

3.2 

0.0 

5.84 

6.0 

LINEAR 

1.5 

8.1 

8.4 

2.0 

10.8 

10.3 

2.5 

0.0 

184 

2500 

11.7 

11.5 

3.0 

11.96 

11.9 

3.5 

12.1 

12.0 

SAT 

4.0 

12.33 

12.2 

4.5 

12.52 

12.5 

5.0 

12.7 

12.6 

0.0 

-1.0 
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2500 

0 

0 

0.5 

2.18 

2.8 

1.0 

4.80 

5.2 

LINEAR 

1.5 

6.55 

7.2 

2.0 

8.73 

8.3 

2.5 

-1.0 

229 

2500 

9.04 

9.4 

3.0 

9.22 

9:6' 

3.5 

9 . 40 

9.8 

SAT 

4.0 

9-69 

10.0 

4.5 

9-77 

10.2 

5.0 

9-95 

10.4 

0.0 

-2.0 

294 

1785 

0.0 

0.5 

1.7 

1.0 

4  .0 

LINEAR 

1.5 

5.1 

CO 

ITS 

2.0 

-2.0 

294 

1785 

6.55 

6.5 

2.5 

6.79 

6.9 

3-0 

7.03 

7.2 

3-5 

7.27 

7.5 

SAT 

4.0 

7.51 

7.6 

4.5 

7.75 

8.0 

5.0 

7.99 

8.2 
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1 D (mA ) 


VDS(V) 

VGS(V) 

R  (Ohm) 

0 

R  (Ohm) 
s 

CALC  . 

ML  AS  . 

EH 

0.0 

o 

m 

l 

4l6 

2500 

0.0 

0.0 

0.5 

1.2 

1.8 

SAT 

1  .0 

2.7 

3.0 

1.5 

-3.0 

4l6 

2500 

4.1 

3.8 

2.0 

1.5 

4.4 

2.5 

4.7  3 

4.6 

SAT 

3.0 

4.90 

4.8 

3.5 

5.0 

5-1 

4.0 

5.25 

5-2 

0  r.  m 

O/i  i 

4.5 

5.4 

5-6 

5.0 

5.59 

5.7 

0.0 

-4.0 

675 

ro 

Ul 

o 

o 

0.0 

0.0 

0.5 

0.8 

0.8 

1.0 

1.6 

1.6 

1.5 

2.3 

2.0 

2.0 

2.7 

2 . 4 

2.5 

2.9 

2.6 

3.0 

3.1 

2.8 

3.5 

3.2 

3.0 

4 . 0 

3.40 

3.2 

4.5 

3.65 

3.4 

5.0 

3.80 

3.6 

0.0 

-5.0 

1250 

2500 

0.0 

0.0 

0.5 

0.4 

0.4 

LINEAR 

1.0 

0.8 

0.8 

1.5 

1.2 

1.1 

2.0 

1.5 

1.2 

2.5 

-5.0 

1250 

2500 

1.75 

1.4 

3.0 

1.88 

1.59 

3.5 

2.00 

1.7 

SAT 

4 . 0 

2.15 

1.9 

4 . 5 

2.28 

2 . 0 

5.0 

2.42 

2.2 

0.0 

-6.0 

2500 

1 

0.0 

0.5 

■ 

0.2 

LINEAR 

1.0 

— 

0.4 
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APPENDIX  L 

METHOD  TO  RESOLVE  CURRENT 
i  ACCURACY  CF  THE  SINGER  TESTER 
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APPENDIX  T 


ALTERNATE  METHOD  TO  RESOLVE  CURRENT 


MEASURING  INACCURACY  OP  THE  SINGER  TESTER 


The  purpose  of  this  appendix  is  to  present  a  method  used 
to  attempt  to  resolve  the  current  measuring  inaccuracy  of 
the  Singer  tester.  According  to  the  results  presented  in 
Chapter  V,  MESPET  drain  currents  were  inaccurate  by  as  much 
as  1.1mA.  An  inaccuracy  such  as  this  value  prevented  the 
MESFET  program  to  determine  the  pinch-off  voltage  of  a  MESFET. 
Comparisons  between  curve  tracer  photographs  (I-V  character¬ 
istics)  and  the  results  obtained  with  the  Singer  were  made 
to  determine  that  a  problem  with  the  tester  truly  existed. 

To  verify  this  problem,  a  simple  program  to  measure  resistance 
was  written  and  inr  1  em-mr  cm  on  the  Singer  as  follows : 

100  RESET 
110  ENABLE  VS  5 
1?0  CLOSE  GUI);  VS  5 
130  CON  GND  40;  VS 5  35 
14 0  SET  VS 5  5.0V,  10 0.0mA 
150  CON  VMH  35;  VML  4q 
160  READ  VS 5  4 
170  READ  VMH  4 
180  PRINT  190  160 
190  ’1=’ 

200  PRINT  210  170 
210  'V=' 
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220 

PAUSE 

: 

PROGRAM. 

HARTS  UNT3 L  PROGRAMMER 

230 

INSTRUCT 

3  FRO GRAM  TO  CONTINUE. 

2*40 

PRINT 

250 

250 

» 

i 

260 

GOTO 

l60 : 

MEASURE 

NEXT  RESISTANCE  VALUE. 

270 

END 

A  decade  resistance  box  was  connected  across  pins  35 
and  *10  of  the  porforman  e  board.  The  resistance  was  increased 
by  1,000  ohms  when  the  program  halted  each  tine  at  line  220 
above.  The  maximum  resistance  set  on  the  decade  box  was 
50,000  ohms .  The  voltage  was  sot  at  5.0V  with  current  measured 
at  each  value  of  resistance.  The  actual  current  was  calculated 
using  ohms  at  each  value  of  resistance.  Experimental  currents 
v/ere  measured  on  the  Singer  for  each  value  of  resistance. 

The  results  obtained  and  the  error  factors  are  shown  in 
Table  XV ID  for  values  of  resistance  between  5,000  and  50,000 
ohms  at  5,000  ohm  increments.  The  error  factors  were  calculated 
by  dividing  calculated  values  of  current  by  the  measured  valuer. 


Table  XVIII  Current  Measuring  Accuracy  of  the  Singer 


CALCULATED 

MEASURED 

ERROR 

RESISTANCE (Ohms) 

CURRENT (mA) 

CURRENT ( mA ) 

FACTOR 

5000 

1.00 

1.86 

0.53 

10000 

O'.  50 

1.35 

0.37 

15000 

0.33 

1.35 

0.37 

20000 

0.25 

i  .  12 

0 . 2? 

25000 

0.20 

1.08 

0 .  i  8 

30000 

0.17 

0.02 

0.17 

35000 

0.14 

1.01 

01.3 

*40000 

0.12 

0.99 

0.12 

45000 

0.11 

0 . 98 

0.11 

5000 

0.10 

0 . 96 

0 .10 
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Error  factory  for  currents  for  resistances  between  1,000 
and  SO, 000  ohms  were  obtained  but  not  shown  in  the  table.  A 
mean  error  factor  value  was  then  obtained  for  several  values  of 
current  throughout  the  resistance  range.  The  MESFET  program  was 
then  set  up  to  multiply  a  drain  current  by  the  appropriate  error- 
factor  when  the  measured  current  was  within  the  current  range 
for  the  specified  error  factor. 

Using  the  above  method  to  obtain  the  proper  drain  currents 
did  not  prove  fruitful.  The  objective  was  to  develop  a  simple 
method  to  resolve  the  current  measuring  inaccuracy  of  the 
Singer  as  discussed  in  Chapter  V.  Solving  this  problem  would 
hopefully  provide  the  capability  to  obtain  pinch-off  using  the 
MESFET  program  since  current  measuring  accuracy  is  important. 

Another  but  similar  method  was  then  attempted  to  resolve 
the  current  accuracy  problem.  Without  going  into  detail, 
curve  tracer  I -V .  characteristics  (Figure  70)  were  obtained  fc-r 
a  SOURCE  FOLLOWER  MESFET.  The  same  MESFET  was  then  tested  on 
the  Singer  to  determine  experimental  values  of  drain  current 
(Table  XX).  Error  factors  were  determined  for  values  of  current 
as  shown  in  Table  XTX. 

Table  XTX.  Error  Factors  Used  to  Resolve  Current  Measuring 


Inaccuracy  of  the  Singer. 


CURRENT  RANGE  (mA) 

ERROR  FACTOR 

4.0  to  8.5 

3.0  to  3-9 

2.25  to  2.9 

1.70  to  2.24 

1.45  to  1.69 

1.27  to  1.44 

1.20  to  1.26 

0.84 

0.74 

0.64 

0.54 

0.45 

0.38 

°‘3°  Cent. 
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Table  XIX  Continued. 


CURRENT  RANGE  (rnA) 

ERROR  FACTOR 

1.15  to  1.19 

0.25 

1.11  to  l.l'l 

0.22 

1.07  to  1.10 

0.12 

1.01  to  1 . 06 

0.10 

0.05  to  1.00 

0.05 

0.00  to  0 . 0 4 

0.01 
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The  following  DC  parameters  for  the  above  devices  were  to  be 
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linear  on-resistance  and  saturation  resistance,  and  g  . 

Unfortunately,  due  to  system  measurement  accuracies,  these  results 
do  not  compare  favorably  when  compared  with  curve  tracer  I-V 
curves  of  the  MESFETs .  This  report  will  attempt  to  demonstrate  the 
feasibility  of  the  Singer  to  test  these  parameters  given  the 
status  of  the  system. 
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